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Abstract 
Microbeam Radiation Therapy (MRT) is an important and developing radiotherapy technique that 
uses spatially fractionated doses, several orders of magnitude larger than that of the doses used in 
conventional radiation therapy. Healthy tissue displays remarkable resistance to damage caused 
from microscopically narrow, fractionated, planar beams of x-rays, while showing preferential 
damage towards cancerous growths, allowing for a high potential towards the treatment of often 
inoperable tumours. These synchrotron generated, spatially fractionated, planar beams are referred 
to as microbeams, and have a thickness of 20 – 50 µm and are separated by distances of 100 – 400 
µm. The dose delivered at the center of the microbeam can be on the order of thousands of Grays 
(Gy), whereas the dose between each microbeam should be kept below tens of Gy. An important 
aspect of MRT is the spatial distribution of the dose delivered to the patient, which must be 
accurately measured. Ultimately, both high resolution and large dynamic range dosimetric 
measurements must be done simultaneously.  
 The objective of this Ph.D. research involves the development and characterization of a 
dosimetric technique that fulfills the requirements of measuring dose distributions of microbeams. 
The proposed technique uses the indirect detection of x-rays, where the dose is recorded in a glass 
plate which can then be readout using a confocal microscopy system. The dose delivered is 
recorded by using trivalent samarium (Sm3+) doped fluoroaluminate and fluoro-phosphate glasses, 
where conversion from the trivalent form of samarium to the divalent form (Sm2+) occurs after 
exposure to x-rays. The extent of this conversion can be readout and digitized with high resolution 
using a confocal microscopy system that utilizes the easily distinguishable photoluminescent 
spectra of Sm3+ to Sm2+.  
The work carried out in this research involves the high resolution recording of microbeam 
profiles performed at the Canadian synchrotron, using samarium doped glass plates under a variety 
of irradiation parameters in order to determine their suitability for dosimetric applications. In 
particular, the dose rate and x-ray energy dependence of these materials is investigated, as well as 
the determination of the optimum Sm3+ dopant concentration. Further, the confocal measurement 
technique is investigated, as well as the suitability of ion implantation of samarium ions in order 
to improve the signal readout. Lastly, the change in dose distributions of microbeams is 
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investigated by performing irradiations over a wide range of monochromatic x-rays, so that the 
potential effect of the selected energy on MRT treatment planning can be examined.  
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Chapter 1 
 Introduction and Organization of the Thesis 
The practice of using high energy ionizing radiation for the treatment of cancerous growths in 
patients has been in use for over a hundred years. Shortly after the discovery of the x-ray by 
William Roentgen in 1896, high energy photons, called x-rays, were used as a non-invasive, non-
surgical, treatment method, which causes lethal damage to tumours within a patient. The 
disadvantage of standard radiotherapy techniques results from simultaneous damage to healthy 
tissue during the treatment of tumours, limiting the total dose that can be delivered to a patient 
(~40 Gy). Microbeam radiation therapy (MRT) uses small, parallel, spatially fractionated x-ray 
beams which allows for substantially higher doses to be delivered to a patient in a single treatment 
(500 Gy and higher) while causing minimal damage to healthy tissue in the path of the 
microbeams. This tissue sparing effect results from the unique irradiation geometry of the 
microbeams, which are multiple narrow planar beams of x-rays, tens of microns wide and 
separated by hundreds of microns, shown in Figure 1.1. This technique allows for healthy cells, 
adjacent to the volume of irradiation, to aid in the repair of damaged tissue, an ability that 
cancerous growths do not exhibit. The unique qualities of microbeam radiation therapy is therefore 
well suited for patients with often inoperable tumours, such as spinal, or brain growths, where 
other available cancer treatment methods may prove to be too great a risk.  
The measurement of the unique radiation pattern resulting from MRT provides a dosimetry 
challenge. That is, the "peak" dose at the center of each microbeam and the "valley" doses between 
microbeams vary considerably, and both must be simultaneously with high resolution. Current 
conventional x-ray detection techniques do not exhibit the necessary capabilities required to 
measure a dynamic range that covers potentially thousands of grays over a distance of several 
microns. Additionally, a detector should not have a strong dose rate or energy dependence and 
should be reusable over multiple irradiations. Current dosimetric methods do not satisfy the 
required measurement of both "peak" and "valley" doses with micron level resolution in two 
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dimensions. Creating a record of the dose delivered to a patient is crucial, not only for patient care, 
but also for treatment optimization.  
The work of this thesis involves the characterization of a novel, high dose, high-resolution 
dosimeter, which fulfills the requirements for MRT dosimetry. The dosimetric technique involves 
measuring valence change of a rare-earth ion after exposure to x-rays. Of the rare earth ions, 
samarium is of particular interest, since the trivalent and divalent ions have distinct and separable 
photoluminescent (PL) spectra after excitation, shown in Figure 1.2, and are well suited for 
detection by photomultiplier tubes (PMTs). When samarium ions are embedded in a suitable host, 
the conversion of Sm3+ to Sm2+ can be used as a measurement of the dose delivered. Put differently, 
the measured number of Sm3+ions converted to Sm2+ is a direct measurement of the dose delivered, 
which can be expressed as 
Dose ∝
PL(Sm2+)
PL(Sm3+)
                                                            (1.1) 
 It has been demonstrated that fluoroaluminate (FA) and fluorophosphate (FP) glasses are 
excellent host materials for Sm3+ valence conversion and these materials are reusable, stable, and 
are capable of measuring doses ranging from less than five Gy, to thousands of Gys. Additionally, 
since FA and FP glass materials are uniformly doped with samarium ions, the achievable resolution 
Figure 1.1 Illustration of microbeam radiation therapy. Synchrotron generated collimated x-rays 
pass through a multislit collimator, which produce a microbeam array of narrow planar beams that 
penetrate into a patient. Healthy tissue does not show significant damage, whereas tumours shows 
necrosis after irradiation. The resulting dose profiles has a large value at the center of the 
microbeam, referred to as a "peak" dose, and an adjacent low dose area, referred to as a "valley" 
dose. 
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is largely limited by the readout technique and can reach submicron levels, thus fulfilling the 
spatial resolution requirements of MRT dosimetry. 
The success of MRT relies on highly collimated, high fluence, and high energy x-rays 
which is produced by a synchrotron source. A large fluence rate allows for the total dose to be 
delivered to a patient within a very short exposure time. Any movement of the patient will result 
in the undesirable blurring of the microbeam profile, thus decreasing the effectiveness of the MRT 
technique. Further, high photon energies (100 keV and up) would be necessary for human patients, 
since the majority of low energy x-ray photons are absorbed at the surface of the target due to the 
predominant photoelectric interaction; a high energy is required to deposit adequate dose at the 
affected area within a material. A successful dosimeter must then be capable of measuring a large 
Figure 1.2 Photoluminescent spectra of Sm3+ and Sm2+ ions before and after irradiation in 1% Sm-
doped FA glass. Samples were exposed to an approximate dose of 500 Gyair using a FAXITRON 
x-ray cabinet. These distinct emission spectra are characteristic of rare earths, owing to the so-
called "forbidden" optical transitions present in Sm3+ and Sm2+ which give sharp emission peaks. 
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dynamic range with high resolution, be reusable and stable, and the response should be 
independent of the dose rate, and incident x-ray energy. The findings of this work show that Sm-
doped FA and FP glasses synthesized are a powerful tool for the accurate measurement of 
microbeams at a high resolution and can be used for MRT dosimetry purposes over a wide range 
of irradiation conditions.  
1.1 Objectives of Thesis 
The aim of the research in this thesis involves the characterization of Sm-doped FA and FP 
glasses, which demonstrate the necessary requirements for MRT dosimetry. The properties of Sm-
doped FA and FP glasses are investigated along with the measurement techniques, as well as the 
dose rate and energy dependence of the conversion of these materials. Included in the 
characterization of the measured response of the Sm-doped materials, is a characterization of the 
microbeam properties, that is, how modification of the incident x-ray energy can have an overall 
effect on the spatial dose distributions of the microbeams. Of significant importance to the success 
of MRT is that adjacent healthy tissue can help in repairing damaged tissue within the path of the 
microbeam. In order for this to occur, adjacent healthy tissue, which exists in the "valley" of the 
beam profile, must receive a minimal dose. Therefore, an important consideration in MRT is the 
so-called peak-to-valley dose ratio (PVDR), which should be maximized for patient treatment. 
Since Sm-doped FA and FP glasses are capable of measuring doses over a wide dynamic range 
with micron level resolution, these can then be used to detect subtle changes in the beam profile 
as the incident energy is changed, as is investigated. The objectives for this research are 
summarized below,  
• Optimization of the total samarium dopant concentration to determine the ideal 
composition that leads to a high signal to noise ratio, while still maintaining 
stability of the signal after irradiation. 
• Determination of the ideal host material. Both FA and FP glasses have 
demonstrated successful conversion. However, an investigation into the overall 
stability and the effect of photodarkening between these host materials is examined. 
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• Characterization of the measurement technique. Since FA and FP glasses are 
uniformly doped with Sm-ions, the highest achievable resolution is theoretically 
limited to the readout instrument, and so the current fluorescent confocal 
microscopy instrument is characterized. 
• Study of the dose rate dependence of FA and FP glasses. The conversion of Sm3+ 
to Sm2+ should remain constant, regardless of the fluence of x-rays incident on the 
sample. 
• Study of the energy dependence of FA and FP glasses. Likewise, the conversion of 
Sm3+ to Sm2+ should ideally be independent of the incident x-ray energy. If the 
response of the sample is not independent of energy, then calibration is necessary 
for the response of the sample at a desired energy. 
• Improvement of the readout method. Conversion of Sm3+ to Sm2+ occurs within the 
total volume of the bulk Sm-doped glass, which can cause complications in dose 
calculations. If it is possible to only measure conversion of Sm ions and the 
resulting PL within a narrow region near the surface of the glass, then readout can 
be simplified and the dose measured from the sample would then represent a surface 
dose. 
• Optimization of treatment planning. Currently MRT is not at the stage of human 
trials. Before these trials can be attempted, treatment conditions must be considered 
under a variety of circumstances, including selecting the optimal incident x-ray 
energy range to maximize the PVDR. The use of monochromatic x-ray energies 
can be used to measure how radiation interactions within Sm-doped FA glasses 
may change over a wide energy range and affect the beam profile. Further, these 
resulting beam characteristics can then be compared to Monte Carlo simulations 
that simulate photon and electron transport within a given material thus serving as 
a verification method to Monte Carlo transport models allowing for accurate 
predictions of particle transport in a given solid. 
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1.2 Organization of the Thesis 
  The organization of this thesis follows a manuscript style format. The published 
manuscripts are included in chapter 4, 5, and 6 of the thesis. Chapter 2 discusses the relevant 
theoretical background necessary for understanding the subsequent transcripts. Chapter 3 
discusses the experimental methods applied in the research presented in following chapters.  
Lastly, chapter 7 summarizes the material and suggests ideas for future research. 
 The basis of chapter 2 involves applicable forms of x-ray production, interactions, and 
detection methods for MRT. This is followed by a description of rare earth ions, with an emphasis 
on samarium ions and their properties, and suitable host materials. This chapter also includes a 
description of the ion implantation process and the application of Sm ion implantation into FA 
glass materials. 
 Chapter 3 involves an explanation of the various experimental methods and techniques, 
which are used to obtain results in the following chapters. These techniques involve sample 
characterization, irradiation techniques, confocal fluorescent microscopy, data collection, and ion 
implantation 
 The manuscript in chapter 4 involves the implantation of Sm-ions in FA glasses, where 
Sm3+ and Sm2+ ions reside within a thin plane less than one micron below the surface of the glass. 
The investigation of the resulting Sm3+ to Sm2+ conversion after Sm-ion implantation are studied 
using high energy ion implantation techniques, as well as the resulting photoluminescent signals 
from the bulk glass samples. Since the measured Sm3+ and Sm2+ signals are relatively weak when 
compared to bulk doped samples, there is observable overlapping broad emission signals resulting 
from "allowed" emission spectra. These "allowed" transitions with fast lifetimes (~1 ns) are 
attributed to radiation induced defects, and can be separated from the "forbidden" transitions of 
the Sm3+ and Sm2+ lifetimes (~1 ms) by measuring PL signals "in phase" and "out of phase". The 
resulting PL from Sm3+ to Sm2+ conversion therefore exists at the surface of the material, as 
opposed within the total volume in bulk doped samples, and the response value measured 
represents surface dose. 
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 Chapter 5 investigates the response values Sm-dopant concentrations for FA and FP glasses 
under multiple dose rates and incident x-ray energies. The overall conversion and stability of 
various Sm mol% dopant concentration is investigated in FA and FP glasses, which considers the 
response values of these materials under identical irradiation conditions. 1% Sm-doped FA glass 
is proposed an ideal host material and dopant concentration. These findings lead to the 
measurement of calibration curves energies ranging from 40 – 120 keV, at doses values ranging 
from 5 – 2000 Gy. The measured response of 1% Sm doped FA glass at a variety of measured 
laser focal depths are compared, and the achievable resolution of the current fluorescent confocal 
microscopy system is investigated. 
 Chapter 6 investigates how the dose deposited in the valley region and the resulting dose 
profile may change as a function of the incident x-ray energy. The change in the valley dose can 
be quantified by measuring the width of the microbeam at 10% of the maximum value (FW@10%) 
as a function of energy. As the incident x-ray energy is modified, this creates a change in the 
probability, energy, and direction of scattered and ejected photons and electrons that can cause 
dose to be deposited outside of the exposed regions that are directly incident to the x-rays within 
the glass. The measured widths agrees with simulated Monte Carlo values, which model the 
transportation of electrons and photons within a given material as a function of energy. Using 1% 
Sm doped FA glasses as a verification method for this model demonstrates the confidence that can 
be placed in the MCNP6 code. This MCNP6 code can then be used to predict ideal treatment 
conditions for humans leading to the maximization of the PVDR in tissue. Further, the ideal width 
of the microbeam is optimized. This determines that there is an ideal slit width range that does not 
significantly attenuate peak dose, while still maintaining desirable adjacent tissue repairing effect 
resulting from sufficiently narrow microbeams. 
 Lastly, Chapter 7 summarizes and concludes the findings of the thesis and suggests 
possible future works that can be considered in order to improve upon the measurement technique 
discussed within this work. 
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Chapter 2  
Theoretical Background 
The aim of this chapter is to provide the necessary scientific background in order to better 
understand the content in subsequent chapters of the thesis. The materials covered in this chapter 
include relevant x-ray production methods, interactions of x-rays with materials, an introduction 
into microbeam radiation therapy, detection of x-rays and potential dosimeters for microbeam 
radiation therapy, rare earth ions and their luminescent properties, and ion implantation.  
2.1 X-ray Production 
X-rays are a form of electromagnetic radiation that have a wavelength several orders of magnitude 
shorter than that of visible light. These high energy photons were first detected by Wilhelm 
Röntgen in 1895, referring to the radiation as "X", since the origins were unknown at the time of 
discovery. Röntgen found that x-rays were able to penetrate through human tissue, yet showed 
significant contrast in bone, thus realizing the vast potential for medical applications. Since the 
discovery of the x-ray, there have been a wide range of applications, including industrial, security, 
Figure 2.1 (a) Illustration of a standard x-ray tube (b) Typical energy spectrum of an x-ray tube 
with a tungsten anode operating at a voltage of 110 kVp, calculated using [1]. Dotted line indicates 
the spectrum before filtration by a thin window with low atomic number. 
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medicine and many others. The application of x-rays in medicine involves imaging or non-invasive 
therapeutic applications. X-rays are capable of penetrating and depositing dose within a material, 
and the predicted range of the x-ray within a material can be tuned by modifying the energy of the 
incident high energy photon. The tunable nature of x-ray properties can be controlled by the 
production method and will be discussed in the following section. Since x-rays are not visible to 
the naked eye, x-ray detection methods are of equal importance to the production, and both must 
be carefully considered for any application. 
 X-rays productions considered in this work are performed utilizing two different types of 
processes. These methods of interest in this work are through the acceleration of charged particles, 
such as electrons, or via electron decay from a higher energy orbital to a lower orbital within an 
atom. Bremsstrahlung and synchrotron generated x-rays are examples of x-ray production through 
accelerating electrons, which are done linearly and centripetally, respectively. The most common 
method of x-ray production is an x-ray tube, which consists of a cathode electron source and an 
Figure 2.2 Diagram of electron interactions in an atom and the production of x-rays. Top portion 
demonstrates the method of production for characteristic x-rays, bottom portion demonstrates 
production of bremsstrahlung x-rays. 
10 
 
anode target within a vacuum tube shown in Figure 2.1 (a). In an x-ray tube, high energy electrons 
from the cathode bombard the target anode (typically a heavy element such as tungsten, copper, 
molybdenum, etc.). This bombardment of electrons causes the production of x-rays by 
bremsstrahlung emission, which results from the deceleration of electrons hitting the target. It also 
produces characteristic quantified x-ray emissions due to the removal of an inner level electron 
followed by a relaxation with emission of an x-ray. The resulting x-ray spectrum is a combination 
of broad emissions (bremsstrahlung) and narrow peak lines specific to the anode material, as 
shown in Figure 2.1 (b) [1]. This broad shape of the bremsstrahlung emission spectrum is 
dependent upon the kinetic energy of the electrons and, low energy electrons (shown as the dotted 
line in Figure 2.1 (b)) are filtered by a window present in x-ray sources, typically made from a 
material with a low atomic number such as beryllium.  
The term "bremsstrahlung" comes from the German word, bremsen, which means, "to 
brake". Bremsstrahlung radiation, therefore, is used to describe emitted radiation that results from 
the deceleration, or braking, of electrons which produces a continuous broad spectrum of x-rays. 
When the voltage across the cathode and anode is increased, electrons have greater kinetic energy 
and the subsequent deceleration of electrons results from single, or more likely, multiple collisions, 
which creates a broad emission spectra. These x-rays can be produced by collisions within the 
atomic nuclei, or from coulomb interactions, which causes the electron path to be bent, producing 
x-rays in the trajectory of the electron, as shown in the lower half of Figure 2.2. The angular 
distribution of the x-rays from the anode is large, which creates the fan-like emission depicted in 
Figure 2.1 (a).  
X-rays emitted in the characteristic emission spectra requires an incident electron with 
sufficient energy to remove an electron from the inner shell, such as a K-shell, of the anode 
material. The vacancy created in the inner K-shell would then be occupied by an electron from an 
outer L-shell orbit, which results in the emission of a specific energy x-ray, as shown in the peaks 
of Figure 2.1 (b). The filling of the unoccupied inner electron state by an outer shell electron emits 
a quantized photon that is defined by the energy difference between the upper and lower shells, 
where the separation between energy levels is specific to the material. An illustration of this 
interaction is shown in the upper portion of Figure 2.2. If accelerated electrons do not strike 
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electrons in the surrounding orbit, then it likely that electrons will interact with the nuclei via 
coulomb interactions, causing their path to bend, and produce bremsstrahlung x-rays. The electron 
interactions shown in Figure 2.2 are the primary processes involved in producing x-rays from a 
standard cathode source, resulting in the energy spectrum shown in Figure 2.1 (b). 
 Synchrotron facilities allow for specialized x-ray applications, in that the source is tunable, 
collimated, and has a high fluence. The unique properties of synchrotron generated x-rays cannot 
be achieved by an x-ray tube source. Synchrotron generated x-rays are often used for high-
resolution imaging, crystallography, spectroscopy, radiation therapy, among other applications. If 
a magnetic field is applied perpendicular to the motion of electrically charged particle, that charged 
particle will move in a circular path. When the path of the electron bends, this causes a change in 
Figure 2.3 Schematic of a synchrotron facility layout. 
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the velocity vector and causes electromagnetic radiation. When the charged particle (electron) is 
accelerated centripetally to relativistic speeds, this energy is emitted at high energies in the x-ray 
region. In order to produce these high energy, intense, and collimated x-rays, an electron gun is 
used to produce pulses of electrons under vacuum, which are then injected in to a linear accelerator 
(LINAC) that accelerate electrons to energies in the MeV range. Afterwards, electrons are 
transferred into the booster ring, where the energy of the electrons are increased further and the 
electrons reach relativistic speeds. These high energy electrons are then transferred into the storage 
ring where synchrotron x-rays are emitted towards the surrounding beamlines, as shown in Figure 
2.3. The electrons within the storage rings are bent in order to keep them on a centripetal path with 
the use of bending magnets, shown in Figure 2.4 (b), these bending magnets can be dipole, 
quadrupole, or sextupole. The x-rays produced from a bend magnet will have a continuous and 
broad spectrum and the brilliance of the x-rays created by a bend magnet at the center of the beam 
(assuming a small vertical beam size compared to 1
𝛾
 shown in Figure 2.4 (a) [2]), can be calculated 
by 
Figure 2.4 (a) X-rays emitted from an electron accelerated centripetally, such as in a synchrotron 
facility. The radiation is confined to a narrow cone with an opening of 1/γ (b) Dipole bending 
magnet causes the path of the electrons to be bent, producing synchrotron light. 
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where ER is the ring energy in GeV, I is the storage beam current in Amperes, H2(y) is the taken 
from the universal flux curve and is a function of energy, ḃ is the flux of photons, and θ is the 
observation angle in the horizontal plane. The radiation angle of the emitted x-rays from a bending 
magnet is approximately 1 𝛾⁄  as shown in Figure 2.4 (a), where γ is the relativistic correction 
factor, and can be calculated by  
𝛾 =  
1
√1 − (𝑣 𝑐⁄ )2
=
𝐸𝑅
𝑚𝑒𝑐2
                                                    (2. 2) 
Once electrons have been injected into the storage ring, emitted x-rays are then directed 
towards the surrounding beamlines, which are modified to suit the specific technique or application 
for each beamline. Selection of particular photon energies is performed with the use of a 
monochromator, which often uses two crystals that allow for the tuning of selected energies with 
narrow bandwidths. These crystals are typically made from silicon or synthetic diamond, both of 
which have high crystal order. The first crystal diffracts the polychromatic incident beam as a 
function of the angle of between the beam and the crystal, the second crystal adjusts the beam 
height and direction, as shown in Figure 2.5. In order to select a specific wavelength, crystals are 
Figure 2.5 Diagram of a double crystal monochromator. Crystals are rotated on an axis to select 
the desired energy. 
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rotated, and in some monochromator geometries, the second crystal can be bent in order to focus 
the beam. These crystals are often cooled to reduce thermal expansion from the high power of 
synchrotron x-rays. The desired energy using a double crystal monochromator is selected using 
Bragg’s law, given by,  
2 𝑑ℎ,𝑘,𝑙  sin θB = n λ                                                           (2. 3) 
where θB is the Bragg angle between the wavevector (incident photon) and the crystal lattice 
planes, n is an integer that denotes the order of the reflection, λ is the reflected wavelength, and  
𝑑ℎ,𝑘,𝑙 is the interplanar spacing. The interplanar spacing, 𝑑ℎ,𝑘,𝑙, can be calculated by 𝑑ℎ,𝑘,𝑙 =
𝑎0 √ℎ2 + 𝑘2 + 𝑙2⁄  where 𝑎0 is the atomic spacing between atoms and h, k, and l are miller indices 
that denote the crystal structure of cubic lattices. 
The fluence output from the storage ring can be significantly enhanced by the use of 
multiple magnets with alternating polarity, called insertion devices. Insertion devices are arrays of 
magnets, shown in Figure 2.6, where the electrons path is bent back and forth as it travels through 
the device, referred to as wigglers or undulators. The alternating magnetic field causes the path of 
the electrons to "wiggle" between each set of magnets, and this acceleration causes emission of 
radiation at each pole. As opposed to bend magnets, insertion devices are typically installed in the 
linear sections of the storage ring, or at beamlines, in order to optimize beam conditions for 
experimental applications. Wigglers and undulators have a very similar mechanical construction, 
however, they can be distinguished by their K-factor, a dimensionless constant, which is defined 
as: 
Figure 2.6 Simplified diagram of an insertion device used to produce higher intensity synchrotron 
light using the periodic arrangement of multipole magnets.  
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𝐾 =
𝑒𝐵𝜆𝑢
2π𝛽𝑚𝑒𝑐
= 93.4 𝐵[T]𝜆𝑢[m]                                               (2. 4) 
where e is the charge of an electron, B is the peak magnetic field, 𝜆𝑢 is the period of the insertion 
device, β is the speed of the electron calculated by 𝛽 = 𝑣/𝑐 ≈ 1, 𝑚𝑒 is the rest mass of the electron, 
and c is the speed of light.  
When K << 1, the oscillations of the electrons are small, which creates a very narrow 
"pencil" beam, shown in Figure 2.7. Light emitted at a given pole interferes with that of the 
following poles, and so the energy spectrum exhibits peaks in the spectrum caused by this 
interference, as shown in Figure 2.8. The narrow "pencil" beam emitted from an undulator has a 
radiation angle that is proportional to 1 √𝑁⁄ 𝛾 where N is the number of poles in the undulator. An 
undulator uses a low periodic magnetic field which can generate radiation at specific harmonics. 
Conversely, if K >> 1, coherence effects are no longer significant due to the larger oscillations and 
Figure 2.7 Diagrams of insertion devices. A wiggler is shown on the top section which has a 
wide emission fan. An undulator is shown below which has a pencil like beam resulting from 
small oscillations of electrons.  
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the brilliance increase is broad, as shown in Figure 2.8. This device is categorized as a wiggler, 
and the emitted radiation beam has more beam divergence than an undulator. The divergence of 
the beam is proportional to K γ⁄  in the horizontal direction, and 1 γ⁄  in the vertical direction, as 
shown in Figure 2.7. X-rays generated by a wiggler and an undulator produce a significantly higher 
brightness and have a shift in energy when compared to those produced by a bending magnet, as 
shown in Figure 2.8. While the difference in properties between an undulator and a wiggler is 
typically related to their K-factors, the distinction between the two is not black and white; 
undulators may exhibit some properties of a wiggler at different energies, particularly when 20 > 
K > 1. In this respect, undulators are often defined as K << 1 and wigglers as K >> 1 [2]. 
2.2 X-ray Interactions 
Since x-rays cannot be observed in the same manner as visible light, the detection of x-rays 
requires some form of an interaction within a material that is able to produce a measurable change. 
These interactions are dependent on both the properties of the material and the properties of the 
Figure 2.8 Energy vs brilliance for insertion devices used in a synchrotron. 
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incident x-rays. Materials that contain elements with high atomic numbers are more likely to have 
a strong interaction with x-rays, thusly, a detector should be able to block x-rays in order to 
measure the interactions that occur within the material. The way in which x-rays interact with a 
given material help suit the design of a detector. For high energy x-rays, a detector should have a 
high atomic number, and should have sufficient thickness so that x-rays do not pass through the 
material without any interaction. The drop of intensity of x-rays after passing through a given 
thickness of a material, can be calculated using what is often referred to as the Beer-Lambert law, 
given by 
𝐼(t) = 𝐼0e
−𝜇 𝑡                                                                        (2. 5)   
where I0 is the intensity of the x-rays at the surface of the material, t is the depth travelled from the 
surface of the material, and µ is the total attenuation coefficient. The total attenuation varies, 
depending on both the material and the incident energy, and is the sum of multiple radiation 
interaction cross sections. X-rays can interact within a material by coherent and incoherent 
scattering, the photoelectric effect, pair production, and photodisintegration. The total attenuation 
coefficient can then be expressed as the sum of all interactions, where 
Figure 2.9 Attenuation coefficients and the contributions from various interactions for water (left) 
and gold (right). Data extracted from [3]. 
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𝜇total =  𝜇coherent  + 𝜇incoherent  + 𝜇photoelectric  + 𝜇pair  + 𝜇photodisintegration     (2. 6) 
The probability of interactions differ depending on the incident x-ray energy; at low x-ray energies 
the photoelectric effect dominates, followed by scattering, pair production, and photo-
disintegration. Figure 2.9 shows how the contributions from scattering, photoelectric effect, and 
pair production, comprise the total attenuation (shown in black) for water and for gold (data 
extracted from [3]). This illustrates both the material and energy dependence of the attenuation 
coefficients. Since photodisintegration occurs with high energy gamma rays, it is not shown in 
Figure 2.9. Further, the x-ray energy region of interest for radiotherapy are hundreds of keV at 
maximum, and contributions from pair production are negligible. In the case of a material that 
consists of multiple elements, the attenuation coefficient can be calculated by taking the sum of 
multiple elements, which is scaled using a weighting factor, which takes the contributions of each 
element towards the overall mass, given by 
𝜇material =  ∑ 𝑤𝑖𝜇𝑖
𝑖
                                                       (2. 7) 
where wi is the weighting factor of the element, i, and µi is the mass attenuation coefficient for that 
element.  
Illustrations of the x-ray interactions of interest are shown in Figure 2.10, which include 
the photoelectric effect, Rayleigh scattering (also referred to as elastic or coherent scattering) and 
Compton scattering (inelastic or incoherent scattering). The photoelectric effect is common at low 
energies and causes electrons to be ejected from the atomic orbit of their atoms. In the photoelectric 
effect, the energy of the incident x-ray is absorbed and is transferred to the ejected electron, minus 
a binding energy. When the empty valency is filled by an outer electron, this causes the emission 
of a characteristic photon, shown in the top left of Figure 2.10. The attenuation for this interaction 
has a series of jumps at absorption edges, where the energy of the x-ray corresponds to the energy 
of an atomic shell, as is visible for gold in Figure 2.9. After a photoelectron is ejected, it can travel 
in any direction, although there is a higher probability that it will travel in the same direction as 
the incident x-ray. To a first approximation, assuming that the incident x-ray causes an electron to 
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be ejected tangentially to the atomic orbit, the probability per unit solid angle of an electron being 
emitted with respect to the incident x-ray is proportional to cos2ϕ, where ϕ is the angle of the 
emitted electron. The distribution of photoelectrons can be predicted using Sauter’s equation [4] 
which is given by 
dσ
dΩ
= const × sin2ϕ {
(1 − β2)1/2
(1 − βcosϕ)4
−
[1 − (1 − β2)1 2⁄ ]
2(1 − β2)1 2⁄ (1 − βcosϕ)3
+
2[1 − (1 − β2)1 2⁄ ]
4(1 − β2)(1 − βcosϕ)3
} 
(2. 8) 
Figure 2.10 Illustrations of x-ray interaction mechanisms commonly encountered in the energy 
range used in radiotherapy and imaging. 
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where β = √1 − (Etotal Erest)2⁄  and Etotal is the incident x-ray energy and the rest energy of the 
electron combined. The result of this equation states that as the incident x-ray energy is increased, 
the ejection angle of photoelectrons will narrow in the forward direction, shown in Figure 2.11.  
Scattering interactions can be categorized as either coherent or incoherent scattering, often 
referred to as Rayleigh and Compton scattering, respectively. In Rayleigh scattering the incident 
x-ray scatters off a particle and there is no change in energy, only in the direction, which is shown 
in the top right of Figure 2.10. In Compton scattering, the incident x-ray causes an electron to be 
removed, thus ionizing the atom, shown in the bottom of Figure 2.10. The collision causes the 
photon to be scattered at an angle θ and the electron at an angle of ϕ. The direction in which the 
photon scatters changes as a function of the incident x-ray and the differential cross section of a 
scattered photon from an electron can be predicted by the Klein-Nishina formula [5] given by,  
dσ
dΩ
=
1
2
α2rc
2 P(Eγ, θ)
2[P(Eγ, θ) +  P(Eγ, θ)
−1 − sin2θ]                         (2. 9) 
Figure 2.11 Distributions of ejected photoelectrons at various incident photon energies. 
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where α is the fine structure constant, θ is the scattering angle rc is given by rc = ℏ/mec and me is 
the mass of an electron. P(Eγ,θ) is the ratio of the photon energy before and after the collision, 
which is given by  
𝑃(𝐸𝛾, 𝜃) =
1
1 + (𝐸𝛾 𝑚𝑒𝑐2)(1 − 𝑐𝑜𝑠𝜃)⁄
=
𝜆
𝜆′
                                    (2. 10) 
Figure 2.12 shows the scattering cross section at different photon energies. This indicates 
that higher energy photons are more likely to be scattered in the forward direction. In Compton 
scattering, the energy of the photon and the scattered, or recoil electron, can then be calculated by 
conservation of momentum, where 
hv′ =
hv
1 + hv
mec2
(1 − cosθ)
                                                      (2. 11) 
Figure 2.12 Distributions of Compton scattered photons at various incident photon energies.  
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cotϕ = (1 +
hv
mec2
) tan (
θ
2
)                                                    (2. 12) 
where hv is the energy of the incident photon, me is the mass of an electron, and θ is the angle of 
the scattered photon. The energy of the ejected electron can then be calculated by Eelectron = hv - 
hv’. The energy of the ejected electron is dependent on the ejection angle, where it is maximum  
in the forward direction (0°) and the photon is backscattered 180°, and minimum when ejected 
perpendicular to the path of the incident x-ray (90°). Figure 2.13 shows the energy of an ejected 
electron as a function of the ejection angle for various incident x-ray energies, where the angle of 
the electron (ϕ) and the photon (θ) is given in equation 2.12. After a photon is scattered, it can then 
continue and subsequently cause various other radiation interactions before all energy is lost or it 
exits the material.  
Figure 2.13 Electron energy of scattered electrons as a function of the ejection angle. The energy 
of a scattered electron is maximum when the incident photon is backscattered. At the energies 
shown here the energy of a scattered electron will be lower than that of a photoelectron with the 
same incident x-ray energy. 
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 In radiation interactions, dose represents how much energy is absorbed from ionizing 
radiation per unit of mass in a material. It is commonly measured in units of Grays (Gy), which 
translates to 1 Joule per kilogram, or Radiation Absorbed Dose (RAD), where 1 Gy = 100 RAD.. 
At a single photon energy, the absorbed dose can be calculated by  
𝐷(𝐸ph) =  
𝑁abs𝐸ph
𝑀
                                                             (2. 12) 
where Nabs is the number of photons of energy Eph in a material of mass M. The number of photons 
absorbed that result in energy being deposited is calculated by 
𝑁abs = 𝑁0
𝜇energy absorbed
𝜇𝑡𝑜𝑡𝑎𝑙
(1 −  𝑒−𝜇total 𝑡)                                 (2. 13) 
𝜇energy absorbed is the attenuation coefficient for the amount of energy deposited in the material, 
and is less than 𝜇total since 𝜇total contains contributions from all energy interactions even if they 
do not deposit energy, such as in the case of Rayleigh scattering. The calculation of total dose 
deposited in a material using a polychromatic source with a material of a given thickness, L, is a 
much more complicated calculation and requires integration as a function of energy, and the 
thickness of the material. For a polychromatic source, the dose delivered to a sample can be 
calculated by 
𝐷 =  
∆𝐸𝑥
𝑀
= ∫ ∫
𝐸 𝑁0
𝜌𝐴𝑥
𝜇𝐸𝐴(𝐸)
𝜇𝑇(𝐸)
(1 − 𝑒−𝜇𝑇(𝐸) 𝑥)
𝐿
0
𝑑𝐸 𝑑𝑥
𝐸max
𝐸min
                    (2. 14) 
where 𝜌 is the density of the material, 𝐴 is the area of irradiation, and 𝑥 is the depth within the 
material. Using a polychromatic source over a large depth can make calculating the total dose very 
complicated. For this reason, surface dose is often given, which is the dose deposited at the surface 
of the material, and therefore does not require integration of the dose as a function of depth.   
In biological tissue, the dose deposited is multiplied by a quality factor (QF), which is 
dependent on the biological region the radiation is being deposited (lungs, spine, liver, etc.), and 
the type of radiation. Dose in biological tissue is often given in units of Sievert (Sv) and is referred 
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to as equivalent or effective dose. Different forms of radiation, such as particle radiation, will cause 
varying biological effects inside of tissue and so the quality factor incorporates the damaging 
potential of the radiation within the tissue. For photons, the quality factor is 1, and so we need only 
consider where the dose is being delivered within the patient. Conversion from units of Gy to Sv 
is therefore given by, 
Sievert =  QF × Gray                                                          (2. 15) 
2.3 Microbeam Radiation Therapy (MRT) 
Radiosurgery is a medical procedure in which radiation is deposited to a specific location within a 
patient in order to kill cancerous cells or tumours. As opposed to conventional surgery, which 
requires operating on and removing tissue from a patient, radiosurgery is non-invasive and is often 
used in areas that are difficult to operate on. Radiation therapy uses ionizing radiation, such as x-
rays, γ-rays, protons, or neutrons that are directed towards a targeted area and cause lethal damage 
Figure 2.14  Typical dose profile created by collimated x-rays in MRT. Collimated broadbeam x-rays 
pass through a multislit collimator producing segmented and parallel microbeams of radiation. 
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to a tumour during irradiation. In the process of damaging tumours through the use of radiosurgery, 
there is also undesirable damage to healthy tissue that occurs along the path of ionizing radiation. 
This damage to healthy must be minimized in order to prevent vital organ and structure damage of 
the patient. 
Microbeam Radiation Therapy (MRT) is a novel form of radiation treatment that causes 
preferential damage to solid tumours while sparing healthy tissue, improving on standard 
radiotherapy techniques [6]. MRT is a radiotherapy technique that irradiates tumours with 
microplanar arrays of x-rays generated by a synchrotron source. These microplanar arrays, or 
microbeams, are parallel planes of x-rays with a separation of 100 – 400 μm and a typical beam 
width that ranges from 20 – 50 μm. The x-ray beams have the spatial size on the order of human 
cells, and deposit a maximum lethal dose within the beam path, referred to as the "peak" dose. In 
order to assure the survival of healthy tissue between beams, the "valley" dose between 
microbeams must be minimal, kept below a determined threshold value. An example of a 
microbeam profile is shown in Figure 2.14.   
Healthy tissue has shown the ability to recover from lethal doses by utilizing the so called 
"bystander effect", whereas tumours do not appear to have this ability [7]. While the biological 
mechanisms of the "bystander effect" are not completely understood, it is thought that blood 
vessels in tissue adjacent to the beam path helps in the regeneration of cells that have been 
destroyed by radiation. Another suggestion is that the "bystander effect" relies on neighboring 
healthy tissue aiding in the repair of damaged tissue by proliferation, migration, and differentiation 
to produce new, mature, and functional cells [8]. Doses delivered to tissue within the width of the 
microbeam are on the order of hundreds of Grays, several orders of magnitude higher than the 
doses used in conventional radiosurgery techniques. The ability to deliver large doses without 
significant destruction to tissue, while preferentially damaging tumors, allows for MRT to be of 
substantial use for difficult to treat tumours, such as spinal, or central nervous system (CNS) 
growths.  
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The tissue sparing effect associated with narrow beams of radiation has been well known 
since the late 1950s. Biophysicists Howard J. Curtis, and Charles P. Baker began investigating the 
biological effects of cosmic radiation on astronauts in preparation for manned space travel 
[9,10,11,12]. It was found that there was a striking relationship between the size of the beam and 
the threshold dose delivered for mice. Experiments were performed using 22 MeV deuteron beams 
and it was found that if large doses were delivered in narrow regions, the overall dose response 
was low, and tissue showed little destructive biological effects. A histopathology of a mouse brain 
after irradiation by a deuteron beam is shown in Figure 2.15 (a). Ionization caused by heavy 
particles are almost entirely linear, and have diameters of ~ 25 µm. Because the "bystander effect" 
requires radiation to be deposited in a narrow, linear path, therapy using microbeams was not used 
until 1992 after synchrotrons became more widely used [6]. Successful MRT requires x-rays to 
pass through narrow slits in a multi-slit collimator (MSC) without significant scattering, and 
therefore a highly collimated x-ray source such as a synchrotron is required; MRT cannot be 
performed using common x-ray tube units. In order to successfully perform MRT, x-rays sources 
must have minimal divergence of x-rays, high fluence, and high incident energies.   
Figure 2.15 (a) Damage caused by a deutron beam within soft tissue [12]. (b) Paths of microbeams 
can be observed in the histopathology of a piglet brain [13]. Entrance dose of microbeams is 625 
Gy 
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The availability of synchrotrons have allowed for the production of highly collimated x-
rays, with divergence on the order of milliradians, and can deliver both high fluence rates and high 
incident x-ray energies to a patient. Synchrotron generated x-rays produce minimal scattering 
within a MSC, ensuring sufficient contrast for the production of multiple, parallel, and sharply 
defined planar beams. These collimators are made of tungsten, or other elements with high atomic 
numbers in order to block x-rays between microbeams. Bright x-ray sources produce high fluence 
rates, which allow for therapeutic doses to be delivered in an instant. If there is significant patient 
movement during irradiation, then the sharply defined beams show signs of "blurring" and the dose 
is spread over a larger area, thus decreasing the effectiveness of the technique. Low energy x-rays 
deposit dose very near the surface of an object due to the contributions from the photoelectric 
effect. However, high energy photons, or hard x-rays, can penetrate deep into tissue and can 
deposit dose at the region of interest. The incident x-ray energy can be modified to suit the 
experiment in question, which can range from mice experiments, to larger animals, to eventual 
human trials. Figure 2.15 (b) shows an example of a piglet brain irradiated with 25 µm wide beams, 
which shows the narrow tracks of the microbeams penetrating through the brain caused by ionizing 
damage to the tissue [13]. Overall, the collimation, fluence, and incident x-ray energy must be 
optimized in order to minimize the valley dose and maximize the peak dose for therapeutic MRT 
to be effective. 
Successful MRT relies heavily on controlling the peak dose and the valley dose; the ratio 
of the peak-to-valley dose (PVDR) is an important parameter that should be maximized for 
therapeutic applications. The peak dose is closely related to the total dose delivered from 
broadbeam irradiation prior to passing through the MSC (as shown in Figure 2.14) and is fairly 
well understood. The dose deposited in the valleys between microbeams and the PVDR, however, 
are dependent on a variety of parameters, such as the width of the microbeam, the center-to-center 
distance between beams, field size, radiation interactions within a patient’s tissue or bone, the 
distance from the MSC to the patient, etc. In order to optimize treatment effectiveness, the valley 
dose must be kept as low as possible to maintain the beneficial tissue sparing effect associated 
with MRT. Overall, the design of synchrotron facilities, selection of energy and dose rate 
parameters, high resolution dosimetry, and irradiation geometry must be carefully considered 
before human therapeutic trials are attempted for MRT.  
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2.4 Detection of X-Rays and Dosimetry in Microbeam Radiation Therapy 
X-ray dosimetry requires measuring the produced effects of x-rays as they interact within a 
medium. Detection of x-rays can be performed by measuring a change in the physical properties 
of the material, such as, the ionization of a medium, fluorescence, photographic changes, 
luminescence, to give a few examples. While the detection of x-rays has been well studied in the 
past, the measurement of the dose profile of a microbeam provides a greater challenge as a result 
of the unique geometry and dose range of microbeams. Microbeams are a specialized kind of x-
ray beam, and a detector must be able to measure a dose range that extends from a few Gy to 
thousands of Gy, and must be able to do so with high resolution. These planar x-ray microbeams 
have a separation of a few hundred micrometers, and a typical thickness that ranges from a few 
tens of micrometers. The dose delivered to the patient at the peak of the microbeam is several 
hundred gray (Gy) or more, while the low dose region can range from a few Gy to a few dozen 
Gy. The accurate measurement of the dose distribution is critical for the treatment planning, and a 
dosimeter for MRT must fulfill the following requirements: 
1. Large dynamic range. The range of doses used in MRT can be up to thousands of Gy, far 
larger than doses delivered in conventional radiotherapy, which is typically less than 40 
Gy over multiple treatments. 
2. Detection of x-rays on a micrometer level scale. Accurate measurement of the dose profile 
is essential for optimization of treatment conditions.  
3. Capable of detecting x-rays over a wide energy range. Depending on the application, the 
incident x-ray energy used can vary from 50 – 300 keV, or higher. While it is likely that 
most dosimeters would require calibration over such a wide range, the ability to measure 
high and low energy x-rays is important for a detector. 
The detection and measurement of conventional x-ray irradiation methods has been well 
studied [14], however, the unique properties of narrow, high dose microbeams provides a greater 
challenge for the recording and measurement of dose, and is beyond the capabilities of many 
common detection methods. Monte Carlo simulations are often used to simulate beam profiles in 
microbeam radiation therapy, but unless they are verified through experimental tests, the validity 
of these simulations is not acceptable in a clinical application. Tissue equivalence, cost, dose rate 
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dependence, energy dependence, and ease of measurement in a dosimeter are also important 
considerations in the design of a potential dosimeter. Each dosimeter will have distinct advantages 
and disadvantages. Potential methods for MRT dosimetry of several common experimental and 
commercial techniques for x-ray measurement [15] are discussed in the following sections. 
2.4.1 Ionization Chambers 
Ionization chambers are perhaps one of the most commonly available x-ray detection methods in 
radiation therapy. The measurement of x-rays using ionization chambers is relatively 
straightforward, and ionization chambers are simple to produce. An ionization chamber is filled 
with a gas, most commonly air, in which two electrodes are located. A voltage is applied across 
the two electrodes, creating an electric field. When ionizing radiation, such as an x-ray, is passed 
between the plates an electron and a positive ion is generated. These particles then move to the 
plates of opposite polarity due to the electric field. An example of an ionization chamber is shown 
in Figure 2.16. The detected electric current is then used as a measurement of the total dose 
Figure 2.16 Diagram of an ionization chamber. Incident x-rays produce positive and negative 
charges which are collected and measured by the cathode and anode. 
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delivered. Ionization chambers are popular as a radiation detection method since they are relatively 
easy to use, do not have a strong energy dependence, and can provide measurements in real time. 
However, considered as a possible dosimeter for MRT, they lack spatial resolution and do not have 
the ability to simultaneously distinguish the dose delivered at the peak versus at the valley of a 
microbeam.  
2.4.2 Gafchromic Film 
Gafchromic film is a commercially available, self-developing, film that has been created for 
radiotherapy applications. The principle of the dosimeter is that, as the film is exposed to radiation, 
the film will then darken and the extent of the darkening can then be readout using an optical 
scanner or microscopy system, as shown in Figure 2.17. These films typically consist of laminating 
an active layer that exhibits a colour change between two layers of a material such as polyester 
[16]. While high scale resolution can be achieved using this technique, the dynamic range does not 
cover the range required for MRT. For instance, EBT3 Gafchromic films cover a dose range from 
0.2 – 10 Gy which is capable of measuring the valley dose region, whereas ultra-high dose 
dosimetry HD-V2 Gafchromic films includes the dose range of 10 – 1000 Gy, which is important 
for peak doses. For this reason, it is possible to stack two layers of high and low sensitivity films 
to cover a larger dynamic range [17]. However, this stacking of films can cause complications in 
the measurement of surface dose. Further, this technique is an indirect detection method and is 
sensitive to UV exposure and temperature changes [18].  
 
 
Figure 2.17 Gafchromic film irradiated at the CLS inside a water phantom with a total dose of 
200 Gy in air and an incident x-ray energy of 60 keV. Gafchromic film was scanned using a 
commercially available high resolution scanner (Mustek A3 1200) 
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2.4.3 MOSFET Detector  
A Metal-Oxide Semiconductor Field Effect Transistor (MOSFET) dosimeter is a sandwich type 
flash memory semiconductor type device, where an oxide layer (SiO2) floating gate is located 
between a substrate and control gate, as shown in Figure 2.18. As ionizing radiation passes through 
the oxide layer, electrons and holes are created within the layer and the charges are collected 
through the gate [19]. The radiation induced change in the threshold voltage (VTH) can then be 
converted into a dose measurement. The detector is oriented perpendicular to the beam direction, 
and thus the resolution is limited by the width of the oxide layer [20], which can be less than one 
micron. The limiting factor for this device in MRT dosimetry, is related to the fact that the detected 
profile is one-dimensional, involves a unique readout method, and would require extensive energy 
calibration and necessary corrections [15].  
2.4.4 MRI Gel Dosimetry 
The advantage of gel dosimetry is that the material is close to tissue equivalent and can be 
characterized in three dimensions. The basis of the technique involves monomers which are 
Figure 2.18 Diagram of a MOSFET detector. The sensitive volume is scanned through the path of 
the microbeams resulting in a one-dimensional measured beamprofile. After [20]. 
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dissolved in a gel matrix and polymerization which occurs after exposure to x-rays. These 
polymers can then be detected using magnetic resonance imaging (MRI). A primary concern with 
this technique is that the material has a strong sensitivity to the incident dose rate and the accuracy 
is poor, less than what can achieved by other dosimetry techniques [15].  
2.4.5 Fluorescent Nuclear Track Detector 
Fluorescent nuclear track detectors utilize the luminescent properties as a measurement method 
for radiation dosimetry. Originally designed for applications in neutron and heavy particle 
dosimetry, aluminum oxide crystals are doped with carbon and magnesium, which create oxygen 
induced defects within the crystal, and can be produced in a variety of sizes, depending on the 
application [21].  Upon irradiation, electrons and holes are created, which cause electrons to be 
trapped by colour centers [22]. These colour centers causes fluorescence around 750 nm, after 
excitation from a suitable source, and can be readout using a confocal fluorescence microscopy 
system. Since the material is homogenously doped crystal, the resolution is very high and can 
reach the submicron level. However, the fluorescence signal saturates after doses of 100 Gy are 
delivered and therefore does not satisfy the dynamic range requirements needed for MRT 
dosimetry.  
2.4.6 Silicon Strip Detector Dosimetry 
A silicon diode dosimeter uses an n-type silicon sandwiched between two p-type silicon strips. If 
the strip is irradiated, a current from the charged particles is created which can then be measured 
to determine the dose rate. The measurement of an instantaneous dose rate can then be integrated 
to measure the total dose delivered, which covers five orders of magnitude, fulfilling the dynamic 
range requirements for MRT dosimetry. Resolution of this measurement technique, however, is 
limited to the width of silicon strip, which is between 10 and 50 µm [23], and requires further 
development before it can be used for MRT dosimetry. 
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2.4.7 PRESAGE 3-D Dosimeter 
PRESAGE 3-D dosimetry involves a polymer that undergoes an optical colour change after 
irradiation. The advantage of the material is that it allows for microbeams to be measured in 3-
dimensions and that the material is water equivalent, shown in Figure 2.19. After samples are 
irradiated they can be readout using a laser confocal fluorescence system. Using a PRESAGE 
dosimeter, it is possible to visualize microbeam arrays in 3-D using multilayer scanning and 
computer reconstruction. Additionally, it is possible to measure the beam width and beam 
characteristics within a macroscopic depth of up to 9 mm [24]. Previous work has shown these 
materials to measure doses up to 200 Gy, however, the achievable resolution is not sufficient and 
is larger than 25 µm in most cases. 
2.4.8 Thermoluminescence Detectors 
A thermoluminescent dosimeter (TLD) involves a crystalline material where, upon exposure to 
ionizing radiation, holes and electrons are created and trapped within the crystal lattice. Using 
thermal stimulation, the trapped energy is released in the form of visible light, which can be used 
as a measurement of the total dose delivered to the dosimeter. A two dimensional TLD system  
comprising of LiF:Mg,Cu,P (MCP-N) based thermoluminescent foils and a reader equipped with 
a CCD camera and a large sized heater has been used in the past as an attempt to perform high 
Figure 2.19 Various sizes of PRESAGE 3-D dosimeters prior to irradiation, taken from [24]. 
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resolution dosimetry [25]. This technique is capable of recording peak doses up to 500 Gy with a 
resolution of around 5 µm [15]. The limiting factor of this technique is the pixel size of the CCD 
camera, signal fading over time, and light scattering within the detector. While light scattering 
within the sample can be minimized by making the sample as thin as possible, there has been little 
research into the improvement of the achievable resolution of the technique over the past ten years. 
2.4.9 microDiamond Detector 
microDiamond detectors are single crystal diamond detectors designed for high resolution, small 
field dosimetry. The device is fabricated using a chemical vapor deposition (CVD), which deposits 
a conductive p-type diamond (doped with boron) on a high temperature, high pressure single 
crystal substrate [26]. An intrinsic diamond sensing layer is then deposited, which can have 
thickness as little as 1 µm [27], followed by a deposition of a metal (aluminum) contact. The device 
operates as a Schottky diode, resulting from the built-in potential at the interface of the metal and 
intrinsic diamond. A schematic of a single crystal diamond diode is shown in Figure 2.20.   
 This dosimetry technique has many advantages, in that the material is close to being tissue 
equivalent, has high sensitivity, and the achievable resolution is controlled by the thickness of the 
intrinsic single crystal diamond layer. The drawback to microDiamond detectors is that 
Figure 2.20 Schematic of a CVD single crystal diamond diode. After [26]. 
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measurements can only be performed in one dimension, and require some calibration in order to 
stabilize detector response and dose rate response [28]. Further, these materials can be costly and 
time consuming to manufacture.  
2.5 Rare Earth Ion Doped Glasses 
The technique for the measurement of microbeams with high-resolution and large dynamic range 
proposed in this research, involves detection of the extent of the valence conversion of rare earth 
ions uniformly doped in a glass material. The photoluminescent spectra of some rare earth (RE) 
ions have distinguishing characteristics, particularly samarium ions, where the emission spectra of 
Sm3+ and Sm2+ do not significantly overlap. Therefore, the measurement of the total dose delivered 
can be related to the measured intensity of the Sm3+ and Sm2+ ions. The characteristics of rare earth 
ions, their luminescent properties, and the host materials are outlined in the following sections. 
2.5.1 Rare Earth Ions 
Rare earth elements refer to the elements in the periodic table that include scandium, yttrium, and 
the lanthanides, which range from lanthanum (La, atomic number 57) to lutetium (Lu, atomic 
number 71. Lanthanides are of particular interest since they can have partially filled 4f orbitals, 
which make them useful in luminescent applications, lasers, magnets, and a wide variety of other 
materials. The term "rare earth" is in reference to the relative rarity of these elements found in 
mining ore deposits; the inclusion of scandium and yttrium to the rare earths category is due to 
their common discovery with the lanthanides, as well as sharing some similar properties [29]. The 
unique properties associated with rare elements is due to the electron configurations of the 
lanthanides. Electrons surrounding an atom will reside within specific orbitals, which are 
characterized by a principal quantum number, n, and a subshell designation quantum number, l = 
n -1. These subshells are commonly referred to as s, p, d, f … orbitals, where l = 0 for an s orbital, 
2 for a p orbital, and so on. Each orbital has their own specific properties, such as the number of 
electrons required to fill an orbital, radial distance from the nucleus, and the shape of the orbital. 
According to solutions to the Schrödinger wave equation, the orbital shapes are actually a 
description of the volume in which an electron is likely to be found surrounding the nucleus,  
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The specific derivations and solutions to the Schrödinger equation in relation to the orbitals 
is not discussed here. Of importance however, is the properties of electron orbitals which are 
characterized by the principle quantum number, n, the orbital quantum number, l, the magnetic 
quantum number, ml, which has an integer value ranging from -l to +l, and ms, which describes the 
electron spin states, and can have values of ms = ± ½. As these orbitals are filled, electrons must 
then move to higher and higher principle quantum numbers and subshell designations. The Pauli 
exclusion principle prevents two electrons from having the same four quantum numbers, and the 
maximum number of electrons in a subshell is given by 2(2l + 1). As an example, a samarium 
(Sm0) ion should have the following electron configuration, 
Sm: 1s2 2s2 2p6 3s2 3p6 3d10 4s2 4p6 4d10 5s2 5p6 4f6 6s2   
Figure 2.21 Probability versus radial distance from the nuclei for electrons in 4f, 5s, 5p, and 6s 
orbitals for a Gd+ ion. After [31]. 
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Here the superscript above each orbital quantum number denotes the total number of 
electrons in each orbital. Typically, these configurations are abbreviated by only listing the orbitals 
after the highest completed noble gas level, since inner shells are shielded and will not lose an 
electron before the outer electrons are empty. Thus, the electron configuration for a Sm0 ion can 
be given as Sm0: [Xe] 4f6 6s2. The unique properties of lathanoids is a result of their incompletely 
filled 4f orbital shells, which are shielded by the outer 5s2 and 5p6 shells [30,31]. Figure 2.21 
demonstrates that the 5s, 5p, and 6s orbitals have a maximum electron density probability at greater 
radial distances from the nuclei, thus shielding the inner 4f orbitals from bonding and giving the 
lanthanoids their characteristic properties.  
Orbitals quantum numbers are used to express the properties of the surrounding orbitals. 
However, the behavior of electrons can be further characterized by their momentum, expressed 
using quantum numbers of orbital angular momentum, L, total electron spin, S, and the total 
angular momentum, J. These quantum numbers are commonly expressed in the form (2S +1)LJ.  
Orbital angular momentum can be likened to that of classical angular momentum, such as a planet 
rotating around the sun. In the case of quantum orbital angular momentum, an electron resides 
within a quantized orbit, as shown in Figure 2.22 (a). Often the orbital angular momentum is given 
Figure 2.22 (a) Diagram of orbital angular momentum vector, where certain orientation for L are 
dictated by quantum numbers l, and ml. (b) Diagram of total angular momentum, J, which is the 
combination of orbital angular momentum, L, and electron spin, S, hence J = L + S. Both the spin 
vector and orbital momentum vector are pointing upwards in this diagram, but this is not always 
the case.  
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using letters similar to orbital values, where (S, P, D, F, G, H, …) = (0, 1, 2, 3, 4, 5, …). The vector 
S is used denote the spin of the electron and can be likened to a planet spinning on its axis while 
orbiting the sun. This is often referred to as the intrinsic momentum, and are said to be up or down, 
depending on the spin. These values are quantized by spin values of ± ½ , and can point in the 
same direction as the orbital angular momentum vector, L, as is shown in Figure 2.22 (b), or can 
point in the opposite direction. The total angular momentum vector, J, is therefore the sum of the 
angular momentum and overall spin (J = L + S) and has values of J =  |L − S|, |L − S| + 1, … . , L +
S. A diagram of the vectors of L and S vectors and the resulting J vector is shown in Figure 2.22 
(b) [32]. 
Lanthanides are most stable in the 3+ oxidization state, meaning that electrons are more 
likely to be removed from the 6s2 orbital and one from the 4f orbital. The preference for the 
trivalent state is due, in part, to the 4f orbital electrons having a lower energy which results in outer 
electrons being removed first, (the exception being La and Ce which have empty or nearly empty 
4f orbitals). It is also possible that some lantahnoids can have tetravalent (Ce4+, Pr4+, Nd4+, Tb4+, 
Dy4+) or divalent states (Nd2+, Sm2+, Eu2+, Dy2+, Tm2+, Yb2+) in solids [30]. Of particular interest 
Figure 2.23 Splitting of lower energy levels for Sm3+ ion with 4f5 electron configuration. 
Various effects and their strength are given. While the crystal field splitting levels are adapted 
from [34] the values are largely dependent on the material the ions are present in. 
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in this work is the Sm3+ and Sm2+ ions, which have unique and distinct luminescent properties 
related to their incompletely filled 4f orbitals. These trivalent and divalent ions have electron 
configurations of [Xe] 4f5, and [Xe] 4f6, respectively.  
Since the 4f electrons of the lanthanoids are shielded by the 5s2 and 5p6 orbitals, the energy 
levels of the inner free electrons are only weakly affected by the surrounding environment. This 
shielding results in transitions that are determined by various electronic interactions within the 4f 
orbitals. These interactions are arranged in order of strength, from coulomb repulsion to spin orbit 
coupling and the surrounding crystal field splitting, as shown in Figure 2.23. Electrons in the 4f 
orbitals interact with each other by coulomb repulsion since electrons have identical charges. This 
coulomb repulsion results in splitting into different energy levels that belong to the 4f n 
configuration such as the 4G, 6F, 6H, etc. These terms can then be further split by spin orbit 
coupling, which results from the electron’s magnetic dipole, the orbital momentum, and the field 
from the nucleus [33]. Taking Sm3+ as an example, if we consider the spin multiplicity of the 6H 
level, we see that there are 6 possible energy levels from the total angular momentum, J, 6H5/2, 
6H7/2, 
6H9/2, … 6H15/2. The spin orbit coupling energy level separations can be relatively large due 
to the size of the lanthanide nucleus. These fields can be further separated by into what are known 
as Stark sublevels, which result from the crystal field splitting due to neighbouring ions within the 
ordered structure. The magnitude of the splitting is largely dependent on the strength of the 
surrounding crystal field [34]. Overall, the resulting shielded 4f electrons give the result that the 
transition levels are relatively independent of the host structure and the energy level separation can 
be given by a Dieke diagram [35-36 7], which shows energy level separation for lanthanides, as 
shown in Figure 2.25.  
The ground state of an ion can be predicted using Hund’s rule, which states that an electron 
will fill an unoccupied sublevel within the orbital, and that each electron in a singly occupied 
orbital will have the same spin. Hund’s rule is used to calculate the ground levels for Sm3+ and 
Sm2+ in Figure 2.24, which uses the following rules [30],  
1. The spin multiplicity (2S + 1) is maximum. This occurs when as many electrons are in 
the spin up state as possible. 
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2. If there are multiple filled sublevels, the term with the largest L value is the ground 
state 
3. For an atom with an outermost subshell that is less than half filled, the lowest total 
angular momentum, J, represents the ground level. If the shell is more than half filled, 
J is maximum for the ground state. 
The 4f shell for Sm2+ and Sm3+ has 5 and 6 electrons, respectively. Using Hund’s rule we take the 
spins to be additive (𝐒max = |∑ 𝑚𝑠|, where all spins are aligned) and L to be maximum (𝐋 =
|∑ m𝑙|) then we can calculate J to be minimum when |𝐋 − 𝐒| for the samarium ions, since the shell 
is less than half filled. 
2.5.2 Luminescence of Rare Earth Ions 
The term luminescence comes from the Latin word, lumen, meaning light. This term was proposed 
by Eilhardt Wiedmann, and defined to mean “evolutions of light which do not depend on the 
temperature of the substance concerned” [38]. Thus, luminescence is distinguished from 
incandescence, which refers to thermal radiation from a material as it is heated. A luminescent 
material, also called a phosphor, is a material that converts energy into electromagnetic radiation, 
often in the visible spectrum, but can also emit in the infrared or ultraviolet region. There are 
multiple forms of luminescence that converts energy into light, such as cathodoluminescence (from 
high energy electrons), electroluminescence (using an electric voltage), chemical luminescence 
(from a chemical reaction), and so on [39]. Of particular interest in this work is photoluminescence, 
which is the emission of light after photoexcitation.  
Figure 2.24 Ground states for Sm3+ and Sm2+ calculated using Hund’s rule. 
41 
 
 
  
Figure 2.25 Dieke energy level diagram for trivalent rare earths in LaF3 (From [36]). Lines 
indicate energy levels of the multiplets and widths of the lines are related to the crystal field 
splitting strength. 
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Photoluminescence occurs in a material when an atom interacts with a photon, causing the 
energy to be absorbed, and, if the photon energy is sufficient, the electron is promoted to a higher 
energy level. After this electron is excited, the electron will return to the ground state by emitting 
energy through a photon or phonon in the form of heat. This transition between states is governed 
by selection rules. These selection rules state whether or not certain transitions are "allowed" or 
"forbidden". If the electric dipole parity changes from one excited state to another, that is, the 
orbital quantum number, l, changes (Δl = ±1) but the magnetic dipole, or spin, is unaffected, then 
the transition is allowed and has a high probability of occurring.  
An allowed transition occurs when an electron is excited to a higher orbital without 
changing spin states and then returns to the ground level by emitting a photon. The emission rates 
of allowed transitions are on the order of nanoseconds, and are often referred to as fluorescence, 
indicating that the luminescent emission lifetime is very rapid. For ions with electronic 
configuration of 4f n, such as samarium, the electric dipole transitions have the same parity, and 
therefore 4f → 4f transitions are forbidden. While these transitions are classified as forbidden, they 
can still occur, albeit at a much slower rate, which produces optical emission at rates that can range 
from milliseconds to seconds, which is termed phosphorescence. Photoluminescence therefore 
applies to both fluorescence and phosphorescence emissions, however, they are distinguished by 
the relative lifetimes and the selection rules that govern these transitions. Optical emission of 
forbidden 4f → 4f transitions are possible through magnetic dipole transitions [33,39,40]. These 
magnetic dipole transitions are governed by selection rules given as 
{
∆𝑆 = 0                                                                                                     
∆𝐿 = 0, ±1 (L = 0 ↔ L = 0 is forbidden)                                   
∆𝐽 = 0, ±1 (J = 0 ↔ J = 0 is forbidden)                                     
(2. 16) 
Since a photon does not interact with the spin of an electron, the spin quantum numbers do 
not change. However, a photon does have angular momentum and can change the orbital angular 
momentum, and by extension the total angular momentum, J. Ultimately, the electron states are 
governed by the Pauli exclusion principle, which states that no two electrons can have the same 
quantum values in an atom. 
43 
 
 For the samarium ions, photoluminescence can be observed if excited by a photon with 
sufficient energy, which can be predicted by measuring the absorption spectra of a sample. In the 
case of samarium doped fluoroaluminate (FA) glass, violet or blue wavelengths at either 405 nm 
or 475 nm can be used to excite Sm3+ and Sm2+ ions, allowing for measurement of the 
photoluminescence of the sample, shown in Figure 2.26 [41]. The emission and absorption spectra 
can be predicted using the Dieke diagram shown in Figure 2.25, which shows the separation of 
energy levels for trivalent rare earths. The emitted spectra of Sm3+ has sharp distinct lines, that are 
characteristic of the f → f transitions of lanthanide 3+ ions, and these sharp lines can be explained  
through the use of the Judd-Ofelt theory [42,43]. The Judd-Ofelt theory, in part, states that while 
electric dipole transitions between 4f → 4f orbitals are "forbidden", magnetic dipole and electric 
quadrupole transitions are "allowed", although electric quadrupole emissions are very weak. These 
Figure 2.26 Photoluminescent spectra of Sm3+ and Sm2+ ions in fluoroaluminate glass 
along with energy level transitions. Data is adapted from [44]. Energy level diagram of 
Sm3+ and Sm2+ is shown in Figure 2.27 
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transitions between energy levels are dictated by the separation between energy levels, and are 
discrete, resulting in sharp spectral lines 
The emission spectra of Sm3+ and Sm2+ is shown in Figure 2.26 [44], as well as the energy 
level diagram for Sm3+ upon excitation in Figure 2.27. There is clear presence of distinct spectral 
peaks at approximate emission wavelengths of 559 nm, 595 nm, 641 nm, and 704 nm 
corresponding to 4G5/2 → 6H5/2, 6H7/2, 6H9/2, and 6H11/2 transitions, respectively. In addition, if Sm3+ 
is photoexcited by a source with a wavelength in the blue to ultraviolet region, there is successful 
emission, regardless of the energy of the incident photon, so long as it is able to excite above the 
4G5/2 level [40,45,46]. The difference between the absorption energy and the emission energy is 
called the Stokes shift, where the energy between absorption and emission levels are often emitted 
in non-radiative forms, such as phonon (thermal) energy. This phonon emission is fast, as opposed 
to the "forbidden" transitions. The transitions and their probability can be predicted by the Judd-
Ofelt theory, which gives the radiative lifetimes of from one excited state to the next dictated by 
the rates of magnetic dipole, or electric dipole and quadrupole transitions.  
Figure 2.27 Energy level diagram for Sm3+ and Sm2+ from the photoluminescent spectra shown 
in Figure 2.26. Using an excitation source of 473 nm, the probable excitation level is shown ,where 
there is relaxation to the 4G5/2 or 
5D0 level before photon emission [45]. 
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 Trivalent samarium has an odd number of electrons in the 4f shell, which is classified as a 
Kramer’s ion. Kramer’s theorem states that if an energy level has a half integer spin, such as the 
case with a Kramer ion, each energy level is said to be doubly degenerate, meaning that electrons 
can share an energy level. In the case of Sm2+, there are an even number of electrons in the 4f shell 
(4f6), which is a non-Kramer’s ion and therefore does not have double degeneracy. The ground 
level for Sm2+ is 7F followed by 5D, which have seven (7F0 to 
7F6) and five (
5D0 to 
5D4) levels, 
shown in Figure 2.27. Considering the Dieke diagram in Figure 2.25, one would predict that 
trivalent europium (Eu3+) and Sm2+ should behave similarly, since they are both non-Kramer ions 
with configuration of 4f6, that follow the same 7D → 5F transitions. However, the excited state 
energy for the 4f55d1 configuration for Sm2+ is lower than in the case of Eu3+, which in turn, affects 
the excitation mechanism compared to that of Eu3+ and Sm3+. The photoluminescence of Sm2+ 
involves a 4f55d1 → 4f6 parity allowed transition, and a 4f6 → 4f6 forbidden magnetic dipole 
transition (5D0 → 7F0, 1, 2, 3, 4), resulting in an excitation mechanism that differs from that of other 
trivalent rare earth ions. The overall result is that Sm2+ ions have a higher emission rate than the 
Kramer ions of Sm3+, as will be discussed in subsequent chapters. This results in Sm2+ ions having 
a larger measured intensity when compared to Sm3+ ions, since the radiative lifetime of Sm2+ will 
be faster than that of Sm3+ as given by the Judd-Ofelt theory. The position of the 5d1 excitation 
level depends on the crystal field strength, the ligand field, and the temperature and, at room 
temperature, 4f6 → 4f6 transitions can be observed. However, at higher temperatures, it is possible 
to observe broader, allowed, 4f55d1 → 4f6 transitions resulting from a greater number of electrons 
occupying a higher orbital level, shown in Figure 2.27 [40]. 
2.5.3 Rare Earth Host Materials 
Rare earth ions can be used as a detection method of high energy radiation by measuring a valence 
change of RE3+ to RE2+ which corresponds to the total dose. Since Sm3+ and Sm2+ have easily 
distinguishable emission spectra, it is an ideal candidate to use the proportional change in 
photoluminescence of each ion, which emit in the orange to red region of the visible spectra, to 
measure the dose delivered. Considering samarium occurs naturally in the trivalent state, the 
reduction of Sm3+ to Sm2+ depends on an electron being donated to the 3+ ion after irradiation.  
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The process of inducing valence conversion of Sm3+ in solids is not trivial, but has been 
demonstrated by various forms of radiation, such as γ-rays, X-rays, β radiation, UV exposure and 
others [47 -48,49,50, 1]. If we consider an incident x-ray, which generates an electron-hole pair, the 
electrons are moved into the conduction band (CB) leaving behind a hole in the valence band (VB), 
as shown in Figure 2.28 [52]. In order to prevent electrons and holes from spontaneous 
recombination, the holes and electrons must be trapped by sites which are semi stable between the 
conduction and valence band. Since Sm2+ acts as an electron trap, there then must also be 
impurities or defects within the matrix of the material that act as hole traps. These hole trapping 
sites vary greatly depending on the host matrix, but they must be present to observe consistent 
valence conversion. Taking fluoroaluminate (FA) and fluorophosphate (FP) glasses, as an 
example, where there is evidence of hole traps associated with fluoride and oxygen centers in FA 
glass [52-53,54, 5], and phosphorous-oxide hole centers (POHC) in FP glass [56-,57, 8] which allows for 
holes to be trapped just outside of the valence band. Valence change in glass ceramics with 
nanocrystal is also possible [59], however glass materials are preferable for optical applications 
since they are transparent to light, and can achieve homogenous doping of ions within the solid. 
Figure 2.28 Band diagram of a material where electron hole pairs are generated from irradiation 
of x-rays. These electrons and holes are then in the conduction and are trapped by semi stable 
electron trapping sites (Sm2+) and hole traps (defects) in the materials. Since these trap sites are 
relatively shallow, it is possible detrap these charges and return to the original state. 
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In addition to the presence of hole trapping sites between the valence and conduction band 
contributing to stable RE3+ → RE2+ conversion, we must also consider the energy level positions 
of the rare earth valences in relation to the width of the band gap. In order to achieve stable electron 
trapping and stable hole trapping, the energy levels of the rare earth ions must fall between the 
valence and conduction band. Figure 2.29 shows the location of various energy levels for trivalent 
and divalent rare earth atoms within the energy band diagram of a CaF2 crystal [60]. It is instructive 
to note that the separation of energy levels between the RE3+ and RE
2+ remains constant, whereas 
the location of the conduction band and valence band are dependent on the material, and the ions 
can fall above or below the conduction or valence band. It is therefore straightforward to see, that 
a material with a large energy bandgap would be more likely for to a valence change of rare earth 
Figure 2.29 Energy levels of rare earth ions in the 3+ and 2+ formation within a CaF2 crystal. The 
energy separation between trivalent and diavalent ions remain constant, regardless of the host 
material. However, the location and separation of the conduction bands and valence bands are 
material dependent. (From [60]). 
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ions to be observed after high energy radiation. FA and FP glasses, for example, have 
comparatively large bandgaps (8.25 eV and 7.8 eV) [61] compared with the majority of glasses 
(which typically have 2 – 4 eV) and have demonstrated successful conversion of Sm3+ → Sm2+. 
Additionally, the electron and hole traps between the conduction and valence bands must be 
sufficiently separated so that the states remain stable. If the energy level of the RE ion is very close 
to the conduction or valence band, then it is probable that the electrons and holes will be detrap 
spontaneously and are therefore not stable. 
Conversion of Sm3+ to Sm2+ requires an electron to be accepted by a Sm3+ ion. However, 
if an electron is accepted, a corresponding hole must also be accepted. In examining Figure 2.30, 
which looks at the concentration of Sm3+ dopants compared to the conversion of Sm3+ → Sm2+, 
we see that, as the total number of electron acceptors is increased, the amount of conversion from 
trivalent to divalent samarium does not also increase [62]. Put differently, the conversion of Sm3+ 
is governed by a hole trapping process for both FA and FP glasses. This is also evident when we 
Figure 2.30 Sm3+ dopant concentration in mol% compared to conversion (Response) in FA and 
FP glasses. Response is calculated by taking the ratio of the photoluminescence of Sm2+ to that 
of Sm3+.  (From [62]). 
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consider that when a sample doped with trivalent samarium reaches saturation of the Sm2+ signal, 
there is PL from Sm3+ ions, meaning that there are still electron acceptors available.  
While conversion of Sm3+ → Sm2+ is essential for dosimetric applications, it is also 
desirable to achieve reconversion of Sm2+ to Sm3+ in some instances. If the electron traps and hole 
Figure 2.31 Transmission (left axis) and photoluminescence (right axis) of Sm doped FP 
glass (a) and FA glass (b) before and after irradiation. Although both samples show 
excellent conversion of Sm3+ → Sm2+, FP glass shows significant darkening and a decrease 
in transmission in the emission region of Sm3+. (From [63].) 
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traps can be thermally stimulated or excited through UV exposure, then it possible that the 
recombination of the ion states can create reusable phosphors. In the case of Sm3+ doped FA and 
FP glasses, if the material is heated above the transition temperature of the glass (440 °C for FA 
glass, 462 °C for FP [63]), there is a detrapping of holes which causes the divalent state to change 
back to the trivalent state and almost all ions return to the Sm3+ form.  
Upon irradiation, the majority of glasses exhibit some form of undesirable photodarkening 
which causes a change in transmission. The change in absorption spectra for FA and FP glasses as 
a function of irradiation is shown in Figure 2.31 [63]. This photodarkening is associated with defect 
centers, sometimes referred to as colour centers, within the material. These defect centers created 
through exposure to radiation tend to absorb light in the visible spectrum. The extent of 
photodarkening within a proposed glass host material is an important consideration, since the 
transmission spectra can change with irradiation, which can consequently affect the intensity of 
the measured rare earth ion intensity. The decrease in intensity as a function of emission 
wavelength and x-ray induced photodarkening can be corrected for, but the calculation is not 
trivial. Therefore, minimal photodarkening is important for a host material for rare earth valence 
dosimetry.  
2.6 Ion Implantation 
Ion implantation is a process that uses high energy ions to modify the surface properties of a target 
material. The changes in the target material properties can be chemical, if the incident ions differ 
from that of the target material composition, or they can be structural (or both) through damage to 
the crystal like structure caused by high energy ions. Dopant ions are emitted from a target source 
and pass through a mass spectrometer, which uses a magnetic field to select atoms with specific 
mass and charge that are then further accelerated before being implanted in a desired material. The 
implantation process is performed under vacuum conditions to prevent attenuation of the ions in 
atmosphere before reaching the target material. A diagram of a typical ion implantation process is 
shown in Figure 2.32.  
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Implanted ions will cause structural damage to the substrate by displacing ordered atoms 
within the host matrix structure; the severity of the damage to the ordered matrix depends on the 
energy and mass of the incident particle, shown in Figure 2.33. The depth at which the dopant ions 
will be implanted depends on the energy, size, mass, and charge of the ion, and the composition 
of the target material. Ion implantation sources typically fall into three categories, medium current, 
which have an energy range of <1 keV to 200 keV, high current, which have energies of 5 keV to 
600 keV, and high energy, which can produce ions with energies of up to 6 MeV [64]. As ions 
penetrate into the solid, they will lose energy and have a broad depth distribution, owing to 
collisions with target atoms and from drag of overlapping electron orbitals. This energy loss is a 
gradual process. The stopping power of a particle in a material is described as the loss of energy, 
E, over a distance length, x, and is often written as S(E) where, 
S(E) = −
dE
d𝑥
                                                                  (2. 17) 
Figure 2.32 Diagram of implantation process. 
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The energy loss per distance travelled can be plotted, which shows that the energy loss is 
relatively constant until a pronounced peak occurs and the particle stops, shown in Figure 2.34 
[65]. This peak is called a Bragg peak, and is often used in particle therapy to deposit dose at a 
specific location, such as a tumour. As the particle is travelling through matter, it ionizes atoms 
and deposits dose along the path. However, as the particle deposits more and more energy along 
the path, it also loses velocity, and so the energy deposition results in a large peak very near the 
particle final position. The mean energy loss per distance travelled for a charged particle with 
velocity v, energy E, and charge z, into a material with a mean excitation potential I, can be 
predicted by the "Bethe-Bloch" equation [66,67] which is given as  
− ⟨
 dE 
d𝑥
⟩ = 𝐾 𝑧2
𝑍
𝐴
 
1
𝛽2
 [
1
2
ln (
2𝑚𝑒𝑐
2𝛽2𝛾2𝑇max
𝐼2
) − 𝛽2 −
𝛿(𝛽𝛾)
2
]                  (2. 18) 
Where 𝐾 = 4πNA𝑟𝐸
2𝑚𝑒𝑐
2, Z is the atomic number of the absorber, A is the atomic mass of the 
absorber, 𝛽 = 𝑣 𝑐⁄ , 𝛾 = 1 √1 − 𝛽2⁄ , mec
2 is the electron mass, re is the classical electron radius, 
NA is Avogadro’s number, 𝛿(𝛽𝛾) is an experimentally determined density effect correction to 
ionization energy loss, and Tmax is the maximum kinetic energy which can be imparted to a free 
electron in a single collision. For a particle with mass 𝑀 and momentum 𝑀𝛽𝛾𝑐, Tmax is given by, 
Figure 2.33 Illustration of implantation ions creating damage to the order of the crystal structure 
of the target material. 
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𝑇max =
2𝑚𝑒𝑐
2𝛽2𝛾2
1 + 2𝛾𝑚𝑒/𝑀 + (𝑚𝑒/𝑀)2 
                                                       (2. 19) 
At high (relativistic) energies, the Bethe-Bloch equation agrees well with experimental results 
[68]. The overall energy loss per distance travelled is used to approximate the path length of an 
implanted ion, and is often referred to as the continuous slowing down approximation (CSDA) 
range. 
 In the case of ion implantation with a heavy ion, such as samarium, the penetration depth 
into FA glass is very shallow, one micron or less, even at high energies, as will be discussed in a 
chapter 4. In addition, there is evidence of both Sm3+ and Sm2+ ions after the implantation process, 
indicating that electrons are being accepted as a result of high energy implantation. This also means 
that any photoluminescent spectra resulting from these ions is from Sm ions very near the surface 
of the glass material, and can be used to measure surface dose, as opposed to the bulk doped sample 
which has Sm ions present throughout the entire solid. 
 
Figure 2.34 Energy loss vs. distance for a 5 MeV alpha particle in SiO2 calculated using the 
Bethe-Bloch equation. Note the presence of the Bragg peak, where the majority of the dose is 
deposited and the particle comes to rest. 
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Chapter 3 
Methods and Experimental Techniques  
 This chapter discusses experimental procedures and techniques performed over the course 
of this research. This content of this chapter will discuss synthesis of detector materials, sample 
characterization, radiation sources, confocal fluorescence microscopy, and ion implantation. 
3.1 Sample Preparation 
Synthesis of Sm3+ doped fluoride glasses (FA and FP) were performed by our collaborator Dr. 
Andy Edgar’s group at the Victoria University of Wellington. The FA and FP glasses were 
synthesized using a melt-quenching technique. A melt quenching technique involves the process 
of mixing chemical compounds which then are loaded into a furnace that is heated to a high 
temperature, where the mixture fuses. After the compounds have fused, they are removed from the 
furnace and quenched, where the mixture is placed on a temperature controlled environment. The 
quenching process is used to minimize internal stresses, such as cracks or other defects, which can 
affect the optical properties of the material.  
 In the case of FA and FP glass synthesis, the entire process is performed in a non reactive 
atmosphere. This is done since FA and FP glasses have a tendency to be hygroscopic [1,2] and so, 
moisture in the air may affect the desirable defect formations that allow for Sm3+ → Sm2+ 
conversion. Thus, the starting chemicals are mixed in a dry nitrogen glovebox and loaded into a 
carbon crucible. The mixture is then melted in a RF furnace at 1000 °C for two hours before it is 
melt quenched on a temperature controlled titanium plate at 380 °C in an argon atmosphere for 
eight hours. The compositions for FA and FP glasses in molar percentage is 
10% MgF2  ∙ 35% AlF2  ∙  20% CaF2  ∙ 10% SrF2  ∙ (15 − 𝑥)% YF3  ∙ 10% BaF2  
∙ 𝑥% SmF3 [for FA glasses] 
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10% MgF2  ∙ (34.4 − 𝑥)% AlF2  ∙ 15.2% SrF2  ∙ 10% Sr(PO3)2        
∙  𝑥% SmF3 [ for FP glasses] 
here x is the doping concentration of SmF3 which can vary from 0.1 to 10%. In the case of 
fluoroaluminate glass samples synthesized for Sm-ion implantation (discussed in chapter 4). The 
samples were synthesized using the same chemical composition shown above, but without any 
samarium present in the material, and x = 0%.  
 Once samples have been synthesized and sent to the University of Saskatchewan, they are 
often cut and polished to suit the design of a specific experiment. Samples used for MRT 
irradiations performed at the Canadian light source (CLS) are often cut to dimensions that allow 
for multiple microbeams to irradiate the samples. These samples have approximate dimensions of 
2 × 3 mm and are cut using a rotating blade precision cutter (ImpTech Europe). These samples are 
polished to a near optical quality finish using grinder/polisher equipment (Minimet 1000). The 
polishing of the samples surfaces are done in stages, where the sample is first ground using 600 
grit silicon carbide grain and ethylene glycol for lubrication, to ensure that the surfaces of the glass 
are parallel. Afterwards, the grain size is reduced to 0.05 µm alumina powder and the surface of 
the glass sample is polished until the glass has an optical quality with almost no scratches or surface 
defects, allowing the resulting PL to be easily readout. 
3.2 Sample Characterization 
After Samples are synthesized, the characteristics of the glasses are measured, including the 
photoluminescence spectra, characteristic lifetimes of the emission wavelengths, valence 
conversion tests, and thermal properties. The following section outlines some of the techniques 
used for measuring the properties of the materials, as well as the x-ray sources that are used to test 
for successful conversion of Sm3+ → Sm2+. 
3.2.1 Photoluminescent Spectra 
The characterization of the photoluminescent (PL) spectra is an important aspect in samarium 
valence dosimetry. As the sample is exposed to x-rays, there is consistent conversion from Sm3+ 
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to Sm2+, and this valence change can be quantified through a variety of measurement techniques 
used to collect and digitize photoluminescence from a sample. The photoluminescence of Sm-
doped glass plates, after appropriate excitation, produce sharp spectral lines that are characteristic 
of Sm3+ and Sm2+ ions. These signals can be easily separated, and the ratio of the PL of these two 
ions can then be used as a measurement of the dose delivered. The details of Sm ion PL properties 
and valence conversion have been discussed in section 2.5.  
 The PL of glass plates containing Sm3+ and Sm2+ ions in this work have been measured by 
using three experimental set ups in the lab. Each measurement technique has advantages specific 
to the application, but the overall principle for collecting PL spectra remains consistent for all 
instruments. First, the sample is exposed to an appropriate excitation source, afterwards the 
resulting emission spectra of interest is selected and directed towards a detection device that 
digitizes the signal. PL measurements used in this research are performed using a spectrometer, 
monochromator setup, or confocal fluorescence microscopy system.  
Measurement of the photon intensity versus wavelength for a given sample is done using 
a portable spectrometer (StellarNet EPP2000CXR-SR-200) which collects light through a fiber 
Figure 3.1 Diagram of a photoluminescent experimental set-up using a monochromator. The 
collection technique applies to both spectrometer and monochromator setups. This diagram 
illustrates selecting and measuring a narrow wavelength range, as is the case of a monochromator. 
For spectrometers, the entire spectra is measured simultaneously using a linear image sensor. 
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optic cable and is directed towards a holographic grating that disperses light. The angle at which 
each wavelength of light is dispersed is given by 𝑠𝑖𝑛(𝜃) =
𝑛𝜆
𝑑
 where n is an integer value of the 
order of refraction, d is the spatial period of the grating, and λ is the wavelength of light. This 
dispersed light is then directed towards a linear image sensor, which measures each wavelength 
within the detection range (280 -900 nm) and digitizes the results to be readout by a computer. 
Samples are excited using a suitable LED or laser source incident on the glass, and the resulting 
PL is collected through a fiber optic cable attached to an integrating sphere or lens.  
Another technique for measuring the PL is a monochromator (Oriel Cornerstone 1/8m), 
which uses the same dispersion principle as a spectrometer. In the case of a monochromator, 
however, each wavelength of interest is scanned and measured using a photodetector, as shown in 
Figure 3.1. Use of a monochromator allows for a wider detection range, since the attached photo 
detection unit can by tuned for the region of interest, from the UV to the IR regions, with high 
resolution. This technique can also be coupled with a lock in amplifier and a waveform generator, 
which allows for measurement of characteristic decay times for a given wavelength, which will be 
discussed in the following section. The final measurement technique, confocal microscopy, allows 
for a two dimensional readout, and will be discussed in section 3.2.3. 
3.2.2 Lifetime and Phase Measurements 
The measurement of photoluminescent decay times is an important property of a given material, 
particularly in the application of photoluminescence of rare earth doped materials, the physics of 
which have been discussed in section 2.5. The characteristic decay time of photoluminescent 
signals in this work is measured using a monochromator and photodetector unit, a pulsed 
modulated laser source, and a lock in amplifier. As the intensity of the excitation source is 
modulated at a specified frequency, the PL intensity at a given wavelength can be measured as a 
function of time. This technique allows a PL center to emit upon excitation, followed by a decay 
of the PL signal, during which there is no excitation. If the characteristic decay time is slow 
compared to the pulsed frequency of the excitation source, the resulting PL can be detected in 
regions where there is no incident excitation, as shown in Figure 3.2. This decay time can then be 
fitted by an exponential function to determine the PL lifetime at the measured wavelength.  
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The lifetime properties of a PL signal at a specific wavelength can also be measured by a 
quadrature frequency resolved technique which involves modifying the frequency of the incident 
pulsed laser source and measuring the change in signal response through the use of a lock in 
amplifier. This change is measured by the taking the modulation of the incident excitation source 
(laser) as a reference signal, and measuring a PL signal from the desired wavelength "out of phase" 
from this reference signal. In reality, the pulsed laser intensity shape more closely resembles a sin 
wave that that of the step function shown in Figure 3.2, so by considering a 90 degree phase change 
for a sin wave, the signal is changed from a peak to a trough. Thus, when discussing collecting a 
signal that is "out of phase" by 90°, the signal is measured at a trough region, where an "in phase" 
signal is at the peak region. For this reason the technique of measuring signals out of phase is 
called quadrature frequency resolved spectroscopy (QFRS) [3,4]. At lower frequencies, the sample 
is excited by the pulsed source, and between pulses, the PL of the signal completely decays, shown 
in the top section of Figure 3.3 (a). Conversely, if the pulsed laser frequency is high, the short 
pulse does not allow for the sample to adequately absorb energy, and the resulting out of phase 
measurement is weak, shown in the bottom section of Figure 3.3 (a). Therefore, if the frequency 
is scanned from low to high, it is possible to find a value that will correspond to a maximum out 
of phase PL signal, and this is directly related to the intensity of  PL decay times between pulses. 
Figure 3.2 Measurement of the characteristic PL decay of a sample where the decay time can be 
measured after the sample has been excited and there is persistent PL intensity. This decay curve 
can be fitted using an exponential to measure the characteristic decay  
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An example of lifetime measurements using this technique for Sm3+ and Sm2+ is shown in Figure 
3.3 (b), which shows that the ions reach a maximum signal between 20 – 100 Hz, corresponding 
to decay lifetimes in the millisecond range.   
The technique of measuring PL out of phase from the reference signal can also be used to 
separate overlapping signals from multiple emission processes, provided the lifetimes of these 
processes are sufficiently different. Using a pulsed laser, a sample is excited and the resulting PL 
is collected using a monochromator and detection device. This signal, as well as the reference 
signal from the pulsed laser is sent to a lock in amplifier which can then output a spectra that is "in 
phase" or "out of phase" in regards to the reference excitation source. If the signal is "in phase", 
the spectra will show all signals present while the laser source is exciting the sample, if the 
measured signal is "out of phase", then the resulting spectra will preferentially show a signal that 
is greater at the selected frequency. A diagram of the set up is shown in Figure 3.4. 
Figure 3.3 (a) Effect of excitation source’s pulse frequency on out of phase measurements. If the 
pulse frequency is too low, the signal decays between pulses and results in a low signal. If the 
pulse frequency is too high, the ion is not sufficiently excited which also results in a low signal. 
(b) Example of Sm3+ and Sm2+ ion lifetime measurements by using quadrature frequency resolved 
measurements. 
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3.2.3 Thermal Analysis 
Analysis of the thermal properties of glass samples was performed using a differential scanning 
calorimetry (DSC) instrument, which measures physical changes in the sample as a function of 
temperature, such as the glass transition (Tg) and crystallization (Tc) temperatures. Glass samples 
are, ground, weighed, and sealed in hermetic aluminum pans before being scanned over a 
temperature range of 20 °C to 590 °C at a heating rate of 5 °C/min. These measurements are 
performed using a TA Instruments Q100 DSC, which detects the heat flow in the hermetic pan and 
compares these values to an empty reference pan. As the sample undergoes a physical process such 
as crystallization, there is a change in the heat flow between samples and this change is measured 
as a function of temperature. Figure 3.5 shows the DSC Q100 instrument, as well as a thermal 
curve produced using the instrument.  
3.2.4 Annealing and UV exposure 
Once samples have been exposed to x-rays and conversion from Sm3+ to Sm2+ is achieved, the 
conversion can be reversed through either exposure from a ultraviolet (UV) source, or through 
thermal annealing. Thermal annealing is accomplished by heating the sample above the measured 
Figure 3.4 Diagram of experimental set up for measuring PL signals in and out of phase from the 
reference signal.  
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transition temperature, which is performed using a CMF1100 furnace at 475 °C for 30 minutes, in 
the case of FA and FP glasses.  
 In this work, UV exposure was performed using an UV LED with a wavelength of 365 nm 
and an output power of 1.6 W. The sample was placed in close proximity to the LED and was 
exposed for 90 minutes, shown in Figure 3.6 (b). Both UV exposure and annealing were able to 
convert Sm2+ ions back to the original Sm3+ state. Figure 3.6 (a) shows the CMF1100 annealing 
furnace, and the UV exposure setup used in this research. After samples have been annealed or 
exposed to UV light, the spectra of the samples are once again measured to ensure that 
reconversion from Sm2+ to Sm3+ is successful. Although Sm-doped FA and FP glass samples have 
been shown to be erasable, after multiple of x-ray exposures and erasure, there is evidence of 
persistent Sm2+ signals, even after prolonged UV exposure and thermal annealing. Overall, each 
sample can be reused approximately 10 times without significant change to the measure response 
value of the sample. All results obtained from bulk Sm-doped samples reported in this work were 
exposed to x-rays as prepared, meaning that no annealing or UV exposure was performed prior to 
irradiation. 
 
Figure 3.5 (a) TA Instruments Q100 differential scanning calorimeter (DSC). (b) Thermal curve 
of FA glass prepared without any Sm, which shows the transition temperature (Tg) for the glass. 
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3.3 X-ray Irradiation 
Materials used in this research were exposed to x-rays using either a commercially available x-ray 
cabinet tube source, or at the Canadian synchrotron facility (CLS). For preliminary and 
investigative results, sample were irradiated using the x-ray cabinet source due to availability. 
Once the appropriate samples have been selected, they were brought the CLS for further 
experiments. The x-ray production methods of these sources have been discussed in section 2.1. 
3.3.1 X-ray Tube Source 
Sm-bulk doped and ion implanted samples were tested in order to determine if the valence Sm3+ 
to Sm2+ could be achieved before further experiments were performed, since experimental time at 
the CLS is limited and the x-ray cabinet (43855D, Faxitron X-Ray, LLC) is readily available. The 
Faxitron system, shown in Figure 3.7 (a), uses a conventional x-ray tube, the physics of which has 
Figure 3.6 (a) Annealing CMF1100 furnace. (b) UV exposure of sample using 365 
nm LED. 
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been discussed in section 2.1. This tube source produces polychromatic x-rays emitted in a fan like 
pattern with an energy spectrum shown in Figure 3.7 (b). The energy spectrum is simulated using 
an online tool with a voltage of 110 kVp, which gives a mean energy of 49.3 keV [5]. This 
simulation technique is similar to methods that have been described in detail elsewhere [6-78]. The 
power supply of the Faxitron has a maximum voltage of 110 kVp, with a fixed current of 
approximately 3mA. X-rays produced in the cabinet pass through a 0.76 mm thick beryllium 
window. The position of the sample, relative to the x-ray source, can be adjusted; for maximum 
exposure, the sample is moved to as close to as is possible in order to deliver large doses in 
sufficient time. Using an ionization chamber (Keithley 35050), the dose rate at a distance of 6 cm 
from the source was estimated to be ~ 40 Gy/min in air operating at a voltage of 110 kVp.  
3.3.2 Synchrotron X-ray Source 
Samples which have shown successful Sm3+ to Sm2+ conversion are taken to the Canadian light 
source for use in microbeam dosimetry experiments. An important application of the Biomedical 
Figure 3.7 (a) Faxitron x-ray cabinet. (b) Simulated x-ray spectra for Faxitron cabinet with a 
voltage of 100 kVp.  
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Imaging and Therapy (BMIT) facility at the 05ID beamline at the CLS is MRT research, which 
allows access to high energy, high fluence x-rays as well as a custom built multi-slit collimator 
designed for MRT experiments. 
The BMIT 05ID beamline has access to a wiggler, which can increase the fluence of x-rays 
delivered to the sample, and a monochromator, which allows for the selection of single energy x-
rays with a resolution of ∆E E⁄  × 10−3. The CLS has a storage ring energy of 2.9 GeV and a 
maximum storage ring current of 250 mA (at the time experiments were performed) which 
produces x-rays with a critical energy of 7.5 keV. This critical energy can be increased by use of 
the 05ID beamline wiggler, which has a maximum magnetic field of 4.3 T. Additionally, the 
fluence of x-rays can be modified by adjusting the wiggler field, as shown in Figure 3.8 [9]. The 
selection of monochromatic x-ray energies is performed through the use of a bent Laue 
monochromator with a range of 25-150 keV.  For the experiments performed the maximum dose 
rate of was measured to be approximately 5 Gy/s, with an incident energy of 50 keV and a wiggler 
field of 4 T. 
Figure 3.8 Spectral brightness of the synchrotron comparing the bend magnet and the BMIT 
wiggler at fields of 3T and 4T. After [9]. 
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Irradiation experiments performed at the 05ID beamline were performed using a shutter to 
control the dose delivered to the sample. Figure 3.9 illustrates the schematic of the beamline [10], 
which shows the location of a fast shutter which controls the dose delivered to the sample which 
is determined by a high dose ionization chamber (31022, PTW-Freiburg). The ionization chamber 
is placed in the beam path at the hutch opening, which monitors the dose rate used to calculate the 
dose delivered to the surface of the sample. The samples to be irradiated are located at the center 
of the MRT lift stage. Once the shutter has been opened, the monochromatic (spatially) broadbeam 
is incident on the multi-slit collimator which has a slit width of 50 µm, and a center to center 
distance of 400 µm with 75 total slits (manufactured by Usinage et Nouvelles Technologies). 
Samples are placed a distance of 25 cm behind the collimator, as shown in Figure 3.10. The 
alignment of the MSC can be adjusted using rotational and translational stages which control the 
rotation, pitch, and yaw of the MSC. These motorized stages are adjusted from in the control room 
and the MSC is rotated until a maximum fluence of x-rays is measured using the available x-ray 
detection system.  
Figure 3.9 Schematic of the 05ID beamline at the CLS. After [10]. 
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After alignment of the MSC, Sm-doped glass samples are held in place using Kapton tape 
and irradiated, where the total dose delivered to the samples is controlled using the fast shutter and 
ionization chamber. Irradiations performed within the hutch are carried out in the dark, and are 
immediately wrapped in tinfoil after irradiation to prevent exposure to light until the samples are 
read out. Gafchromic film was also irradiated using the same experimental set up to verify 
alignment and for possible comparison purposes. 
3.4 Confocal Fluorescent Microscopy  
Confocal microscopy is a key aspect of the experiments performed in this research. Sm-doped 
glass samples are indirect dosimeters, meaning the dose information is stored in the materials and 
must be recorded and digitized by measuring the conversion of Sm3+ to Sm2+ ions. Sm-doped glass 
plates are read out using a confocal fluorescent microscopy system, many of the details of this 
system are discussed in Chapter 5. This section will cover some of the specific details of the 
confocal microscopy system and discuss the design, data acquisition, and signal processing used 
for the work presented in this thesis.  
Figure 3.10 Experimental set up of multi slit collimator and Sm-doped glass samples.  
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3.4.1 Optical Set Up 
The confocal microscopy set up is a purpose-built instrument designed for the detection of PL 
signals resulting from Sm3+ and Sm2+ ions. The system is a refurbished from a prior system 
(Multiprobe 2001 CLSM, Molecular Dynamics) and the optics design remain largely unchanged. 
An illustration of the optical layout of the confocal microscope is shown in Figure 3.11.  
The confocal microscope uses a 473 nm laser (DHOM-L-473-50, Ultralasers Inc.) which 
is selected as a suitable excitation source for exciting both Sm3+ and Sm2+ ions. The laser passes 
through a filter wheel, which has a blue filter (BPF470) and an orange filter (BPF590) which is 
used to either suppress or allow the near infrared emission from the pump source used to increase 
the output energy of the laser. This pump emission is also used for surface detection of the glass, 
which allows for the confocal system to measure the reflection of the 808 nm source without 
exposing the sample to the blue wavelength, which may cause optical bleaching of the samples. 
The spectra of the laser emission and the pump laser are shown in Figure 3.12. The mechanical 
shutter allows for the beam to either be blocked or pass through, and the intensity of the laser 
incident on the sample can be controlled through the use of neutral density filters (ND). A dichroic 
mirror reflects light shorter than 570 nm (DM570), and any longer wavelengths will pass through. 
Note that at near infrared wavelengths, there is a slight increase in reflectance, allowing for the 
pump laser to be reflected and directed towards the surface of the sample for detection [11]. The 
scanning unit utilizes a pair of mirrors that are controlled with a stepper motor (y-direction), and a 
galvanometer (x-direction), which allows for a two dimensional scan of the sample. The beam is 
focused using an objective lens to excite a small field of view. The two available objective lenses 
are 20× (PlanApo 20×/0.75 NA, Nikon) and a 10× (10×/0.3NA, Meopta), which have fields of 
view (FOV) of approximately 1 mm and 2 mm in diameter, respectively. The sample is then raster 
scanned at a selected focal depth over the FOV of the objective lens. The intensity of the excitation 
source delivered is adjusted through the voltage and use of neutral density filters and is measured 
to be 0.5 µW at the sample location using a powermeter (PM100D, Thorlabs, Inc.).  
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 Once the Sm3+ and Sm2+ ions have been excited, they emit separable PL signals which are 
detected by the confocal microscopy system through the use of photomultiplier tubes (PMTs). 
Once the sample has been excited, the signal is guided towards the photomultiplier tubes, and 
focused using an achromatic lens and pinhole. Each photomultiplier tube is tuned to collect the 
emission spectra of either Sm3+ or Sm2+ through the use of a dichroic mirror (DM650) which 
separates the two signals. These signals are then directed towards the PMTs which are shielded by 
Figure 3.11 Confocal microscope and optics used in the research for collection of Sm3+ and Sm2+ 
PL signals. 
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bandpass (BPF600) and longpass (LPF660) collecting the Sm3+ and Sm2+ PL signals, respectively. 
The optimization of the collection of the PL signals of these ions is covered in greater detail in 
chapter 5. 
3.4.2 Data Collection 
After photoluminescent signals have been detected by the PMTs, they are digitized and recorded 
onto a computer using a custom LabVIEW program. The computer is equipped with a data 
acquisition board (DAC, USB-6009, National Instruments) which communicates through a USB 
cable. The user interface, shown in Figure 3.13, has several functions, which includes: 
• Selection of filters for excitation source 
• Surface detection of glass sample 
• Scanning of samples in X, Y, or Z direction 
Figure 3.12 Emission spectra of the excitation source, showing the lasing and pump wavelengths. 
Intensities are not to scale, but are intended to show that the pump laser is significantly weaker 
than the emission wavelength. 
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• Dark noise background subtraction 
• Selection of image resolution 
• Measurement of target area 
• Laser voltage 
• Dwell time between each pixel 
• PMT signal sampling rate 
• Averaging values for noise reduction 
• Email notification 
• Automatic laser shut off after measurement 
Figure 3.13 User interface for LabVIEW program used to control the confocal microscopy 
instrument set up.  
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The galvanometer (galvo) controls the angle of an x-scanning mirror which changes the 
scanning position of the laser in the horizontal direction. The smallest step size in the horizontal 
direction is 0.50 µm and 0.25 µm for the 10× and 20× objective lenses, respectively. Movement 
in the y-direction and z-direction are controlled by micro-stepper motors with a minimum travel 
distance of 0.70 µm and 0.35 µm for the 10× and 20× objective lenses for y-travel, and 0.1 µm the 
z-direction. 
3.4.3 Image Processing 
A critical consideration for the accurate measurement of microbeams is the averaging of the two 
dimensional image into a one dimension beam profile. Since changes to the beam characteristics 
occur on the order of micrometers, any small misalignment has the potential to cause an error in 
the results. In order to ensure that the microbeams are perpendicular to the x-axis, a MATLAB 
code was written to processes the irradiated microbeam images collected from the confocal 
microscope. First, the ratio of the values from the PMT tuned to Sm2+ is divided by the PMT tuned 
to Sm3+ for both the irradiated sample and a background non-irradiated sample. Next, the 
background is subtracted from the sample with the irradiated microbeam. Lastly, a normalization 
matrix is applied to remove any non-uniformities due to optical distortion across the FOV. The 
Figure 3.14 (Left) Microbeam after background subtraction, normalization and cropping (Right) 
Same microbeam section after a Gaussian fit is applied and the minimum FWHM as a function of 
rotation is found. 
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normalization matrix is experimentally determined from uniformly irradiated samples. These 
uniformly irradiated samples are 1% Sm-doped FA glasses which are scanned through a 
broadbeam monochromatic 50 keV, 500 Gy exposure multiple times ensuring a constant dose is 
delivered. Since the dose delivered to the sample is constant, the response value at each point 
across the FOV should be constant, and is used to remove any non uniformities resulting from the 
measurement process.  
 Once single microbeam samples have been measured and the background is subtracted, the 
region of interest is selected on the processed image and a curve fitting tool present in MATLAB 
fits a first order Gaussian to each line of data along the y-axis. The image is then rotated in 0.001° 
steps until a minimum FWHM is found as a function of rotational angle. Once the image is 
correctly oriented, the microbeam is averaged from a 2 dimensional image into a 1 dimensional 
profile. An example of a rotated microbeam is shown in Figure 3.14. 
3.5 Ion Implantation 
Ion implanted samples were used in this research to investigate the possibility of achieving Sm3+ 
to Sm2+ conversion of implantation ions very near the surface of FA glass samples. FA glass plate 
samples with no Sm present were synthesized at the University of Wellington, and were then 
polished to optical quality on both surfaces of the sample. The ion implantation was then performed 
by collaborators, Richard Curry and Russel Gwilliam at the University of Surrey at the Ion Beam 
Center (IBC). 152Sm+ ions were implanted into FA glass samples at an energy of 2 MeV inside a 
vacuum chamber. Multiple fluences were achieved in order to determine the optimum 
concentration for implantation processes. The results of this work is discussed in greater detail in 
the following chapter.  
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4.1 Abstract 
Ion implantation of Sm-ions+ has been tested in fabricating 2D detectors for microbeam radiation 
therapy (MRT). Sm-ions have been successfully implanted into fluoroaluminate (FA) glasses. The 
implantation concentration was chosen to be 5 × 1015 ions/cm2 and the ions were implanted at an 
energy of 2 MeV. After implantation, samarium ions resided within a thin plane very near the 
surface in the glass, which is expected to be beneficial for 2D imaging. Following implantation, 
photoluminescence (PL) spectra indicate that the embedded Sm-ions are in the form of Sm2+ and 
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Sm3+. Subsequent annealing around the glass transition temperature (475 °C) converts all Sm2+ 
ions into Sm3+. Under X-ray irradiation, a partial conversion of Sm3+ into Sm2+ has been observed 
which may be used as measure of the X-ray dose delivered into the sample. QFRS (quadrature-
frequency-resolved-spectroscopy) measurements on PL prominent emissions from Sm3+ and Sm2+ 
ions show that the PL decays associated with various transitions are in the 0.1 to 100 ms range 
(slow transitions). X-ray irradiation has led also to the appearance of broad and intense 
photoluminescence bands associated with X-ray induced structural defects in the host glass as 
confirmed in the unimplanted FA glasses. The generation of hole trapping centers in the host glass 
leads to the capture of photogenerated holes and thus allows the electrons to convert Sm3+ to Sm2+.  
Defect related PL decays signals were measured to be in the nanosecond region. These unwanted 
defect related fast decaying signals have been separated from slow Sm2+ and Sm3+ 
photoluminescence signals by using an "out-of-phase" PL measurements through a phase-sensitive 
photodetection technique with a modulated excitation laser diode and a lock-in amplifier. Overall, 
the Sm-ion implanted fluoroaluminate glass shows the successful conversion from the trivalent 
form of samarium (Sm3+) to the divalent form (Sm3+) under X-ray irradiation over a large dynamic 
range of X-ray intensities (800 Gy in air).   
4.2. Introduction 
Microbeam radiation therapy (MRT) is a new and promising form of cancer radiation treatment 
which has the potential to greatly improve existing radiation therapy techniques. MRT relies on 
the differing responses of healthy tissues and tumour cells to narrow microbeams of X-ray 
radiation. These microbeams have a typical width of 20-50 µm and are separated by hundreds of 
microns [1,2]. Previous studies have shown that targeting the central nervous system of vertebrates 
shows a remarkable resistance to multiple parallel narrow microbeams with minimal damage to 
mature healthy tissue, while preferentially damaging harmful tumours [3-45]. This technique allows 
for the delivery of substantial doses to the patient by using collimated synchrotron radiation passed 
through a multi-slit collimator creating narrow, parallel, and uniformly separated microbeams. The 
characteristics of microbeams need to be accurately measured for patient safety and must be done 
so with high spatial resolution as well as simultaneously measuring both peak and valley doses, 
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which can differ by hundreds of Grays. In other words, a two-dimensional (2D) cross-sectional 
image of the energy distribution in microbeams is required. 
Many possible technical solutions to the problem of microbeam dosimetry have been 
previously discussed, including Si strip detectors, Gafchromic films, and MOSFET detectors, 
among others [6]. One of the promising ways is to use the valence conversion of rare earth ions 
which is known to occur under a variety of excitations, from X-rays to beta radiation [7-89]. Among 
other rare earths, samarium ions are of particular interest, since the photoluminescence (PL) 
spectra of divalent and trivalent ions are distinguishably different and they are located in the 
orange-red part of spectrum where they can be easily detected by common photomultiplier tubes 
(PMT). Previously, we have shown that fluoroaluminate (FA) and fluorophosphate (FP) glasses 
are excellent hosts allowing effective Sm valence conversion which is erasable/reversible under 
UV illumination and/or thermal treatment [10 -111213141516 7]. High spatial resolution measurements on 
micrometer scale are based on a confocal microscopy system tuned to the emission wavelengths 
of Sm3+ and Sm2+. The drawback of the approach is that the Sm valence conversion occurs 
throughout the glass volume and to obtain a two-dimensional cross-sectional picture of 
microbeams within this volume requires a sophisticated confocal microscopy system. To 
overcome this drawback we opted to investigate the possibility of implanting samarium ions into 
FA glasses which would create a quasi 2D distribution of Sm ions and, in the case of successful 
Sm3+ to Sm2+ conversion, would substantially simplify the readout system.  
 In the present paper, we discuss the details of Sm-ion implantation into FA glass. 
Conversion of Sm3+ to Sm2+ depends strongly on the host material, and FA glass was selected as 
it has previously shown excellent conversion and does not exhibit significant photodarkening in 
the same emission region as samarium ions. We show that after implantation most ions reside in 
Sm2+ form. Further annealing successfully converts Sm2+ to Sm3+, which may be desirably re-
converted back to Sm2+ by X-ray irradiation. We show also that X-ray irradiation leads to 
formation of optically active structural defects generating broad and intense PL bands obscuring 
Sm-ion emission. We investigate the temporal characteristics of these defect PL bands and develop 
a method of separating slow and weak Sm emission from fast and intense defect emission.  Overall, 
we conclude that Sm ion implantation has certain potential in application as MRT detector. 
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4.3 Experimental Procedure 
Fluoroaluminate glasses were synthesized using a conventional melt-quenching technique 
following the procedure described in detail earlier [10 - 17]. In short, the starting materials were 
mixed in a glove box in a dry nitrogen atmosphere and loaded in a carbon crucible. The mixture 
was then melted in an RF furnace at 1000 °C for 120 min and was quenched on a temperature 
controlled plate at 380 °C for 8 hours in an argon atmosphere. The composition in molar percentage 
is 10.0MgF2 – 35.0AlF2 – 20.0CaF2 – 10.0SrF2 – 15.0YF3 – 10.0 BaF2. Once the samples were 
synthesized they were sent to the Ion Beam Centre at the University of Surrey where Sm+-ions 
were implanted into the FA glasses at an energy of 2 MeV and the selected ion implanted fluence 
was 5 × 1015 ions/cm2.  
Following ion-implantation, the samples were annealed and X-ray irradiated. The 
annealing was done using a compact furnace for 30 minutes at a temperature of 475 °C in air, 
which is above the glass transition temperature Tg of the particular glass. The Tg was measured to 
be approximately 440 °C using a DSC Q100 thermal analysis system (TA Instruments) where the 
sample was heated at a rate of 5 °C/min. The X-ray irradiation was performed using a FAXITRON 
X-ray cabinet with a tungsten anode operating at 110 kVp at an approximate dose of 40 Gy/min in 
air. This quoted dose value represents the dose in air at the sample entrance and not the dose 
deposited in the sample. The mean energy for the polychromatic X-ray source was 49.3 keV from 
the fluence simulations given at the Seimens website [18]. The exposure rate was determined by 
an ionization chamber (Keithley 35050). The glasses were cut and polished flat for X-ray exposure 
and optical measurements.  
PL spectra were excited by a 450 nm laser diode driven by a waveform generator. The 
spectra were dispersed by a Cornerstone 1/8 m monochromator with a holographic grating of 1200 
lines/mm and a blaze wavelength of 750 nm. The signal was detected using a photomultiplier tube 
with an approximate spectral sensitivity range from 300 – 800 nm connected to a SR830 DSP lock 
in amplifier to enable phase-sensitive PL measurements to be carried out. QFRS (quadrature-
frequency-resolved-spectroscopy) spectra of Sm3+ and Sm2+ were captured as a function of 
modulation frequency. The QFRS method is explained in detail elsewhere [19 -20212223 4]. 
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Measurements of the fast and broad PL decays were recorded using a time correlated single 
photon counting (TCSPC) system. This employs a mode-locked Ti:sapphire laser (Mai-Tai HP, 
spectra physics) to produce 100 fs pulses at a repetition rate of 80 MHz at 900 nm wavelength. 
The repetition rate was reduced to 1 MHz by an acousto-optic pulse picker (APE select) and the 
initial wavelength halved (to 450 nm) via second harmonic generation (APE harmonic generator). 
These pulses were used to excite the sample with an average power of 0.6 mW. The PL emission 
of the samples was collected and focused into a monochromator (Spex 1870c) and detected both 
of the PL peaks observed in the spectrum by a multi-channel plate (Hamamatsu R3809U-50). A 
455 nm long pass filter was placed in front of the detector to reduce the amount of light scattered 
from the excitation laser. The time correlation of the detected photons was performed with the use 
of a PC electronic card from Edinburgh Instruments. The measured instrument response function 
(IRF) for this system is about 0.1 ns. All the measurements were performed at room temperature. 
Figure 4.1 Simulated implantation depth and ion concentration of 2 MeV Sm+ ions in FA glass 
with a fluence of 5 × 1015 ions/cm2 using Monte Carlo simulations by the SRIM program [25]. 
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4.4 Results 
Figure 4.1 shows the calculated distribution of Sm species (ions and atoms) versus implantation 
depth in FA glass immediately after ion implantation using the simulations of stopping range of 
ions in matter (SRIM) software [25]. The maximum available energy of 2 MeV was selected in 
order for the relatively heavy Sm ions to reach a sufficient implantation depth of approximately 
600 nm in the FA glass material, as shown in Figure 4.1.  The implanted dose of 51015 ions/cm2 
yields a peak Sm concentration of 1.21020 atoms/cm3 corresponding to a peak concentration of 
~0.2 at%. The actual Sm distribution will vary from the SRIM calculation due to the sputter rate 
Figure 4.2 PL spectra of Sm-ion implanted FA glass as implanted (red) and after annealing at 475° C 
(blue). Only the main emission bands important for ions/spectra identification are marked by arrows. 
PL spectra were taken with "out of phase (−90°)" synchronization with modulated laser excitation at a 
frequency of 27 Hz. Excitation wavelength is 450 nm. Spectra are not corrected for PMT spectral 
sensitivity. The insert shows the magnified part of the Sm3+ spectrum. 
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(~7 atoms/ion) resulting in a loss of ~100 nm from the glass surface and a spreading of the final 
Sm profile. Further modification will occur during the post implantation annealing. 
The photoluminescence (PL) spectra observed after the Sm-implantation are shown in 
Figure 4.2, which demonstrates that the implanted Sm-ions are Sm2+ and Sm3+ ions. The measured 
PL spectra exhibit a combination of Sm2+ and Sm3+ PL bands. After annealing the Sm-ion 
implanted sample at a temperature of 475° C for 30 min, the presence of PL emission from Sm2+ 
was completely eliminated from the sample, shown as the blue line in Figure 4.2. It is worthwhile 
to note that the integrated intensity of the PL signals from the Sm-ion implanted samples is several 
orders of magnitude less than those of the bulk doped samples, most likely because of the smaller 
content of Sm ions. However, we are able to reliably detect Sm related PL in ion-implanted 
samples which makes them interesting for further investigation for MRT dosimetry.  
The PL spectra observed after the X-ray irradiation of the Sm ion-implanted samples is shown in 
Figure 4.3 in which phase-sensitive PL detection was used. Figure 4.3 (a) illustrates the necessity 
and efficiency of “out-of-phase” measurements in the detection of Sm-ion related emissions.  The 
PL excitation modulation frequency was set to 27 Hz for reasons explained below. Figure 4.3 (a) 
demonstrates the appearance of broad emission bands (tentatively related to X-ray induced 
structural defects which may be related to induced color centers reported earlier [12 - 17]) which 
may be effectively suppressed by using "out-of-phase" measurements due to the large difference 
in characteristic decay times of the PL of Sm-ions and defects. Upon irradiation, it is possible to 
get the desirable conversion of Sm-doped FA glass from Sm3+ to Sm2+, which serves as a 
measurement of the X-ray dose delivered to the sample. In  Figure 4.3 (b) we see a consistent 
increase of Sm2+ contribution as the total dose (in air) is increased in steps of 200 Gyair up to 800 
Gyair. Figure 4.4 shows the dependence of the Response of the Sm-implanted glass to the incident 
dose in which Response is defined as 
Response =
Integration of PL(Sm2+)spectrum over the Sm2+ band
Integration of PL(Sm3+)spectrum over the Sm3+ band
              (4.1) 
It can be seen that over the ranges of doses used, the Response is approximately linear 
within experimental errors, in agreement with earlier reports of Sm-ion conversion in X-ray 
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irradiated Sm-doped bulk FA glasses [12 - 17]. The choice of a modulation frequency of 27 Hz is 
justified by Figure 4.5 which shows that 27 Hz lies midway between peaks of QFRS spectra of 
Sm3+ and Sm2+ and well below all possible peaks related to defect PL. It is worth noting here that 
the appearance of defect related PL bands in the FA glass was not reported in earlier research [14 
- 17]. This may be connected to the less intense PL Sm-ion signals from surface-doped FA glass 
compared to volume-doped FA glass.  
Figure 4.6 (a) show the PL spectra from undoped FA glass before and after X-ray 
irradiation. Figure 4.7 shows the PL intensity vs time results from pulse excitation. These shed 
more light on the properties of these defect related emission bands and are the result of experiments 
which have been performed on Sm-free glass. As part of the investigation into these materials, we 
irradiated FA glass without the presence of Sm and found the broad defect spectra were present 
and increased after irradiation as shown in Figure 4.6 (a). It is important to note that the detection 
Figure 4.3 (a) Comparison of PL signals of Sm-ion implanted FA glass measured for "in-phase" 
(blue) and "out-of-phase (−90 °)" (red) synchronizations with modulated laser diode excitation. Red 
curve presents only "slow" PL bands associated with Sm ions, while "blue" curve presents 
contributions from all PL centers including defect centers associated with the damage created by 
ion implantation and X-ray irradiation. The sample was irradiated with an approximate dose of 800 
Gyair following annealing at a temperature of 475 °C. Excitation wavelength is 450 nm. Excitation 
modulation is 27 Hz. (b) Influence of X-ray dose on PL spectra of Sm-ion implanted FA glass. 
Spectra are normalized to the 593 nm peak associated with Sm3+ ions. All measurements are done 
in "out-of-phase (-90°)" mode. Spectra are not corrected for PMT spectral sensitivity. 
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range of the PMT is up to 850 nm, while the actual PL signature from this signal extends beyond 
this range. Figure 4.6 (b) shows spectra of the broad emission defects of a Sm-ion sample after 
irradiation as collected by an InGaAs detector where we see that the peak of the broad emission 
spectra is approximately 925 nm. Figure 4.6 (a) clearly shows that similar spectra in the implanted 
samples (Figure 4.3(a)) originate from defect formation related to the glass matrix itself and not 
related to the any Sm-ions 
Subsequent experiments using a TCSPC system for measurement of the PL decays of these 
broad emission defects were found to be on the order of nanoseconds. The PL decays recorded 
using the single photon counting at the center of the emission peaks at 570 nm and 780 nm are 
shown in Figure 4.7. 
Figure 4.4 Response vs. incident dose in air. Response is the integration of normalized Sm2+ PL 
intensity from 660-800 nm. 
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4.5 Discussion 
Previous work with Sm-doped FA glass samples for large dose measurements examined the 
conversion from Sm3+ to Sm2+ in homogeneously doped bulk samples [11 - 17]. In these papers, 
it was shown that it was possible to erase the Sm2+ after irradiation by annealing the sample above 
the glass transition temperature. In the case of 1% Sm doped FA glass, the glass transition 
temperature was measured to be 440° C. X-rays induce defects in the host glass material, these 
defects then capture the holes and allow for electrons to cause conversion from Sm3+ to Sm2+. Sm-
ions present in the FA glass allows for conversion from the trivalent to divalent form by the 
presence of hole centers which are commonly associated with fluorine complexes and oxygen 
contamination [26,27]. The conversion process of Sm3+ to Sm2+ is controlled by a hole trapping 
Figure 4.5 QFRS spectra of the various PL bands present in the Sm-ion implanted glass. The 
peak frequencies correspond approximately to the inverse lifetimes of corresponding radiative 
transitions. The PL bands centered at around 593 and 678 nm may be attributed to Sm3+ and Sm2+ 
with radiate lifetimes around 4 ms and 10 ms, respectively.  Broad PL bands with peaks around 
780 nm and 580 nm exhibit radiative lifetimes too short to be measured by the present 
experimental setup and their PL decay times are presented in Figure 4.7. 
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process, and not by electron trapping. This is apparent due to the fact that Sm3+ signals remain 
after saturation of the bulk Sm-doped FA glass sample, indicating that Sm3+ is still available to 
capture electrons, while  hole traps are fully occupied.   
Ion implantation is a well-established method which is widely used for the modification of 
the structural properties of a medium for a variety of electronic and optoelectronic applications [28 
-2930 1]. In the case of our Sm-ion doped FA glass, the primary goal was to implant Sm ions and 
prepare a doped sample with a specific valence state and to achieve the desirable effect of reduction 
of Sm3+ to Sm2+ through X-ray irradiation, similarly to previous works that had been done 
involving bulk (volume) doped FA glasses [11 - 17]. Figure 4.2 and Figure 4.3 clearly illustrate 
that it is indeed possible to implant the FA glass with Sm-ions which are incorporated as Sm2+ and 
Sm3+ ions in the as implanted sample. The presence of both are apparent from the PL spectra, 
which clearly exhibit the 4G5/2 → 6H7/2 and 5D0 → 7F0 transitions, corresponding to the most intense 
PL peaks at 593 nm for Sm3+ and 678 nm for Sm2+, respectively. Annealing the implanted samples 
around Tg, converts all Sm
2+ ions to Sm3+. X-ray exposure then leads to the deposition of radiation 
Figure 4.6 a) Comparison of PL spectra of irradiated and non-irradiated undoped (Sm free) FA 
glass.  The PL is collected “in phase” using a PMT which has a detection range ending around 
850 nm. b) PL spectra of Sm-ion implanted X-ray irradiated FA glass. The spectrum is collected 
using no modulation and an InGaAs detector (with detection range up to 1750 nm) showing the 
real maximum of defect related emission at around 915 nm. Sm2+ emission is just a small blip 
around 700 nm. In all experiments the approximate air dose is 2400 Gy. Spectra are not 
corrected for PMT nor InGaAs detector spectral sensitivities. 
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energy into the sample, which creates defects, most significantly hole traps, in the host. The 
absorption of an X-ray knocks out a primary electron from an inner shell of an atom which then 
ionizes the medium to generate many electrons and holes. Holes are captured by the X-ray 
generated hole traps and the electrons convert the Sm3+ to Sm2+. The peak intensity of the Sm2+ 
PL emission is proportional to the total number of converted Sm2+ ions and hence can be used to 
measure the delivered dose as discussed previously [10 - 17].  
Figure 4.7 Lifetime measurements of broad PL bands with peaks around 780 nm and 580 nm. 
Measurements were taken of undoped (i.e. Sm free) FA glass. The sample was irradiated with an 
approximate dose of 2400 Gy in air. These transients were fitted by a bi-exponential decay function 
of the form  𝜏𝑃𝐿 = 𝑦0 + 𝐴1𝑒
−𝑥
𝜏1ൗ + 𝐴2𝑒
−𝑥
𝜏2ൗ , where  𝑦0 is an offset,  𝜏𝑖 (𝑖 = 1,2) are the time 
constants and 𝐴𝑖 are their corresponding amplitudes. A good fit was obtained with time constant 
values of 𝜏1 = 0.22 ± 0.01 ns and 𝜏2 = 2.5 ± 0.1 ns for 580 nm emission. For the 780 nm 
emission only the faster (𝜏1 = 0.22 ± 0.01 ns) seems to be present.  
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 Additionally, the presence of PL signals from Sm2+ and Sm3+ were found to be partially 
overlapped by broad emission spectra, as shown in Figure 4.3 (a) and Figure 4.6 (a). The 
appearance of broad overlapping emission spectra appears to correspond with X-ray induced 
defects, primarily in the red to infrared region extending from 700−1100 nm. These emission bands 
have very fast PL decay times and can be easily separated from the slower emissions of Sm3+ and 
Sm2+ by using "out-of-phase" phase sensitive PL measuring technique as shown in Figure 4.3 (b).  
It is quite possible that the broad emission spectra, detected in the present paper, correlate 
with X-ray induced photodarkening in FA and FP (fluorophosphates) glass samples reported 
earlier in bulk doped glasses [12 - 17]. Commonly, this darkening is associated with the appearance 
of hole trap centers which are tentatively identified as fluorine and oxygen centers [26,27]. 
Thermal treatment can cause the Sm-ions to be converted from Sm2+ back to Sm3+ and can repair 
implantation damage through annealing which allows for samples to be re-used multiple times. 
4.6 Conclusions 
Sm-ions have been successfully implanted into fluoroaluminate glasses. Following implantation, 
Sm-ions in the glass host were found to be in Sm2+ and Sm3+ valences. Annealing the samples at 
the glass transition temperature converts all Sm2+-ions into Sm3+. Under X-ray irradiation, we have 
observed partial conversion of Sm3+ into Sm2+ along the lines of what we have reported previously 
on bulk Sm-doped samples. The X-ray irradiation has also led to the appearance of broad and 
intense photoluminescence bands, associated with X-ray induced structural defects. PL emission 
decay times for these bands were measured to be in the nanosecond range, therefore useful Sm2+ 
and Sm3+ photoluminescence signals could be easily separated from the defect-related PL by using 
an "out-of-phase" photoluminescence signal in a phase-sensitive PL photodetection technique that 
uses a modulated excitation laser source. After implantation, the Sm-ions reside within a thin plane 
very near the surface in the glass, resulting in both the measurement of an effective surface dose 
as well as assuring that any photoluminescence from Sm-ions are not significantly attenuated 
before collection. Overall, Sm-ion implanted FA glass has shown successful conversion from the 
trivalent form (Sm3+) to the divalent (Sm2+) form of Sm, which have different PL signatures and 
hence these signatures can be used to measure the incident dose. The valence conversion was 
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achieved up to the highest dose accessed in this work, 800 Gyair and the converted fraction of Sm
3+ 
to Sm2+ (as indicated by the integrated Sm2+ PL band) is nearly linear with incident dose. 
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5.1 Abstract 
We show that 1% Sm-doped fluoroaluminate (FA) glass plate and a suitably modified fluorescence 
confocal microscope provide an excellent radiation detection platform for high-dose 
measurements at high resolution down to the micron scale. We have used a custom-modified 
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fluoroscopic confocal microscope apparatus to scan, separate, detect, and digitize the 
photoluminescence signals from Sm3+ and Sm2+ ions in both FA and fluorophosphates (FP) glasses 
within a selected focal depth of the microscope below the sample surface. The response (R) of Sm-
doped FA and FP glass plates to incident x-ray radiation was studied in detail in which R was 
defined as the difference in the ratio of photoluminescence (PL) signals from Sm2+ and Sm3+ before 
and after irradiation. We report on a number of important issues related to the use of these Sm-
doped FA and FP glass plates in microbeam radiation therapy (MRT) dosimetry: The dependence 
of the Sm3+ to Sm2+ conversion, and hence R on the dose rate over some four orders of magnitude; 
the energy dependence of R at a given dose rate for both FA and FP samples with various 
concentrations of Sm3+ doping; R vs dose behavior at different energies up to 2000 Gyair and the 
derivation of the detector calibration curves; the stability of the Sm-doped plates after they have 
been exposed; the instrumental limits of the present measurement technique.  
5.2 Introduction 
There are currently a number of techniques for the measurement of radiation dose along with a 
variety of potential materials for use in dosimetry as reviewed, for example, in [1 -234567]. Of particular 
interest is the dosimetery that would be required in the implementation of Microbeam Radiation 
Therapy (MRT), which is a promising synchrotron-based cancer treatment technique. MRT has 
been shown to have the potential to improve upon spatially broadbeam radiotherapy methods. The 
MRT technique is based on the noticeably different responses of tumors and healthy tissue after 
irradiation by multiple narrow and parallel planar beams of irradiation. In MRT, highly collimated 
x-rays pass through a multi-slit collimator (MSC), segmenting the incident x-ray radiation before 
it is delivered to a patient. It has been shown that healthy tissue adjacent to the narrow sections of 
irradiation helps with the repair of damaged tissues, whereas tumors do not show this ability, 
allowing for substantial doses to be delivered to a patient with minimal damage to healthy tissue. 
There have been many papers in the last ten to fifteen years that address various issues related to 
the use of MRT and its benefits in cancer treatment [8 -910111213 4]. The technique requires a high incident 
x-ray energy and must be able to deliver large doses to a patient in a very short timescale in order 
to maintain the desirable tissue sparing effect associated with the technique.  
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 The accurate measurement of these microbeams is essential for patient care and for 
treatment planning. The "peak" dose at the center of the microbeam and the "valley" dose between 
the adjacent microbeams can differ by hundreds of grays over a distance of several microns and 
incident x-ray energies of interest can vary from 50 – 250 keV. In order to satisfy the dosimetry 
requirements of MRT, a detector must be able to simultaneously measure both a peak and valley 
dose with a spatial resolution on the scale of microns, and must be able to do so over a large energy 
range and at high dose rates. Ultimately, a two-dimensional (2D) cross-sectional image of the dose 
distribution is required.   
 Multiple techniques for the measurement of these microbeams have been previously 
discussed, including Gafchromic films, MOSFET detectors, Si strip detectors, single crystal 
diamond detectors, polymer gels, fluorescent nuclear track detectors, etc.; see examples in [15 -
1617181920]. The technique must be able to measure doses from a few Grays to thousands of Grays and 
over various energy ranges. A major problem with many dosimetric materials is the saturation of 
the sensitivity at high dose or a limited dynamic range that is unable to simultaneously measure 
both the range from the valley dose (a few Grays) to the peak dose (thousands of grays); a known-
problem that has been already discussed in the literature (e.g. [21]). A promising measurement 
method involves using the valence conversion of rare earth ions which, when embedded in a 
suitable material, can serve as a measurement of the delivered dose. Upon irradiation with various 
forms of excitation, such as x-rays, β and γ-irradiation, and photoexcitation, rare earths have shown 
the ability to change their valence state in various media [22 -232425 6]. Of particular interest among 
the rare earths is samarium, since the emission spectra of Sm3+ and Sm2+ ions are easily 
distinguishable and emit in the orange and red regions of the spectrum respectively, which are well 
suited for detection by photomultiplier tubes (PMTs).  
 The conversion process for Sm3+ to Sm2+ is strongly dependent on the host material. 
Previous work has shown that Sm-doped FP and FA glasses can be used as dosimetric detectors, 
which have the capability of measuring both large doses and the peak-to-valley dose ratio (PVDR) 
at high resolution, both are important considerations in the future success of MRT. These Sm-
doped glass plate dosimeters utilize the distinguishable photoluminescence (PL) signals from the 
conversion of Sm3+ to Sm2+ as a function of the dose delivered. These PL signals are then measured 
using a modified fluorescence confocal microscopy detection system that is tuned to the emission 
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wavelengths of these ions. Using this method it has been shown that resolution on the order of 
microns can be achieved [27 -28293031323334 5].This works investigates one of the most important issues in the 
calibration of any detector for accurate dose measurement: the dependence of the response of the 
detector to the incident x-ray energy and the incident dose rate.  We have examined the conversion 
of Sm3+ to Sm2+ of Sm-doped FA and FP glasses over a wide range of dose rates (four orders of 
magnitude) and energy values (35 to 130 keV) and how these Sm-doped plates can be calibrated 
so that they measure the correct incident dose. 
 In the present paper, we discuss the conversion of Sm3+ to Sm2+ in these materials and how 
the conversion process is affected by the dose rate and incident x-ray energy. An important factor 
in the success of MRT is the high incident dose rate which helps minimize any "smearing" of the 
microbeams that may occur from the patient's movement, or from micron level shifts resulting 
from vascular flow within the irradiated tissue. An additional important consideration is that of the 
incident x-ray energy; the energy must be high enough to penetrate deeply into patient tissue and 
ensure that sufficient dose is delivered to the desired region. Ideally, the response of a dosimeter 
should be independent of the incident x-ray energy as well as the incident dose rate. In practice, 
however, a dosimeter response needs to be calibrated when the energy range of the incident x-rays 
is large [36]. 
 The measurement of the PL from Sm3+ and Sm2+ ions was implemented by using a 
fluorescence confocal microscope as mentioned above. We have also examined the dependence of 
the response (Sm3+ to Sm2+ conversion) of the Sm-doped glasses on the focal depth below the 
sample surface in the confocal microscope measurements as a function of x-ray energy. If the 
response of the dosimetric plate depends on the focal depth into the sample, this dependence needs 
to be included in the calibration characteristics.  
 The dependence of the Sm3+ to Sm2+  conversion on the amount of Sm doping in FA and 
FP glasses has been examined previously [28,33]. In this work we extend the previous study by 
examining the stability of the Sm-doped glasses shortly after they have been irradiated up to a 
period of 15 days. Most importantly, we examine the energy dependence of the Sm3+ to Sm2+ 
conversion for different amounts of Sm-doping at a given dose. The Sm-doped FA glass plates in 
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this work are able to measure doses up to 2×103 Gy in air and the measurement is independent of 
the dose rate; an important factor in the use of this technique in MRT. 
5.3 Sm3+-Doped Fluoroaluminate and Fluorophosphate Glass Plates  
Sm doped glasses were synthesized using a melt quenching technique previously described in 
detail elsewhere [27 - 35]. Starting materials were mixed in a glove box in a dry nitrogen 
atmosphere and loaded in a carbon crucible where the mixture was then melted in an RF furnace 
at 1000 °C for 120 minutes. The glass was then quenched on a temperature controlled plate at 380 
°C for 8 hours in an argon atmosphere in order to relieve internal stress and prevent cracking. The 
composition for FA glass in molar percentage is 10.0MgF2 – 35.0AlF3 – 20.0CaF2 – 10.0SrF2 – 
(15 – x)YF3 – 10.0BaF2 – xSmF3 and for FP glass is 10.0MgF2 – (34.4 – x)AlF3 – 30.4CaF2 – 
15.2SrF2 – 10.0Sr(PO3)2 – xSmF3 where x is the concentration of SmF3, which can be varied from 
0.1% to 10%.  Following synthesis, the glass materials were polished and cut into approximately 
2 mm by 3 mm rectangular pieces for subsequent experiments. A typical glass plate thickness was 
~1.5 mm. All percentages quoted hereafter are in mol.%. Some 120 samples were prepared for all 
the measurements. The density of the samples were measured by using the Archimedes principle 
of change in the measured weight of the sample in a liquid of known density. The sample density 
was 3.74 g cm−. The refractive index of the samples was approximately 1.5 over the PL 
wavelengths used in this work [37,38]. 
 One of the FA glass samples (where x = 0 in the composition formula) was ion-implanted 
near the surface of the sample as described previously [35]. The ion-implantation generated a 
distribution of Sm2+ ions within a depth 1 m and a peak concentration located at a 0.60 m depth 
from the surface. The luminescence properties of these glasses have been already described [35]. 
The purpose of this Sm2+ ion-implanted sample is to provide a verification for the axial 
luminescence collection range in the confocal photoluminescence confocal microscope. 
5.4 Single Energy and Polychromatic X-Ray Irradiation, Dose and Dose Rate Delivery 
Polished and cut samples were taken to the Biomedical Imaging and Therapy (BMIT) 05ID-2 
beamline at the Canadian Light Source (CLS, the Canadian synchrotron), for x-ray irradiations. 
Using the facilities at the BMIT beamline the incident x-ray energy is tuned using a bent Laue 
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double-crystal monochromator, which allows for monochromatic incident high energy x-rays to 
be selected with a resolution (ΔE/E) of 10-3. When performing the irradiations for dose rate and 
energy dependence experiments, the total dose delivered to each sample was kept constant at 200 
Gyair (Gy in air) as measured by an ionization chamber (model 31022, PTW-Freiburg). For dose 
rate measurements, the incident x-ray energy was kept constant at 50 keV, which is closest to the 
peak photon flux rate for the BMIT beamline and allows the maximum dose rate range to be 
delivered to a sample. It is important to emphasize that all dose rate measurements were done at 
one given energy and the total dose was kept constant. Likewise, for the samples irradiated while 
investigating the energy dependence experiments, the incident dose rate was kept constant at 175 
mGy/s, which is the quoted dose value in air at the surface of the sample i.e. entrance dose in air. 
The incident x-ray energy was selected using a monochromator where the x-ray energy range was 
between 35 keV and 130 keV. The energy range is similar to that recently used in an MRT 
optimization study [39]. In order to modify the delivered dose rate to each sample, the wiggler 
magnetic field was modified between 2 and 3.9 T and additional aluminum filters were placed in 
the beam path to reduce the dose rate without modifying the x-ray energy. In the case of all 
samples, a 1 mm aluminum filter was present in the beam. Irradiation of collimated microbeams 
on Sm-doped glass plates were performed using a tungsten multislit collimator (MSC) with a slit 
width of 50 µm where the slits are separated by 400 µm (center-to-center distance). The collimator 
was manufactured by Usinage et Nouvelles Technologies, Morbier, France.  Samples were 
irradiated in the dark and wrapped in aluminum foil until readout experiments were performed 
using a modified fluorescence confocal microscope described below.  
 X-ray irradiation experiments involving PL spectra and signal stability were completed 
using a FAXITRON x-ray cabinet with a tungsten anode operating at 110 kVp at an approximate 
dose rate of 40 Gy/min in air. This dose value represents the dose delivered in air at the surface of 
the sample, and not within the sample itself. The FAXITRON x-ray source is polychromatic with 
a mean energy of 49.3 keV taken from fluence by [40]. The exposure rate was measured by an 
ionization chamber (Keithley 35050). PL spectra of irradiated samples were measured using an 
ASEQ fiber input mini-spectrometer with spectral resolution better than 1 nm. The excitation 
source used was a 405 nm laser diode. 
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Figure 5.1 An illustration of the confocal microscopy set up used in measuring Sm-doped glass 
plates. The excitation source is a 473 nm diode-pumped solid-state (DPSS) laser, which has an 
adjustable focal depth within the glass samples and an intensity that can be modified through the 
use of neutral density filters (ND). Emission from Sm3+ and Sm2+ ions are filtered through dichroic 
mirrors (DM), and then collected simultaneously by two separate photomultiplier tubes tuned to 
the Sm3+ and Sm2+ wavelengths through the use of band-pass (BPF) and long-pass filters (LPF). 
The detection ranges of these PMTs are given in Figure 5.2. The available objective are 10×/0.3NA 
(Meopta) and 20×/0.75NA (Nikon) and the available pinhole sizes are 200, 100, and 50 µm. 
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5.5 Optical Measurement Technique: Modified Fluorescence Confocal Microscope  
Response values for samples irradiated were measured using a custom confocal fluorescence 
microscopy readout system, which has been described in some detail previously [27 - 33]. Figure 
5.1 shows a schematic of the confocal microscopy apparatus. The apparatus was a modified 
commercial confocal microscope (MultiProbe 2001 TM CLSM, Molecular Dynamics). The 
excitation beam at 473 nm (blue) was generated by a diode-pumped solid-state (DPSS) laser, 
whose beam is reflected by a 570 nm dichroic mirror (DM) towards an objective lens that focuses 
the laser at a selected focal depth within the sample. The intensity of the blue excitation laser beam 
in readout during confocal scanning was 0.5 W. Upon excitation, Sm3+ and Sm2+ ions emit 
distinct and separable PL signals which are collected from the objective lens and guided towards 
a set of photomultiplier tubes (PMT). These signals are focused using an achromatic lens onto a 
pinhole and the resulting beam is then directed towards a 650 nm dichroic mirror which separates 
the Sm3+ and Sm2+ signals towards two separate PMTs fronted with a 600 nm band-pass filter 
(BPF) and a 660 nm long-pass filter (LPF), respectively. Figure 5.2 shows the spectral 
characteristics of the excitation and the two photomultiplier tubes with filters. The Sm3+ and Sm2+ 
signals are measured simultaneously and PL signals are digitized for calculation of the response 
of the Sm-doped glass plate.  
The use of the confocal readout system requires the objective lens to be suitably placed 
below the sample so that the focal point in the sample that determines the volume of collection is 
well defined. This process is achieved by using a filter to block the 473 nm emission from the 
DPSS laser and allow the pump laser diode emission ( = 808 nm) from the blue laser to pass 
through a filter. The reflection of this 808 nm beam from the sample surface is then recorded by 
changing the objective lens height from the sample surface, until a maximum reflection from the 
surface is registered. Once the location of the sample surface is known, the actual depth of the 
focal point inside the sample from the surface can be easily determined through straightforward 
optics. A movement of the objective by a distance D corresponds to the movement of the focal 
point in the sample by d where d = D/n, where n is the refractive index of the sample, as shown in 
Figure 5.3 (a). The motion D is measured and converted to d in plots where the PL measurements 
were recorded as a function of distance from the sample.  
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It is important to identify the laser excitation volume and the volume from which the PL 
signals are collected in the confocal microscope set-up in Figure 5.1. As shown in Figure 5.3 (b), 
the 470 nm excitation volume includes the cone-volume above the focal point up to the sample 
surface and the cone-volume below the focal point. The volume responsible for the PL signals 
however is different in the vertical (z) and lateral (x, y) directions. The vertical range z of signal 
collection, the vertical resolution, for an infinitely small pinhole would also be diffraction limited. 
In the present case, to obtain the best signal-to-noise ratio over a very large dynamic range (from 
Figure 5.2 Upper figure shows the excitation spectrum centered at 473 nm. The middle figures 
show the PL spectra from Sm3+ and Sm2+ ions. The lower figure shows the spectral response of 
the two photomultiplier tubes with their respective filters; long-pass for PMT1 and band-pass for 
PMT2. The detection ranges are 595 – 615 nm (FWHM) for PMT2 (Sm3+) and 660 – 720 nm 
(FWHM) for PMT1 (Sm2+). 
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5 − 2000 Gy), the highest pinhole size was selected (200 m) so the vertical range z was much 
larger than the diffraction limited value and is determined experimentally as described below.  
Figure 5.4 shows the PMT1 signal obtained from the Sm2+-ion implanted FA glass as a 
function of distance d below the surface. The signal peak is roughly at 1 m and the PMT1 signal 
decays and is half at about d  21 m. The full width at half maximum (FWHM) vertical range z 
for PL signal collection is therefore about 42 m. This vertical range z represents approximately 
the vertical resolution of the confocal microscope used and, in the current application, it is 
significantly larger than typical confocal applications where z would be a few microns; the 
present measurement uses a large pinhole to capture PL signals with acceptable S/N ratio at the 
low dose range. The significance of the results in Figure 5.4,  is that if we place the focal point at 
d = 20 m, then the vertical region from the surface to a depth of about 40 m will primarily 
contribute to the PL signal, that is, we can exclude the spurious PL signals from the regions below 
Figure 5.3 (a) Schematic illustration of the motion of the objective lens and the movement of the 
focal point inside the sample. The objective lens moves by D and the focal point by d and the two 
are related through the refractive index. (b) The 470 nm excitation volume inside the sample defined 
by the objective lens is shown as shaded in darker blue. The luminescence signals within the width 
of the focal point and the vertical range z are measured. 
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and laterally further than x (the width of the focal point). Figure 5.4 shows the Sm3+ signal from 
PMT2 as a function of d. As expected this signal increases with d as the PL capture range is moved 
more into the sample. As will be shown below in the results section, the response of the Sm-doped 
plate to x-ray exposure remains constant up to about d  20 m, which is the d chosen in this work. 
There is one more distinct advantage to using a confocal microscope to probe only the depth z 
from the surface, which is roughly 40 m. Over this distance, the radiation induced photodarkening 
is negligible, where this had to be considered in examining the PL from the whole sample with a 
thickness of a few millimeters as shown in reference [32], and included in the dosimetric response. 
Figure 5.4 The PL(Sm2+) signal from ion-implanted Sm2+ ions within 1 m from the surface of a 
FA glass plate. Ion implantation peak is at 0.60 m as shown in the insert [35]. The solid line is the 
best Gaussian curve fit with a half width at half maximum that is 21 m. 
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 5.6 Lateral Resolution in Optical Measurements and the Spatial Microbeam Profile 
In the lateral direction, the resolution defined as x in Figure 5.3 (b), is determined by diffraction 
effects and depends on the lens objective characteristics (numerical aperture, NA) and the 
wavelength of interest,  through the relationship x  0.61/NA [41]. For   700 nm and NA = 
0.75 for the objective lens used, x  0.5 m. Figure 5.6 demonstrates the high image resolving 
Figure 5.5 The PL signal vs distance from the sample surface. The blue dots represent Sm3+ 
values measured in 1% bulk Sm-doped FA glass and the red line is calculated from the fitted 
Gaussian signal from an ion implanted sample where Sm2+ ions reside within a depth of 600 nm, 
as shown in Figure 5.4, integrated from 10 µm outside the glass surface to 60 µm within the 
sample. 
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power of the current system by displaying the XY scanned PL from a 4 m fluorescent 
microsphere, obtained from MultiSpeckTM Multispectral Fluorescence Microscopy Standard, 
Molecular Probes.  
The measurements in Figure 5.6 were independently verified by imaging the same slide on 
a commercial two-photon microscope (Prairie Technology Ultima IV). The lateral resolution of 
the microscope was calibrated with a stage micrometer 2mm/0.01mm with overall accuracy 
0.0015mm (S20, Pyser Optics). 
The resolution capability of the microscope was also examined by scanning a 1951 USAF 
resolution plate collected through the reflection of the incident laser on the target of the surface 
through the 20× objective lens. The image from the latter scan is shown in Figure 5.7, and shows 
group 6 and 7 of the resolution plate, where the smallest line widths are 4.38 µm and 2.19 µm, 
respectively. They can be easily resolved.  
Figure 5.6 (left) An image of 4 m fluorescent microsphere which was acquired using the confocal 
fluorescence microscopy readout system used in this work with the 20× objective. (center) the 
measured 1D profile of the 2D imaged microsphere from confocal fluorescence microscopy. 
(right) 4 m fluorescent microspheres as measured by a 2-photon confocal microscope. 
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The scanning speed of the confocal microscope system is largely dependent on the desired 
resolution and field of view. The system uses a galvo mirror to achieve a rectangular raster 
scanning method, where the image is scanned left to right in the x-direction and then is moved 
down to the next line in the y-direction where the process is repeated. Using the 20× objective lens 
gives an approximate field of view (FOV) of 0.75 × 0.75 mm. A typical scan setting using the 20× 
objective lens collects an image with approximately 500 × 500 pixels, although higher resolutions 
can be achieved (2500 × 2500 pixels). The reason for selecting a lower resolution is due to the 
relatively long PL decay lifetimes of the Sm3+ and Sm2+ ions, due to so called "forbidden" 4f → 4f 
transitions that are characteristic of samarium ions, which are between 4 and 10 ms [35]. Signal 
Figure 5.7 Image of a 1951 USAF resolution plate collected through the reflection of the incident 
laser on the target surface through a 20× objective lens. This image shows group 6 and 7 of the 
resolution plate where the smallest line widths are 4.38 µm and 2.19 µm, respectively. 
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collection requires a dwell time at each pixel that is larger than the PL lifetime decays of the Sm 
ions, and so each pixel is excited for 20 ms before moving to the adjacent pixel. The Time it takes 
to scan a field of view along x is 500 pixels  0.02 s or 5.3 s. The scan of the whole field of view 
(500 × 500 pixels) is then 5000 s or about 1.4 h. At the highest achievable resolution (2500 × 2500 
pixels) this time approximately is 34.7 h. This measurement time could be reduced significantly 
by scanning only the region of interest within the FOV or creating a more efficient scanning 
method. Further, samarium doped oxyfluoride glass ceramics have been shown to be capable of 
high resolution microbeam dosimetry, and exhibit parity-allowed 5d → 4f transitions which have 
PL decay lifetimes on the order of nanoseconds [28], cutting the read-out time from hours to 
minutes.  
A spatial profile of a microbeam as recorded on a Sm3+-doped FA glass plate under x-ray 
irradiation at the Canadian Light Source is shown in Figure 5.8.  The image on the left is a 2D 
image of a single irradiated microbeam on a 1% Sm-doped FA glass slide where the incident beam 
Figure 5.8 (left) 2D image of a single irradiated microbeam on a 1% Sm-doped FA glass slide 
performed at the CLS. The incident x-ray energy was selected to be 50 keV and the total dose 
delivered was 200 Gyair prior to passing through the collimator. The collimator has a slit width of 
50 µm and the peaks are separated by a distance of 400 µm, center to center. (right) Plotted 1D 
profile of shown 2D image. The red circles indicate measured values of the microbeam profile and 
the blue lines indicate the modeled beamshape through Monte Carlo simulations [43] with the 
MCNP [42] radiation transport computer code of monochromatic 50 keV x-rays incident on 1% 
Sm-doped FA glass. These measured profiles agree well with simulations and the energy 
dependence on the microbeam shape will be discussed in greater detail in an upcoming paper. 
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was put through a MSC. The incident x-ray energy was selected to be 50 keV and the total dose 
delivered was measured as 200 Gyair before passing through the collimator. The collimator has a 
series of 50 µm slits which are separated by a distance of 400 µm, center to center. The circles in 
the plot on the right of Figure 5.8 are the experimental points from the confocal lateral scan 
whereas the solid curve is a Monte Carlo simulation of the beam through the collimator [42 -43 44]. 
The measured profile agrees very well with simulations and highlights the high resolution that can 
be obtained with these Sm-doped glasses in a fluorescence confocal microscope readout. This 
work only considered the systematic calibration of the system for dose measurement and does not 
report XY scans of PL images for studying the beam shape at different energies; this will be 
reported in the future.  
5.7 X-Ray Response Calibration Curves and Equations 
The change of valence from Sm3+ to Sm2+ upon x-ray irradiation can be used as measure of the x-
ray dose delivered. Previous work with Sm-doped FA and FP glasses examined the conversion of 
Sm3+ to Sm2+ over a wide range of doses and demonstrated the reusability of bulk doped samples 
by reversing the valence change from Sm2+ to Sm3+ after extended UV exposure or annealing 
above the glass transition temperature [27 - 35]. The glass transition temperatures for FA and FP 
glasses were measured to be 440 °C and 462 °C, respectively. The Sm3+ ions act as electron 
trapping centers in order to become Sm2+. It appears as though the conversion process is controlled 
by hole trapping, since, once the glass samples have reached saturation (no further conversion to 
Sm2+), the presence of Sm3+ ions can still be observed. Additionally, increasing the overall doping 
concentration of Sm3+ ions does not lead to a greater number of valence conversions to Sm2+. 
Figure 5.9 shows the distinct and separable PL spectra and primary atomic excitation levels of 
Sm3+ and Sm2+ in 1% Sm doped FA glass before and after irradiation. The response R, as opposed 
to responsivity (which is response per unit input into the sensor) of a Sm-doped glass plate detector 
is defined as, 
Response ≡
IPMT(2+)
IPMT(3+)Irradiated
−
IPMT(2+)
IPMT(3+)Non−irradiated
    (5.1) 
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where IPMT(2+) and IPMT(3+) are the measured signal intensities from the two photomultiplier tubes 
which measure the emissions from Sm2+ and Sm3+ through a 660 nm long-pass filter (IPMT(2+) )and 
a 660 nm band-pass filter (IPMT(3+)), respectively as shown in Figure 5.2. It is possible to formulate 
a more rigorous definition for the conversion and hence the response by examining the whole PL 
spectra before and after irradiation and deriving the weighting coefficients needed to combine the 
individual PL(Sm3+) and PL(Sm2+) to generate the overall spectrum from the irradiated sample as 
Figure 5.9 PL spectra of 1% Sm doped FA glass before and after irradiation using a FAXITRON 
x-ray cabinet. The emission spectra of Sm3+ and Sm2+ are shown. The sample has been irradiated 
with an approximate dose of 1500 Gyair.  The left photo is the unexposed sample under UV 
excitation. The right photo is a sample that has been exposed a large dose. The image of red 
luminescence from the exposed glass was taken using a filter that suppressed wavelengths below 
660 nm. 
 
113 
 
demonstrated in [32]. This approach was not used here due to the computational times involved in 
finding the weighting factors as well as the distinct advantage of implementing the definition above 
in the hardware i.e. by using two separate PMTs with filters to capture the Sm3+ and Sm2+ emission 
bands. During readout there is some unavoidable bleaching of the Sm2+ as the result of the 
excitation source, thus the calculated response of the sample is taken as the average response within 
the 0.5 second period following the opening of the shutter.  
Previous works have shown that varying the concentration of Sm dopants within the bulk 
sample leads to differing conversion rates of the Sm ions, most notably, the lower the 
concentration, the larger the number of ions converted from Sm3+ to Sm2+ and thus greater the 
response of the material [28,34]. It has also been shown that the host glass material plays a role in 
the dynamic range of the dosimeter; prior work has shown that both FA and FP glasses have 
Figure 5.10 Response values (Ratio of PL(Sm2+)/PL(Sm3+)) of 1% Sm doped FA and FP glasses 
as a function of delivered dose rate to the sample. All samples were irradiated with a total dose of 
200 Gy in air as measured by an ionization chamber with incident x-ray energy of 50 keV. 
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exhibited a dynamic range of 1 Gyair to 10 kGyair [34]. For the purposes of this research, we have 
investigated multiple Sm dopant concentrations embedded in two hosts, FA and FP, to study the 
effect of the dose rate and energy of x-rays on the conversion from Sm3+ to Sm2+. It is also 
instructive to note that while FA and FP glass materials have been shown to be excellent host 
materials for the valance conversion of Sm-ions, photodarkening is present within the glasses after 
large doses have been deposited. This is particularly strong in FP glasses, which causes the 
transmittance to drop in the same region of wavelengths as the emission of Sm3+ [32].  There is a 
very small change in the transmission at 600 nm with x-ray irradiation in FA glasses, so the 
photodarkening of FA glasses was ignored. Error bars are determined by measuring the standard 
deviation of the response across a two dimensional uniformly irradiated glass plate. A total of 
120,531 data points (response values) were measured and the standard deviation was found to be 
4.57%. The latter represent the error in the response value.  
The response values after irradiating 1% Sm doped FA and FP glasses over a dose rate 
range that covers roughly four orders of magnitude were measured. Figure 5.10 shows that there 
is no evidence of a dose rate dependence from the lowest (0.7 mGyair/s) to the highest (5 Gyair/s) 
dose rates available at the BMIT beamline at the CLS using monochromatic energy x-rays. It is 
possible to achieve higher dose rates by using a polychromatic beam, but the goal of this 
experiment was to show whether there is any dependence at all on the dose rate at a given energy. 
In all samples, the incident x-ray energy was selected to be 50 keV and the overall dose delivered 
was chosen as 200 Gyair as measured by a high dose ionization chamber. The choice of 50 keV x-
ray energy was based on peak photon flux rates at the CLS and, of course, the need to relate the 
present work to previous experiments at the CLS where 50 keV was used. The results from Figure 
5.10 clearly show that the response R is independent of the dose rate in both of the host glass 
materials. This is a distinct advantage since the dose calibration curve for relating the response to 
the actual dose does not need to be modified for different dose rates, i.e. the calibration curve can 
be used under all dose rates.   
 The x-ray energy dependence of the response was measured for both Sm-doped glasses, 
FA and FP, as shown in Figure 5.11 from 35 to 130 keV. For all irradiated glasses in Figure 5.11 
the dose rate was kept constant at 0.175 Gyair/s and the total dose delivered was maintained at 200 
Gyair. Notice that there is a strong dependence on the x-ray energy as the Sm-dopant concentration 
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is decreased from 5% to 0.2% in FA glass. 5% Sm doped FA glass shows not only a much smaller 
response but also a much weaker energy dependence, while the 1% Sm doped FA glass exhibits a 
large response and a stronger x-ray energy dependence than that for 5% Sm. 1% Sm doped FP 
glass has a smaller response and a weak energy dependence. 
 Figure 5.12 compares the dose response curve for 1% Sm-doped FA glass with energies 
ranging from 40 – 120 keV. Each point on the graph corresponds to an individual piece of sample, 
meaning that the total dose is not an accumulative dose. Put differently, using a new sample for 
each dose (exposure) avoids using a single sample in multiple irradiations. These results indicate 
Figure 5.11 Response values (Ratio of PL(Sm2+)/PL(Sm3+)) of Sm doped FA and FP glasses. All 
samples were irradiated with a dose of 200 Gy in air as measured by an ionization chamber and 
the dose rate was set to be 175mGy/s. For all dopant concentrations and host glass materials, the 
response values decrease as a function of energy with the range of 35 to 130 keV. As the dopant 
concentration is increased the overall conversion of Sm3+ to Sm2+ decreases. 
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that, for a wide range of energies, the dose delivered can be measured from a range of 5 Gy to 
2000 Gy, which covers the dose range for most MRT applications. The response (R) vs Dose (D) 
measurements have been plotted on a log-log scale in Figure 5.12. Although the initial rise is linear, 
as the dose becomes larger, the linearity is lost. The simplest assumption would be a first order 
kinetic equation for the rate of conversion under a limited supply, which implies an exponential 
rise towards saturation i.e. 
    [1 exp( / )]o oR R D D= − −         (5.2) 
where Ro and Do are the constants. The best fit parameters of Equation 5.2 to the data in Figure 
5.12 are shown in Table 5.1. It can be seen that Equation (5.2) provides a good fit to the data over 
Figure 5.12 Response values (Ratio of PL(Sm2+)/PL(Sm3+)) of 1% Sm doped FA glass at multiple 
energies from 5 – 2000 Gy. Exponential fits are shown in Table 5.1. Each dot represents an 
individual piece of glass sample, that is, the dose shown is not cumulative. Equation for fitted line 
in the insert where Ro/Do vs. E is plotted is (Ro/Do) = (0.01043 ± 0.001) − (7.510−5 ± 1.1810−5)E. 
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the whole dose range and energy range. Under low doses, R = (Ro/Do)D i.e. R is linearly 
proportional to the incident dose. The ratio Ro/Do represent the slope of the initial linear rise in R 
vs D and hence the initial sensitivity of the detector glass. The inset in Figure 5.12 shows Ro/Do 
vs. x-ray energy E and it can be seen that Ro/Do decreases with the photon energy, which accounts 
for the lower dose-sensitivity at higher energies. As a point of interest, a parabolic fit was also 
tried in which R = aD – bD2, where the second term causes the fall of R below the linear behavior 
as D increases. While the parabolic equation also has two constants as Equation (5.2), the fit to the 
parabolic equation was found to be worse. A power law fit of the form R = ADm (where A and m 
Figure 5.13 Response of irradiated 1% Sm FA glasses as the focal depth of the incident laser in 
the fluorescent confocal microscopy (shown in Figure 5.1) is modified at two different energies, 
40 keV and 120 keV. The total dose delivered to each sample is 1 kGy using a monochromatic x-
ray energy synchrotron source. As the incident x-ray energy is increased the conversion of Sm3+ 
ions to Sm2+is constant within a larger volume in the glass material. The vertical axis is the same 
for both. 
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are constant) yields R2 coefficients that are worse than both the exponential and the parabolic 
forms. The curves in Figure 5.12 serve as the calibration curves for the 1% Sm3+-doped FA glasses 
at different x-ray energies. We can also speculate on the saturation behavior by noting that the 
dose needed to reach 90% saturation D90 = 2.3Do which, from Table 5.1, is 2,335 Gy at 120 keV.  
 For all the previous figures in this work, the total focal depth from the sample surface (d) 
has been set to 20 µm as discussed in Section 2. However, by changing the incident energy, this 
can also play an important factor in the response of the Sm-doped glass material as a function of 
both the incident x-ray energy and the selected confocal depth. Prior published work involving 
Sm-doped FA glasses irradiated at the CLS had used an energy of 50 keV and a focal depth of 20 
µm to measure the response values [28,34]. Figure 5.13 compares the focal depth against the 
response values for two x-ray energies, 40 keV and 120 keV, and shows that response can be 
shown to be constant as the focal depth increases up to a certain depth, depending on the incident 
x-ray energy, then the response decreases. Increasing the focal depth beyond 40 µm and 
attenuation of the emitted light within the host glass begins to affect the collection of light as well 
as the decrease in the Sm2+ concentration. These results indicate that over such a large energy 
range as is investigated in this paper, the energy dependence can influence the response values and 
requires careful attention during calibration.  
 As part of the work in this paper, multiple concentrations of Sm-dopants have been 
investigated towards characterizing the energy and dose rate dependence of FA and FP glass 
samples. Figure 5.10 and Figure 5.11 show that the host glass material (FA vs FP) and smaller 
concentrations of Sm-dopants in the host glass (0.2 to 5 % Sm) give rise to a larger conversion of 
Sm3+ to Sm2+ under the same irradiation conditions. An important consideration in these materials 
is the overall stability of the sample, that is, the response of the sample should not change between 
the time of irradiation and readout. Figure 5.14 shows the change in the response R of various Sm-
doped glass plates as a function of time right after irradiation up to 15 days. As can be seen from 
Figure 5.14, the Sm-dopant concentration plays an important role in the stability of the samples. 
The spontaneous reconversion from Sm2+ to Sm3+ appears to be related to the availability of hole 
traps, since 1% Sm-doped FA glass appears to be very stable after irradiation, whereas the response 
of 0.2% Sm-doped FA glass appears to decrease noticeably immediately after irradiation. 
Regardless of concentration, it appears that the response values of all samples appear to be stable 
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after 24 hours following the cessation of irradiation. The above result indicate that 1% Sm-doping 
is the most suitable concentration for dosimetric purposes due to the stability of the irradiated 
signal and the capability of detecting response values over a wide range of incident x-ray energies. 
While 0.2% Sm is more sensitive (Figure 5.11), its stability is worse than 1% Sm (Figure 5.14). 
5.8 Discussion and Critique 
Previous work with Sm-doped FA and FP glasses examined the conversion of Sm3+ to Sm2+ over 
large dose ranges and how these samples could be shown to be reusable through the process of UV 
Figure 5.14 Stability of varying Sm-dopant concentrations and host glass materials over time. All 
samples have been irradiated with an approximate dose of 500 Gy using a FAXITRON x-ray 
cabinet. Each data point represents an individual sample. It appears as though lower Sm-dopant 
concentrations are less stable after irradiation, although all samples appear to be stable after 
approximately 1 day. 
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exposure or thermal annealing around the glass transition temperature by reconverting the Sm2+ 
ions back to their original Sm3+ state, demonstrating their usefulness as a dosimetric detector for 
MRT. Overall it has been shown that after long periods of irradiation, photodarkening is present 
in both FA and FP glass samples, although the changes in absorbance for FA glasses are primarily 
in the UV region, whereas FP glasses can become so dark that they may become of little use for 
high-dose dosimetry. These results confirm the findings of this research, which show that when 
1% Sm-dopant FA and FP samples are exposed to identical irradiation conditions, the response 
values are higher for FA glasses than FP as shown in Figure 5.10, Figure 5.11, and Figure 5.14. 
Overall, the properties of FP glasses are better understood than those of FA glasses, which makes 
them useful for research purposes. FP glasses have evidence of phosphorous-oxygen hole and 
electron centers (POHC and POEC) which have been well studied [27], while the hole traps within 
FA glasses are tentatively associated with fluorine complexes and oxygen contamination [45 -4647 8]. 
The conversion of Sm3+ to Sm2+ is controlled by a hole trapping process, which is clearly evident 
when we compare the overall response values of FA glass samples in which the Sm-dopant 
concentration has been varied, as in Figure 5.10 and Figure 5.14. These indicate that the increase 
in the number of total electron acceptors, Sm3+ ions, does not lead to a higher conversion, i.e. 
response. This result is somewhat non-intuitive, but is apparent when comparing the response 
values of 0.2% and 5% Sm doped FA glasses in Figure 5.10 and Figure 5.14, which have a marked 
difference in response values to the same irradiation conditions. While lower concentrations lead 
to larger a conversion from Sm3+ to Sm2+, there is a trade off in the stability of the sample. Figure 
5.14 indicates that 1% Sm-doped FA is a stable sample that does not change after irradiation while 
still showing strong conversion, and is an ideal candidate for MRT dosimetry purposes. 
The dose rate and energy dependence of dosimeters is an important consideration. MRT 
relies on adjacent healthy tissue aiding in the repair of tissue damaged from radiation. The success 
of MRT requires minimal movement of the patient in order to prevent "smearing" of the 
microbeams which would cause a decrease in the PVDR. MRT uses dose rates up to thousands of 
Gy/s, so the response of the detector should not change as the incident dose rate is altered. Figure 
5.10 indicates that there is no evidence of a dose rate dependence resulting from the irradiation of 
the samples, which is an important discovery in this work. It appears that the conversion from 
Sm3+ to Sm2+ and the hole trapping process is not influenced by the flux of incident x-rays.  
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The dependence of the response on the incident dose is shown in Figure 5.12 at different 
photon energies. It is important to emphasize that each point represents a different sample so that 
the dose is not accumulated dose. Using a single sample and then carrying out measurements from 
one dose to the next would not necessarily represent the true response vs. dose characteristics 
because in the latter case the dose would be a "cumulative dose". The dependence of the response 
on the x-ray energy can be understood from the dependence of the actual energy deposited as the 
photon energy increases. Although the incident dose in air is the same for all the exposures (1 kGy 
in air) in Figure 5.11, the deposited energy in the FA glass decreases with photon energy because 
the photoelectric effect’s cross section falls more rapidly with energy than the linear attenuation 
coefficient; around 40 keV, they are approximately the same. Consider the change in the response 
in Figure 5.11 from 40 keV to 130 keV. The photon fluence ph in the two cases are different. We 
can calculate ph from the Boone equation [49],  
ph
2
1
ln
c
a b E E
E
 =
+ +
 [photons mm− mR−]     (5.3) 
here E is the photon energy in keV, and a = −5.0233−, b = 1.8106−, c = 0.0088387. 1 kGy 
in air is equivalent to 114 kR so that Equation (5.3) at 40 keV gives ph = 2.41×1015 photons cm−, 
and at 120 keV it gives ph = 2.24×1015 photons cm−, a small difference of about 7%, The change 
in the fluence along with the large reduction in the energy absorption coefficient en can provide 
a qualitative explanation of the energy dependence in Figure 5.11 and Figure 5.12. The attenuated 
photon fluence within z is phz where  is the linear attenuation coefficient. The total energy 
deposited, Edeposited, into a volume within z from the surface per unit area (cm−) would be, 
3 19
deposited en ph( / )( 10 1.602 10 )( )E E z  
− =       [J cm−]  (5.4) 
in which the photon energy E is kept in keV. Using the photon fluence from Equation (5.3) and 
the appropriate values for en for the FA glass, within 20 m, the deposited energy at 1 kGy is 183 
J cm− at 40 keV. It is smaller at 130 keV with values of 18 J cm− for the photoelectron effect and 
41.3 J cm− for incoherent scattering, a total energy deposition of 59 J cm−, a decrease by a factor 
of 3 from 40 to 130 keV at the same dose level. One can immediately see that the difference can 
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qualitatively explain the reduction in the response with increasing photon energy. The deposited 
energy would change the concentration of structural defects created and hence the concentration 
of hole traps needed for the Sm3+ to Sm2+ conversion as previously discussed [27 - 34]. While the 
experimental results can be explained qualitatively from fundamental physical arguments, a 
detailed kinetic model would be needed that has multiple rate equations to predict the exact 
dependence, which is beyond the scope of this paper.  
Ideally, the detector medium should be tissue equivalent so that the measured deposited 
dose is similar to dose in tissues. Tissue equivalent detectors, such as diamond detectors [18,50] 
are obviously very attractive in dosimetry. Unfortunately, Sm-valance conversion in glasses has 
only been seen in a few selected systems such as fluoroaluminate and fluotophosphate glasses, 
which are not tissue equivalent. Nonetheless, there is still much research interest in finding host 
material which are closer to being tissue equivalent.  
The response of a dosimeter is generally a function of the radiation beam quality and the 
beam energy. For MRT purposes there is currently not a mutually agreed ideal energy for treatment 
purposes. Ideally, a dosimeter should not have a strong energy dependence. In practice however, 
when measuring an incident x-ray energy range that varies over hundreds of kiloelectronvolts, the 
response of a dosimeter will require calibration. The energy range can differ widely depending on 
the application and the target, from small animal experiments, to the eventual treatment of human 
patients. What is of primary importance is the incident x-ray energy range is sufficient to penetrate 
deep into the desired region of the tissue, the maximization of dose rate, the PVDR, and increasing 
the energy in order to reduce the overall dose that is deposited near the exterior of the subject, thus 
minimizing surface dose. Figure 5.12 indicates that a wide range of doses can be detected by 1% 
Sm-doped FA glass at multiple energies and is a suitable candidate for MRT purposes. Figure 5.13 
indicates that at high doses (1 kGy) and lower energies such as 40 keV, the response R is shown 
to be constant within the first 20 µm of the Sm-doped FA glass samples, whereas for higher 
energies this does not play a significant role. The overall findings of this research illustrate that 
Sm-doped FA glasses, in comparison with Sm-doped FP glasses, are excellent candidates for high-
dose and high-resolution applications for MRT dosimetry purposes and the optimum doping level 
points to 1% Sm.  
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5.9 Conclusions 
Sm-doped Fluoroaluminate and fluorophosphates glasses have been examined for the purposes of 
high-dose measurements in microbeam radiation therapy (MRT) dosimetry. These samples utilize 
the valence conversion of Sm3+ ions to Sm2+ after irradiation as a measurement of the dose 
delivered. These two ions yield distinct and separable PL signals that can be detected using a 
fluorescence (PL) confocal microscopy system designed to separate and detect the emission 
wavelengths of these two ions. These Sm-doped glass detector plates were then characterized for 
high-dose dosimetry by investigating the detector response (defined in terms of the relative 
intensities of the Sm2+ and Sm3+ PL signals) as a function of the incident x-ray energy (using 
monochromatic x-rays at the Canadian synchrotron) as well as the dose rate and the total dose 
incident on the detector (up to 2000 Gy in air). Each irradiation and subsequent measurements 
used a new but identical sample to avoid effects arising from accumulated dose.  
Table 5.1  The best fits of R = Ro[1 – exp(−D/Do)] to the experimental data in Figure 5.12. R2 is 
the so-called R-squared goodness of fit or the coefficient of determination.  
It was found that the response of the irradiated glass plates did not show any dependence 
on the dose rate from 7×10− Gyair/s to 5 Gyair/s at 50 keV (monoenergetic x-rays). Numerous 
samples were irradiated with doses up to 2×10 Gyair and it was shown that the detector glass plates 
can be suitably calibrated over the large dose range accessed in this work, following an exponential 
behavior of the form [1 exp( / )]o oR R D D= − −  from 40 – 120 keV. The constants Ro and Do depend 
on the x-ray energy and are listed in Table 5.1. They are independent of the dose rate. Under low 
doses, the response vs. dose behavior was linear but falls below linearity at high doses. 
Energy (keV) Ro  Do (Gy) R2 Exponential fit 
120 1.94 ± 0.22 1014 ± 156  0.9902 
100 2.19 ± 0.27 789 ± 142 0.9723 
80 2.62 ± 0.32 773 ± 128 0.9752 
60 2.33 ± 0.18 359 ± 41.3 0.9840 
40 3.20 ± 0.25 423 ± 43.8 0.9860 
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The dependence of the response on the focal depth d of the objective lens from the surface 
of the sample was also investigated. The optimum depth d was determined to be 15−20 m. This 
choice of d was in good agreement with the vertical range determined by using a surface Sm2+-ion 
implanted FA glass plate. The choice of d also minimized the photodarkening effect, which had to 
be included in analysis in works [32] that did not use an optical microscope and the signals had to 
cross the whole sample thickness of several millimeters. The lateral resolution of the optical 
readout technique for measuring the response of Sm-doped FA glass plates was determined to be 
under 1 m. The readout technique was demonstrated to be capable of determining the microbeam 
profile at 50 keV at the CLS. 
Various glass sample compositions were irradiated in order to select the most suitable 
candidate for Sm-valence dosimetry. It was demonstrated that increasing the total number of Sm-
dopants leads to a smaller Sm3+ to Sm2+ conversion, while lower concentrations lead to a 
spontaneous reconversion of Sm2+ to Sm3+ within hours after irradiation, which is not desirable. 
Further, photodarkening, which has a stronger presence in FP glasses, leads to complications in 
the readout method as a result of the change of absorbance in the same region as the emitted Sm3+ 
signals. The consideration of these factors lead to the choice of 1% Sm-doped FA as probably the 
most suitable Sm-doped glass. Overall, 1% Sm-doped FA glass has shown excellent conversion 
of Sm3+ to Sm2+ over a wide range of doses and energies and has shown no evidence of any dose 
rate dependence.  
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6.1 Abstract 
Microbeam radiation therapy (MRT) utilizes highly collimated synchrotron generated x-rays to 
create narrow planes of high dose radiation for the treatment of solid tumors. Individual 
microbeams have a typical width of 30 to 50 µm and are separated by a distance of 200 to 500 µm. 
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The dose delivered at the center of the beam is lethal to cells in the microbeam path, on the order 
of hundreds of Grays (Gy). The tissue between each microbeam is spared and helps aid in the 
repair of adjacent damaged tissue. Radiation interactions within the peak of the microbeam, such 
as the photoelectric effect and incoherent (atomic Compton) scattering, cause some dose to be 
delivered to the valley areas adjacent to the microbeams. As the incident x-ray energy is modified, 
radiation interactions within a material change and affect the probability of interactions, as well as 
the directionality and energy of ionizing particles (electrons) that deposit energy in the valley 
regions surrounding the microbeam peaks. It is crucial that the valley dose between microbeams 
be minimal to maintain the effectiveness of MRT. Using a monochromatic x-ray source with x-
ray energies ranging from 30 to 150 keV, a detailed investigation into the effect of incident x-ray 
energy on the dose profiles of microbeams was performed using samarium doped fluoroaluminate 
(FA) glass as the medium. All dosimetric measurements were carried out using a purpose-built 
fluorescence confocal microscope dosimetric technique that used Sm-doped FA glass plates as the 
irradiated medium. Dose profiles are measured over a very a wide range of x-ray energies at 
micrometer resolution and dose distribution in the microbeam are mapped. The measured 
microbeam profiles at different energies are compared with the MCNP6 radiation transport code, 
a general transport code which can calculate the energy deposition of electrons as they pass through 
a given material. The experimentally measured distributions can be used to validate the results for 
electron energy deposition in fluoroaluminate glass. Code validation is necessary for using 
transport codes in future treatment planning for MRT and other radiation therapies. It is shown 
that simulated and measured micro beam-profiles are in very good agreement, and micrometer 
level changes can be observed using this high-resolution dosimetry technique. Full width at 10% 
of the maximum peak (FW@10%) was used to quantify the microbeam width. Experimental 
measurements on FA glasses and simulations on the dependence of the FW@10% at various 
energies are on good agreement. Simulations on energy deposited in water indicate that FW@10% 
reaches a local minimum around energies 140 keV.  In addition, variable slit width experiments 
were carried out at an incident x-ray energy of 100 keV in order to determine the effect of the 
narrowing slit width on the delivered peak dose. The microbeam width affects the peak dose, which 
decreases with the width of the microbeam. Experiments suggest that a typical microbeam width 
for MRT is likely to be between 20 – 50 µm based on in this work.  
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6.2 Introduction 
Microbeam radiation therapy (MRT) is a cancer treatment technique that utilizes synchrotron 
radiation to deliver large doses in narrow, parallel, and segmented planar microbeams to solid 
tumors. Irradiated healthy tissue has shown the ability to quickly repair adjacent damaged tissue, 
whereas tumors have not shown this ability and take much longer to recover [1 -2345678910 1]. In MRT low 
divergent, highly collimated x-rays pass through a multi-slit collimator (MSC) which segments 
the x-rays before it is delivered to the patient. The planar beams involved in MRT can have a width 
that is typically of the same scale as a human cell, ranging from 20 to 50 µm, and are separated by 
a distance of several healthy cells, approximately 100 to 400 µm, center-to-center distance. This 
results in regions of high dose, commonly referred to as "peaks", interspaced with regions of low 
dose, commonly referred to as "valleys". The dose delivered in the valleys is due to x-rays 
scattering, along with ejected electrons from the atoms, which diffuse away from the area of 
incident irradiation, depositing energy as they slow down in the tissue.  
The peak-to-valley dose ratio (PVDR) is of major importance to the success of MRT. The 
dose delivered must be maximized within the center region of the planar beams, while the sections 
between these beams requires minimal energy deposition in order to exploit the therapeutic effect 
of MRT. The difference between the "peak" dose and the "valley" dose can vary by thousands of 
Grays (Gy) over a distance of micrometers, and the dose distribution can be affected by the incident 
x-ray energy. Currently there is not a consensus regarding the ideal energy for clinical MRT, 
though, depending on the application and irradiation geometry, predicted energy ranges are 
between 90 – 300 keV [12 -13 14]. Radiation interactions within the regions of the microbeam lead 
to dose being deposited outside this area, into the surrounding valley region, referred to as "tails". 
The probability of radiation interactions within a material are energy dependent; within the energy 
range of interest for MRT, these interactions consist of the photoelectric effect, which dominates 
at lower energies, and atomic Compton scattering, which dominates at higher energies. Not only 
can the x-ray interactions within a given material change as a function of energy, but also the 
direction and distance travelled by the ionizing particles, which deposit dose and change the beam 
characteristics. These interactions are not simple to predict and can lead to the undesirable 
extending of the width of the microbeam into the valley region. The extended portion of the 
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microbeam beyond its original shape defines the so-called "tail" of the microbeam. The 
experimental measurement of the effect of incident monochromatic x-ray energies and the 
resulting radiation interactions on the dose distributions is examined within this paper. These 
interactions lead to the prediction of ideal energies that would minimize the extending tails, which 
are characterized by measuring the full width at various values of the maximum peak dose value. 
The quality of the beam is related to these measured width values and should be considered along 
with the PVDR.  The exact width value to utilize in human clinical medicine would need to be 
determined by the biological response of both the specific tumor and the adjacent normal tissue to 
the microbeam radiation treatment. The potential biologic variability resulting from radiation dose 
delivered to the regions adjacent to the microbeam serves as motivation for investigating the shape 
of the "tails" in detail. 
The accurate measurement and characterization of the dose distribution delivered by a 
microbeam is critical to the success of MRT. A detector must be able to simultaneously measure 
a dose range that includes low (valley) and high (peak) doses over a distance of micrometers with 
sufficient resolution. Ultimately, a two-dimensional cross-sectional image of the microbeam 
should be obtained in order to accurately measure the characteristics of the beams. Multiple 
techniques have been discussed for the purposes of MRT dosimetry including Gafchromic films, 
MOSFET detectors, and silicon strip detectors amongst others [15 -161718 9]. Extensive research has 
shown that valence conversion of rare earth ions, if embedded in a suitable host, can be used to 
measure various forms of excitation, such as x-rays, β and γ-irradiation, and photoexcitation [20 -
212223 4]. Samarium is a rare-earth that has two common valences, Sm3+ and Sm2+. Samarium has a 
particular advantage inasmuch as the distinct photoluminescence (PL) signatures of Sm3+ and Sm2+ 
ions can be easily distinguished, and emit in the orange and red visible spectral regions, which are 
well suited for detection by sensitive photomultiplier tubes. The dose delivered to the sample can 
be readily measured by detecting the amount of conversion of ions from the trivalent state (Sm3+) 
to the divalent state (Sm2+). The conversion process strongly depends on the host material. 
Previous research has demonstrated that fluoroaluminate (FA) glasses have shown excellent 
conversion of these ions over a large dose range, and can be used to measure microbeam profiles 
with a resolution on the order of micrometers [25  -2627282930313233 4]. Additionally, it has been shown that if 
the concentration of Sm3+ within the glass composition is too high, valence conversion is minimal. 
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Conversely, if the Sm concentration is too low, it can cause the spontaneous reconversion of Sm2+ 
back to Sm3+. Overall, it was found that Sm 1% FA glass shows strong conversion with excellent 
stability and is an ideal candidate for MRT dosimetry; therefore this concentration is used 
throughout the paper to maintain good sensitivity and stability [34]. Measurement of the PL from 
Sm3+ and Sm2+ ions in irradiated FA glass samples are done using a custom fluorescence confocal 
microscopy detection system that is tuned to the emission wavelengths of these ions. The confocal 
microscopy system collects a high-resolution, two-dimensional image, which can be transformed 
into a one-dimensional profile by averaging along the axis of the microbeam. These resulting beam 
profiles allow for the measurement of small changes in the overall shape of the beam that result 
from the modification of the incident x-ray energy. 
The change in the beam profile due to the photoelectric effect and Compton scattering can 
be modeled using a Monte Carlo transport code, such as GEANT, EGS, PENELOPE or MCNP.  
These codes have been used to simulate the photon and electron transport and deposited dose 
distributions within a selected material. Indeed, MC simulations have been used as a way of 
optimizing MRT conditions [35  -363738394041424344 5]. Use of a code determines how contributions from the 
photoelectric effect and scattering affect the beam profile at multiple energies by assuming a 
monochromatic, collimated x-ray energy source. Simulations using MCNP6 have been performed 
in both Sm-doped FA glass and in water, the latter of which can be used as an approximation for 
human tissue. Small changes resulting from the dose deposited by ejected and scattered electrons 
and photons cannot be accurately measured in tissue; however, the beam profiles in Sm-doped FA 
glass can be measured with a resolution at the micrometer level, which can be used to verify the 
MCNP6 code calculations for dose distributions. In this paper we show that the predicted and 
measured changes in the beam-shape are in very good agreement and that the MCNP6 code can 
be used to predict optimization conditions for therapeutic purposes. 
The aim of this work is to demonstrate that the spatial resolution and dynamic range of Sm 
doped FA glasses allows for the verification of MCNP6 simulations of absorbed dose, including 
the effects of photoelectrons and Compton scattered electrons, in materials. This will aid in the 
optimization of treatment planning for MRT. The results show that the experimental measurements 
performed over the available energy range (30 keV to 150 keV) at the Biomedical Imaging and 
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Therapy (BMIT) beamline at the Canadian Light Source (CLS) are in good agreement with 
simulated results. In addition to the incident energy playing an important factor for treatment 
purposes, the selection of the microbeam width is critical in order to utilize the desirable tissue 
sparing effect associated with MRT. Increasing the microbeam width can lead to the decrease of 
the tissue sparing effect [40,45 - 464748 9]. However, if the slit width is decreased significantly, MCNP6 
transport codes show that the maxima of the peak is decreased. Put differently, as the slit is 
narrowed, the fraction of electrons ejected from within the beam interacting with the target material 
results in dose distributions with significant top rounding and decreasing maxima of the central 
peak. This decrease in peak dose intensity is related to the dose deposited into the tails, because 
the peak radiation becomes "spread"; the ratio of dose in the tails compared to the dose in the peak 
region increases greatly with small slit widths (<20m). The variable slit width simulations are 
verified by experimental results. The findings in this paper compare the experimental and 
measured values of slits with variable width at 100 keV.  It should be mentioned in passing that 
while the beam width is a critical issue towards the success of MRT, microbeam separation is also 
an important factor as highlighted in [6,9,50]. 
Currently MRT is not available for human clinical trial stages; the optimization of 
treatment conditions is of critical importance before trials can be attempted. It is known that the 
dose deposited between microbeams reduces the overall desirable effects of MRT and it has been 
shown that dose in the valley regions has a greater influence on tissue response when compared to 
the peak regions [51 - 52 3]. By using Sm-doped FA glass plates we can measure changes on the 
order of micrometers that show the energy deposited by the ionization of ejected electrons and 
scattering from photons cause dose to be deposited away from the region of initial irradiation. 
Importantly, these regions show significant change as a function of the monochromatic incident x-
ray energy. The findings of this paper show that the experimentally measured microbeam dose 
distributions in FA glass closely match simulations performed by MCNP6 code. In practice, most 
MRT treatment involves polychromatic energy sources in order to maximize the dose rate 
delivered to a patient, however, the understanding of interactions at single energies is important in 
the guiding of treatment planning as well as understanding the basic processes.  Polychromatic 
energy sources can be easily modeled as a linear combination of spectrum of individual energies. 
136 
 
The experimental verification of this code demonstrates the high level of confidence that can be 
placed in the predictions of these simulations in biomaterials, such as human tissue.  
6.3 Experimental Procedure 
The synthesis of fluoroaluminate glasses was carried out by using a melt quenching technique 
which has been described previously [25-34]. Starting materials were mixed in a dry nitrogen 
atmosphere and loaded in a carbon crucible which was then loaded into a RF furnace at 1000 °C 
and held at that temperature for 120 minutes. The glass was then quenched on a temperature 
controlled plate at 380 °C and annealed for 8 hours in an argon atmosphere to prevent cracking. 
The composition for the glass in molar percentage is 10.0 MgF2 – 35.0AlF2 – 20.0CaF2 – 10.0SrF2 
– 14.0YF3 – 10.0BaF2 – 1.0SmF3. After samples were synthesized, they were cut into 
approximately 2 mm by 3 mm pieces and polished to optical quality prior to irradiation. 
  Samples were irradiated at the Biomedical Imaging and Therapy (BMIT) 05ID-2 beamline 
at the Canadian Light Source (CLS, the Canadian synchrotron). The facilities at the BMIT 
beamline allows for the selection of monochromatic x-rays using a double crystal bent Laue 
monochromator that can be tuned from 30 to 150 keV with a resolution (ΔE/E) of 10-3. Previous 
work with 1% Sm-doped FA glass has shown that there is no dose rate dependence to the response 
of the material, so the maximum available incident dose rate was selected in order to perform 
experiments in a timely manner [34]. The total dose delivered to the sample was measured by a 
high dose rate ionization chamber (model 31022 PTW-Freiburg). The response of the FA glass to 
radiation has been shown to be energy dependent [34] so samples irradiated with 30-90 keV x-
rays received a total of 200 Gyair, and those irradiated with 100-150 keV x rays received doses of 
1000 Gyair.  The doses delivered with the 100-150 keV x-rays were chosen so as to maintain 
appropriate signal-to-noise ratios at the higher energies. All beam profiles are normalized to their 
measured maximum response value. Samples were irradiated in the dark and wrapped in aluminum 
foil until readout experiments were complete.  
Two sets of investigations are described here. The first investigation of the change of beam-
shape as a function of incident x-ray energy was performed at the CLS using a MSC. X-ray 
exposures were done using a spatially broad beam irradiation, which passes through an MSC with 
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75 total slits with a width of 50 µm and a center-to-center spatial periodicity of 400 µm. The 
tungsten collimator was manufactured by Usinage et Nouvelles Technologies and the length of 
each tungsten slit is 8 ± 0.05 mm. Samples were placed a distance of 25 cm behind the MSC in the 
center of the beam for uniform irradiation conditions at individual microbeams.   
The second investigation examined distributions created by a single slit of varying width.  
For these measurements, tungsten alloy blocks with a thickness of 4 cm were polished to a mirror 
finish. After the tungsten blocks were polished, spacers were used to adjust the slit width ranging 
from 7.8 µm to 110 µm. The samples were irradiated at an energy of 100 keV with a total dose of 
400 Gyair as measured by an ionization chamber. The MSC and tungsten blocks were aligned using 
a rotational and translational stage and were rotated until a maximum fluence was measured using 
a (Hamamatsu) AA60+CCD detector. 
After irradiation, samples were mounted on a microscope slide and read out using a custom 
confocal fluorescence microscopy readout system, which has been described in detail elsewhere 
[34]. A modified confocal microscope (MultiProbe 2001 TM CLSM, Molecular Dynamics) serves 
as a measurement apparatus, and uses a 473 nm diode-pumped solid-state laser as an excitation 
source. Upon excitation, Sm3+ and Sm2+ ions emit distinct and separable PL signals, which are 
guided from an objective lens and then collected by a pair of photomultiplier tubes (PMTs) tuned 
to each ion’s emission signal. The Sm3+ and Sm2+ emissions are separated using a 650 nm dichroic 
mirror that splits the signals into two beams that are steered towards two PMTs fronted with a 600 
nm filter (595 - 615 nm FWHM), and a 660 nm filter (660 – 720 nm FWHM), respectively. The 
PL spectra of Sm3+ and Sm2+ ions are shown in Figure 6.1. A two-dimensional image of the Sm-
doped glass plates is recorded using a galvo mirror which raster-scans the surface of the glass 
within the field of view of the objective lens. To achieve the high-resolution scans used in this 
paper, single microbeams had to be measured. Focal depth of the incident laser is set to be 20 µm 
from the surface of the glass which allows for a larger PL signal collection without attenuation 
from the glass itself. 
Once the samples have been measured and digitized from the fluorescent confocal 
microscope system, a background subtraction is performed using an unirradiated sample with the 
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same dimensions in the x and y directions. The intensity for an individual point within a two 
dimensional image is then calculated as, 
Response (𝑥𝑖, 𝑦𝑖) ≡  
IPMT(2+)
IPMT(3+)
|
Irradiated (𝑥𝑖,𝑦𝑖)
−   
IPMT(2+)
IPMT(3+)
|
Non−irradiated (𝑥𝑖,𝑦𝑖)
       (6.1) 
where IPMT(2+) and IPMT(3+) are the measured signals at coordinates xi, yi from the PMTs which 
are tuned to the emission wavelengths of Sm2+ and Sm3+ ions respectively. After the background 
subtraction has been performed, the section around an individual microbeam is cropped and 
rotated. In order to average the two-dimensional image into a one-dimension profile, the image is 
rotated using a custom MATLAB program. This program fits a first order Gaussian across the 
cropped section of the measured image and measures the full width at half maximum (FWHM) as 
a function of rotational angle in steps of 0.01° until a minimum value is found. After the image 
has been rotated, the profile is averaged along the microbeam that is parallel to the y-axis. An 
example of a microbeam after cropping and rotation is applied is shown in Figure 6.2.  
Uncertainty in the measured values were determined using a uniformly irradiated Sm-
doped glass plates. Multiple samples were irradiated with a total dose of 240 Gyair at an energy of 
50 keV, and each sample was vertically scanned through the beam ten times at a speed of 1 mm/s 
to ensure the total dose delivered was constant across the sample. After irradiation, samples were 
readout using the confocal microscopy system, a background subtraction was performed, and all 
uniformly irradiated Sm –doped glass plates were averaged in order to remove errors related to 
glass defects that may be present. Overall, nine uniformly irradiated Sm-doped glass plates were 
averaged. The resulting response value across the field of view should be constant. However, when 
evaluating the response across the field of view, there was an observed standard deviation of 4.57% 
across 120,531 data points. The error bars of measured values used throughout this paper are taken 
from this deviation in the measurement procedure.    
The measured dose distributions have been compared to dose distributions calculated using 
the MCNP6 computer code [54]. MCNP6 is a generalized radiation transport computer code 
developed at Los Alamos National Laboratory for the nuclear weapons program. The software 
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development was initiated in 1957and continuously updated and improved through the decades 
and years with the latest updated version of 6.2 in January 2018. Because it is a general radiation 
transport code that can model complicated geometries and can follow multiple radiation particles, 
it has become widely used for modeling nuclear reactors, particle accelerator interactions and for 
medical physics applications [35,36,41]. The original MCNP only followed neutrons and photons, 
but the present 6.2 version supports the transport of various particles, including electrons and 
photons. Electron transport is important, since photon interactions within matter results in the 
ejection of energetic electrons from the atoms. Those electrons passing through matter deposit 
energy as radiation dose away from the point of the initiating interaction between the irradiating 
beam photon and target electron interaction.  
For these calculations, the default cutoff minimum energy of 1 keV was used for both 
photons and electrons.  This cutoff means that when a particle’s energy is reduced to 1 keV or 
below, the particle is eliminated from the calculation and the remaining energy is deposited at that 
point.  A computational cutoff energy of 1 keV has been shown to be appropriate for calculations 
such as this [55,56]. 
Two sets of calculations were performed, one with a multi-slit collimator (MSC) having 
75, 50 µm wide slits spaced every 400 µm and the other set being a single slit of a variable width: 
7.6, 15.2, 22.8, 50.8, and 110 µm.  For the simulations with the MSC, the source was modeled as 
being 0.4 cm wide and 2 cm high and for the single slit calculations the source width was set at 
100 µm wide and 2 cm high for the 7.6, 15.2, 22.8, and 50.8 µm slit widths and 520 µm wide by 
2 cm high for the 110 µm slit width.  All simulation models used tungsten collimators downstream 
of the source, duplicating the experiments.  The divergence of the CLS beam in this experimental 
setup is 0.2 milliradians in the vertical direction and 4 milliradians in the horizontal direction and 
because of this small divergence compared to the length of the collimators, it was set to zero for 
these calculations. However, this simulation allows for scattering of x rays by the tungsten 
collimators. The calculations with the MSC used 2 × 1010 source photons; the single slit 
calculations with the 100 µm wide source used 5 × 109 source photons and the single slit 
calculation with the 520 µm wide source used either 1 × 1010 or 2 × 1010 source photons depending 
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on the statistics.  The uncertainty in the calculated peak dose as provided by MCNP was maintained 
in the 0.1-0.3% range.   
The composition of the glass, as provided in the beginning of Section 2, was assumed to 
be uniform with a density of 3.74 g/cm3.  The dose distributions within the glass were calculated 
within the first 20 µm from the surface, the focal depth of the conformal microscope. Dose 
distributions were calculated along the horizontal plane ("x" direction) with data tallied every 1 
µm.  This was accomplished with the MESH tally feature of MCNP6 which allows a computational 
grid to be laid over the volume of interest without specifically dividing the sample into discrete 
cells.  
Figure 6.1 PL spectra of irradiated (red) and non-irradiated (blue) 1% Sm FA glass which 
shows the presence of Sm2+ ions after x-ray exposure (data taken from [34]). 
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6.4 Results  
Samarium doped fluoroaluminate glasses are of particular interest and usefulness for the study of 
electron transport in a material. As high energy x-rays pass through the Sm-doped glass, electrons 
are ejected through the photoelectric effect or atomic Compton scattering. When these ejected 
electrons pass through the glass matrix, outside the central x-ray beam, the samarium ions, which 
usually reside as Sm3+, gain an electron and convert to Sm2+. The dose delivered can be measured 
by the change in the well-defined and separable PL signatures shown in Figure 6.1. Using this 
valence conversion allows for the measurement of microbeam profiles, and by increasing the 
incident x-ray energy from 30 to 150 keV it is clearly evident that the interactions that occur within 
the region of the microbeam, in fact, cause some of the dose to be deposited outside the region of 
the slits. Figure 6.2 compares the two-dimensional images and one-dimensional normalized 
Figure 6.2 (left) Two dimensional normalized graphs of microbeams with incident energies of 30 
keV and 150 keV after processing. Images of 30 keV microbeams show sharp edges, whereas at 
150 keV energies there is noticeable blurring. (right) Normalized one-dimensional profiles of the 
images after averaging along the microbeam, parallel to the y-axis. Changes in the "tails" around 
the beam peaks are clearly visible. All of the above graphs are shown on a log scale for intensity. 
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profiles of microbeams in a 1% Sm doped FA glass plate with identical irradiation geometry at 
monochromatic x-ray energies of 30 keV and 150 keV, which shows the remarkable and distinct 
changes in the dose delivered. In order to achieve high resolution, single 50 µm wide microbeams 
are measured within a 0.75 × 0.75 mm field of view.  The change can be further observed as the 
incident energy is modified in 10 keV steps from 30 keV to 150 keV. If the normalized and stacked 
beam profiles are compared from the center of each microbeam over the available energy range, 
the results indicate that the "tails" surrounding the area adjacent to the 50 µm wide microbeams 
extend within the Sm-doped glass, as shown in Figure 6.3. As a way of quantifying the 
measurement of the change in beam profile, the full width at percentages of the maximum 
normalized heights were measured. These widths aid in the understanding of the beam quality and 
should be considered alongside the PVDR. While the FWHM of the one dimensional beam profiles  
Figure 6.3 Measured profiles of 50 µm width microbeams in 1% Sm FA glass from 30 to 150 
keV taken from the center of the width of the beam. Insert shows log-scale of data to better 
demonstrate the change of the surrounding "tails" which widen as a function of energy. Left and 
right sides of the beam are averaged for each profile. As the energy is increased there is a decrease 
in the PVDR within the bulk Sm-doped glass sample. 
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Figure 6.4 Changes in the full width (FW) at various percentages of the maximum vs the incident 
x-ray energy. These values are compared to the calculated MCNP values which show that the two 
are in excellent agreement and that the 1% Sm-doped FA glasses can be used as a verification of 
the calculated transportation of ejected and scattered photons and electrons within various 
materials. 
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shows minimal change as the incident x-ray energy is increased, the full width at values of 5% or 
10% demonstrate obvious widening, as is shown in Figure 6.4. 
 A key requirement in the success of MRT is the collimation of the beam source of the 
incident x-rays prior to passing through the MSC. While synchrotron generated x-rays exhibit 
minimal divergence, it is not entirely absent from the wiggler source. The beam divergence in the 
horizontal and vertical direction, while quite small, are not identical. The divergence at the BMIT 
beamline is 0.2 mrad in the vertical direction and 4 mrad in the horizontal direction. Simulations 
performed using MCNP6 assume x-rays of normal incidence with no divergence. To investigate 
how a small change in divergence may affect the overall beam-shape, the orientation of the MSC 
was changed from the vertical to horizontal direction at energies ranging from 30 – 120 keV. 
Figure 6.5 compares the horizontal and vertical orientations at multiple energies and indicates that 
Figure 6.5 Comparison of measured widths at 10% of the maximum for the MSC that align with 
vertical MSC orientation, with a divergence of 0.2 mrad, and that of horizontal MSC orientation, 
which has a beam divergence of 4 mrad. These results for the horizontal and vertical beam 
divergence are in close agreement with each other, as well as the simulated values over the x-ray 
energy range investigated (30 – 120 keV). 
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there is not a significant change in the full width at 10% of the maximum intensity over the energy 
range investigated. Since the MCNP6 model does not include divergence of the beam, these 
findings indicate that the comparisons between simulated and measured values are not 
substantially changed by scattering within the collimator, so long as the divergence is minimal.  
Figure 6.6 As the MSC is rotated out of alignment, the beam width will narrow. The measured 
narrowing was not observed to be significant until the collimator is misaligned by 0.052°, which 
is unlikely to occur experimentally. This figure shows the change in normalized beam profile (top) 
and width changes (bottom) for incident x-ray energies of 50 and 100 keV. These x-ray energies 
were chosen to determine if the change in scattering within the collimator and improper 
misalignment would significantly affect the beam shape.  
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MSC alignment was also examined to determine if a slight misalignment can significantly 
modify the microbeam profile through internal scattering and geometry changes of the 
experimental set up. If the MSC is misaligned it could hypothetically produce a change in beam 
profile that could be misattributed to effects brought on by a change in the incident x-ray energy. 
By measuring a maximum x-ray fluence as a function of rotational angle using a CCD detector, a 
center alignment point was determined. The MSC was then purposely misaligned from the smallest 
step size of 0.004° to 0.160° at energies of 50 and 100 keV. Figure 6.6 shows no significant change 
in the overall beam-shape until the MSC is misaligned to 0.052°, which is unlikely to occur during 
experimental set up. Overall, these results indicate that experimental and simulated values are in 
very good agreement. 
Simulated beam profiles for monochromatic x-ray energies in 1% Sm-doped FA glass 
using MCNP6 simulations are shown in Figure 6.7 shows over an energy range of 30 - 150 keV 
which demonstrating the widening of the tails of the microbeams and the rounding of the peak 
values. If the contributions to the x-ray attenuation coefficients of two materials of interest are 
compared, as in 1% Sm-doped FA glass and water shown in Figure 6.8, we can see that the 
transition from the photoelectric effect to atomic Compton scattering occurs at energies of 28 keV 
and 160 keV for water and 1% Sm-doped FA glass, respectively. Using MCNP6 simulations, 
monochromatic microbeams were calculated in the center of an 8-cm sphere of water and at a 20 
µm depth of 2 mm thick Sm-doped FA glass.  Figure 6.8 (b) shows that the FW@10% gradually 
increases for FA glass over the energy range from 50 – 300 keV. However, we see that over the 
same energy range in water, there is an observed increase in FW@10% up to 100 keV, after which 
these features begin narrowing until a minimum is reached at approximately 150 keV.  This energy 
range (120-200 keV), leads to energy being deposited within the microbeam region and leads to 
the minimization of the surrounding "tails". If the dose deposited in the surrounding area is 
reduced, the tissue adjacent to the tissue has less dose deposited, which is ideal for therapeutic 
applications. 
In addition to incident x-ray energy having a significant effect on the PVDR, the size of 
the slit width can cause a change in the intensity of the beam center, or peak dose, which has been 
previously reported [40,46 - ,47,48, 9]. This effect is due to electron trajectories leaving and photons 
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scattering out of the sections of irradiation, and is not due to attenuation. The incident x-ray dose 
was measured to be the same prior to passing through the collimator at variable slit widths. The 
resulting peak intensity decreases with slit width, as is shown in Figure 10. These variable slit 
widths were examined at an incident x-ray energy of 100 keV, which show that the enhanced 
intensity in the "tails" adjacent to the beam is correlated with the decrease in peak intensity. Figure 
10 compares measured and simulated peak intensities as normalized to the maximum intensity of 
the 110 µm slit width. Figure 11 compares the peak intensity decrease in 1% Sm-doped FA glass 
against the slit width, where widening of the beam is pronounced through scattering and the 
photoelectric effect. 
Figure 6.7 Simulated monochromatic microbeams from 30 – 150 keV in 1% Sm-doped FA glass. 
The beam profile widens over this energy range. Note that there is barium present in the FA glass 
material, and a barium K-edge at 37.4 keV, which causes the pronounced beam-shape change 
between 30 and 40 keV. 
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6.5 Discussion 
Samarium doped fluoroaluminate glass has been used to measure the dose distribution of 
microbeams using monochromatic incident x-ray energies. The dose delivered to the sample can 
be measured by detecting the resulting distinguishable photoluminescent spectra from the 
conversion of Sm3+ to Sm2+ as shown in Figure 6.1.  Since the sample is uniformly doped with 
Sm-ions within the glass matrix, the maximum resolution is limited by the optical readout and can 
reach sub-micrometer level [26-32,34]. In order to achieve this high resolution, single microbeams 
are measured to experimentally determine the changes to the beam quality using monochromatic 
x-rays, such as changes to the peak dose and extending "tails" surrounding the microbeams.  
One of the commonly used methods to describe the beam quality used in MRT is the 
PVDR. While selecting the peak dose is a trivial task, the determination of the valley dose is more 
difficult. The valley dose is of significant clinical importance, as the healthy tissue in the valleys 
Figure 6.8 (a) Contributions of the photoelectric effect (blue) and incoherent scattering (red) 
attenuation coefficients for water (dotted line) and 1% Sm-doped FA glass (solid line). The 
crossover from the photoelectric effect to scattering occurs at approximately 28 keV for water and 
160 keV for 1% Sm-doped FA glass. (b) Simulated values for the FW@10% maximum of 50 µm 
microbeams in water and 1% Sm-doped FA glass from 30 keV to 300 keV. In the glass material 
the beams widen over the energy range from 50 – 150 keV whereas in water the beams widen 
from 50 – 90 keV and then begins narrowing from 100 – 140 keV. The regions where the 
microbeam widths narrow are ideal energies for clinical MRT in human patients. 
 
149 
 
is responsible for the recovery of adjacent irradiated tissue. If the peak dose delivered to a patient 
is on the order of hundreds of Gys, then the extending of the "tails" can deliver a dose that is 
harmful to adjacent tissues and diminishes the beneficial bystander effect. The measured and 
simulated values of the widths are compared and are seen to be in good agreement; indicating that 
the MCNP6 code used to calculate the transportation of electrons and photons are experimentally 
validated. As mentioned above, single microbeams are experimentally measured using this high-
resolution measurement technique. As a result, effects such as the field size or center to center 
spacings are not necessary to be considered, which with multi-slit collimators have an important 
effect on the PVDR, as demonstrated by [7,9,13,38,39,42,46,47,56]. The aim of this work is to 
examine the influence of monochromatic x-rays on the dose distribution and so effects that account 
for multiple microbeams are not investigated, although they remain important factors for MRT 
treatment planning. 
The dose distribution in the "tails" surrounding the center of each microbeam show clear 
signs of broadening within Sm-doped FA glass as the x-ray energy is increased (Figure 6.2 and 
Figure 6.3). This broadening is attributed to contributions from radiation processes occurring over 
an energy range within the given material. Over the energy range investigated in this paper, the 
interactions are limited to the photoelectric effect, and coherent (Rayleigh) and incoherent (atomic 
Compton) scattering [57]. Incident x-rays interact with atoms and causes energy to be deposited 
via the ejection of charged particles, i.e. electrons, and their transport through the medium. In the 
case of the range of energies used in MRT, energy is deposited either through the photoelectric 
effect or atomic Compton scattering; as Rayleigh scattering is a coherent interaction, this process 
does not result in any energy deposition, although scattered photons can still deposit dose 
elsewhere. In the interaction, the photons can be scattered or absorbed and the electrons are ejected. 
After ejection, the electrons slow down, depositing energy through scattering and ionization of the 
medium.  
The photoelectric effect and Compton scattering are processes that cause electrons to be 
ejected from atoms and deposit dose. The photoelectric effect is the dominant process for lower 
energy x-rays. Photoelectrons can be ejected into any direction, although there is a higher 
probability of ejection in the same direction as incident x-rays [57,58]. As the incident x-ray energy 
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is increased, the photoelectron is more likely to be ejected in the forward direction [57,59]. In 
addition to the ejection angle range narrowing at higher energies, the energy and range of the 
photoelectron will increase within a given material, which will affect the regions in which energy 
is deposited.  
Additionally, the dose profile will be influenced by scattering interactions, which can be 
divided into either coherent (Rayleigh) or incoherent (Compton) scattering. In Rayleigh scattering, 
the energy of the incident photon is unchanged, only the direction of the x-ray. However, this 
photon can deposit energy elsewhere in a material after changing its path. Conversely, in Compton 
scattering, a portion of the energy is transferred to the electron. The amount of energy transferred 
in the collision depends on the angle of the scattered photon. The photon energy is maximum when 
scattered in the forward direction, however, the energy of the ejected electron is maximum when 
the photon is backscattered at a 180° angle. Only a portion of the energy of the photon is transferred 
to the ejected electron in Compton scattering. The maximum energy of the ejected electron is much 
less than that of the incident x-ray energy, for example, a 100 keV incident x-ray can depart a 
maximum energy of approximately 28 keV to the ejected electron if the photon is backscattered. 
As the incident x-ray energy is increased, the photon is more likely to be scattered in the forward 
direction and thus the electron is ejected at a wider angle.  
At higher energies a photoelectron is more likely to be ejected in the same direction as the 
incident microbeam, whereas an ejected electron from atomic Compton scattering will be more 
likely to ejected away from the direction of the incident microbeam. Additionally, the energy of a 
photoelectron will be larger than that of an ejected electron from atomic Compton scattering within 
the energy range of interest in MRT, and will travel a greater distance within a material, causing 
ionization along the path. The probability of these two interactions occurring change as a function 
of energy, and is dependent on the material in which the interactions are taking place. Accounting 
for all directional radiation contributions, the incident x-ray energy causes changes in the beam 
profile are that complicated to predict. Works by [12-14,36,38,39,56] have shown noticeable 
changes to the beam shape by modifying the incident x-ray energy, and verification of the predicted 
changes to the properties of microbeams is crucial. Livingstone et. al. [12] have demonstrated the 
capability of comparing experimental results to Monte Carlo simulations using a microDiamond 
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detector. However, the high-resolution measurement of subtle changes to the beam quality, and 
the comparison of the results with MCNP6 transport codes over a large energy range presented in 
this work have not been examined systematically before. 
The probability, directionality, and energy of these ionizing particles show an overall 
widening of the microbeams within 1% Sm-doped FA glass, which is verified by MCNP6 
simulations, as shown in Figure 6.4. Further, Figure 6.7 illustrates the widening of microbeams 
within the Sm-doped glass dosimeter as calculated by the MCNP6 code. If we then extend the 
energy region of interest up to 300 keV through simulations, which is beyond the energy range of 
the 05ID beamline at BMIT facilities at the CLS, we see that predicted microbeams show widening 
in 1% Sm-doped glass, shown in Figure 6.8 (b). However, if we consider these same conditions in 
a material such as water, which can be used as an approximation for human tissue, then we observe 
that the crossover of radiation interactions from the photoelectric effect to scattering occurs at a 
much lower energy, as is shown in Figure 6.8 (a). This change in interaction probabilities and 
energies results in the observed features in water in Figure 6.8 (b). We see that the contributions 
from the photoelectric effect and incoherent scattering cause an increase in the width (FW@10%) 
of the beam from 50 to 90 keV, followed by a narrowing from 100 to 140 keV, and widening from 
140 keV onward. It is this local minimum in water (in Figure 6.8 (b)) from 120 to 200 keV that 
results from radiation interactions depositing dose in the same direction as the incident x-rays and 
should be considered as an ideal energy range for therapeutic applications, whether the incident 
energy is monochromatic or not.  
Ideally, a dosimeter should be tissue equivalent so that dose distributions within the 
dosimetric material resemble dose deposited in human patients. In the case of Sm-doped glasses, 
the material cannot be considered to be tissue equivalent. This is a result of the relative difficulty 
of synthesizing glass materials that are transparent and are capable of Sm3+ to Sm2+ conversion 
upon exposure to ionizing radiation. Indeed, samarium valence conversion has only been observed 
in a few select materials, such as fluoroaluminate and fluorophosphate glasses. There remains 
much interest in finding host materials that are transparent, exhibit conversion, and are closer to 
being tissue equivalent.  
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After samples have been irradiated, they are readout at a focal depth of 20 µm to maximize 
the recorded response signals. At present, readout of the beams in three dimensions are not possible 
using the current confocal microscopy system. However, it would be of great interest to measure 
the dose deposited as a function of depth at various energies in order to determine how this might 
change the beam quality. Future work is planned to investigate the distribution of dose within 
various materials through simulations, but experimental verification of electron transport in the 
MCNP6 code is a much more immediate and challenging task.  
In order to maintain the desirable tissue sparing effect resulting from repair of adjacent 
healthy tissues from MRT, slit widths must be kept smaller than some threshold value, typically 
Figure 6.9 Variable slit widths with incident energy of 100 keV with the identical doses delivered 
before passing through a collimator of variable width. Solid lines represent simulated profiles and 
dots represent measured values. As the slits narrow, the dose delivered at the peak of the 
microbeam decreases.  
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on the order of single cell dimensions. However, if the slit width is exceedingly small, it can lead 
to a significant decrease of the overall energy deposited within the microbeam region, which is 
shown in Table 6.1, the calculated reduction of the center intensity as a function of slit width, 
compared to a beam > 500 µm wide. As the "tails" surrounding the areas adjacent to the area of 
irradiation in a given material increase, the peak intensity as a function of the variable slit width is 
also affected, as shown in Figure 6.9. Within Sm-doped FA glass, there is a significant decrease 
in the energy deposited at the peak of the beam between 50.8 and 22.8 µm at 100 keV. It is likely 
that if these same irradiation conditions were repeated in a material such as tissue at this energy, 
the contributions from surrounding tails would cause a more significant decrease in peak intensity, 
due to more energy being deposited outside the irradiation volume. The optimal microbeam width 
is known to be within the range predicted in Figure 6.10, and is not a new result. However, the 
examination of the effect of radiation interactions on the peak intensity is meant to serve as an 
explanation, as well as demonstrating that too narrow a beam would be detrimental towards the 
peak dose output.  
 
Figure 6.10 Change in peak intensity for 100 keV incident x-rays in 1% Sm-doped FA glass when 
normalized to the 110 µm slit width intensity. The change in peak intensity becomes more 
significant at width less than 20 µm. This is due to a large amount of electrons depositing dose 
outside of the area of irradiation in 1% Sm-doped FA glass. The curve is fitted using an exponential 
decay of the form 𝑃 = 𝐴(1 − e−𝑤 𝐵Τ ) where A and B are constants, P, is peak intensity and w is 
the slit width. 
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 The output factor, sometimes referred to as the total scatter factor or relative dose factor, 
for the individual slit widths have not been considered in this work; they are instead compared to 
the normalized intensity of the 110 µm wide slit, shown in Figure 6.9. The determination of output 
factors for small fields is not a trivial task, as has been demonstrated by [60,61,62,63]. Effects such 
as internal scattering within the collimator affects the measured peak intensity. However, MCNP6 
simulations performed in this work are normalized per source photon with no divergence prior to 
entering the collimator incident on the 1% Sm-doped FA glass, which predicts a decrease in peak 
intensity due to radiation interactions within the material. The change in peak intensity is therefore 
more likely to be attributed to dose being deposited away from the peak in sufficiently narrow 
collimator widths. These peak intensities are then compared with experimentally measured values 
in Figure 6.10, which show that the assumptions made in the code can be assumed to be correct. 
It is worth noting that the measured and simulated profile dimensions for variable slit 
widths are not in perfect agreement, which is likely due to the fact that the laboratory-constructed 
variable slit width collimator in this work was not perfect, whereas the energy dependence 
comparisons were from a commercially manufactured MSC. Since the collimator used in the 
variable slit widths experiments consisted of two, approximately 4 cm thick, polished blocks of 
tungsten with various spacers, it is likely that the tungsten blocks may not have been perfectly 
parallel, nor have had the exact widths as the simulated values. Nonetheless, this experiment is a 
proof-of-concept to show that as the slit width is narrowed, the peak dose will decrease, and that 
this decrease is likely due to radiation interactions in the material and not attenuation or scattering 
in the collimator. For the purposes of therapeutic treatments, the ideal slit width should be between 
Table 6.1 Reduction in the simulated peak intensity for 100 keV x-rays in 1% Sm-doped FA glass 
as compared to a 500 µm wide beam at various slit widths. 
Width (µm) % Reduction 
7.6 55% 
15.2 33% 
22.8 20% 
50.8 5% 
110 3% 
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20 – 50 µm, in order to avoid significantly decreasing the peak dose intensity while still taking 
advantage of the desirable tissue sparing effect that takes place at these narrow volumes of 
irradiation. 
6.6 Summary and Conclusions 
Sm-doped fluoroaluminate glasses were used to examine the effect of the incident x-ray energy on 
the overall shape of monochromatic microbeams generated at the Canadian Light Source. The Sm-
doped samples display the conversion of Sm3+ to Sm2+ after x-ray exposure to serve as a measure 
of the delivered dose. The two different valence states produce distinct and separable PL signals 
that, upon photoexcitation, can be distinguished using a custom confocal fluorescence microscopy 
system with micrometer resolution [34]. Sm-doped FA glass detector plates were irradiated at the 
CLS and then readout and digitized using this custom experimental confocal set-up. The results 
show that the nominally 50 µm width microbeam exhibits significant widening at the base of the 
beam profile, i.e. "tails", as the incident x-ray energy was increased. The widening arises because 
of the ejected and scattered electrons resulting from the photoelectric effect and Compton 
scattering, which contribute to dose being deposited in the region surrounding the volume of 
irradiation.  
The PVDR is an important consideration in clinical applications for MRT, but the 
definition of the valley dose can be subjective. In order to quantify the observed changes in the 
beam shape, the beam-profiles were normalized to the maximum measured intensity and the 
widths at various percentages of the maximum intensity were measured. These results were then 
compared with simulated beam profiles that were calculated using the MCNP6 radiation transport 
program that is capable of simulating energy deposition including electron transport within various 
materials. It was found that the simulated and measured widths and profiles showed very good 
agreement, which demonstrates that Sm-bulk doped FA glass samples can be used to 
experimentally verify electron transport in media. Further, tests were performed to show that small 
changes in the beam divergence and alignment of the collimator do not significantly affect the 
observed results and therefore the agreement between the experimental and calculated values is 
valid. This finding is significant, as these radiation interactions are subtle and deposit dose on a 
very small spatial scale. Ultimately, this confirmation of simulated contributions from the 
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photoelectric effect and Compton scattering requires a dosimeter with a large dynamic range, 
detection over a wide range of x-ray energies, and micrometer level resolution.  
The above findings indicate that incident x-ray energy can have an important effect on the 
dose deposited outside the area of the microbeams. If the experimental results verify the simulated 
values in 1% Sm-doped FA glass, then the MCNP6 code can also be used in various materials, 
which will aid in MRT treatment planning and the designing of synchrotron facilities. The 
selection of an appropriate incident x-ray energy range in order to maximize the dose delivered 
within the narrow microbeam sections is vital. Using water as an approximation for human tissue, 
calculations performed using MCNP6 indicate that the energy region from 120 – 200 keV has a 
minimum width at 10% of the maximum value. This range is ideal for human MRT treatment, 
since the various interactions through the photoelectric effect and Compton scattering deposit dose 
in the same direction as the incident x-rays and lead to the maximization of the PVDR.  
In this work the comparisons between simulated and measured dose distributions have been 
done using monochromatic x-rays. In clinical applications, the incident x-ray energy would likely 
be polychromatic in order to reach a maximum dose rate to minimize blurring from patient 
movement. However, the understanding of radiation interactions as a function of energy is critical 
in order to choose the most appropriate polychromatic energy range. The maximization of the 
PVDR and minimization of beam widths at energies that can penetrate sufficiently into tissue is 
important for therapeutic applications. Additionally, variable slit width experiments demonstrate 
that there is a range of collimator widths that allows for lethal doses to be delivered to single cells, 
while not significantly decreasing the peak dose delivered at the center of the beam. This ideal 
width changes as a function of the selected x-ray energy, but this range would likely be between 
20 – 50 µm, as others have reported. Overall, Sm-doped FA glasses have been used for high 
resolution, large dynamic range MRT dosimetry to verify MCNP6 code that is capable of 
simulating electron and photon transport in a variety of materials. 
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Chapter 7 
Conclusions and Suggested Future Works 
The objective this Ph.D. work involves the characterization of the properties of Sm-doped 
fluoroaluminate (FA) and fluorophosphate (FP) glasses, and their use in Microbeam Radiation 
Therapy (MRT) for high-resolution, high-dose dosimetry. These Sm-doped glass plates have been 
shown to be excellent candidates for detecting x-ray radiation, particularly in the application of 
MRT dosimetry. The detection method is based on conversion of trivalent Sm3+ ions to divalent 
Sm2+ ions upon exposure to x-ray radiation, which can then be readout with high resolution by 
using a purpose built confocal microscopy system. These Sm-doped samples are capable of 
measuring doses in the range from 5 Gy to over 2000 Gy, with achievable spatial resolution on the 
order of single micrometers or better.  
 The work in the following section briefly summarizes the dosimetry technique used for the 
measurement of microbeams in this thesis. Section 7.2 summarizes the published works done to 
characterize Sm-doped FA and FP glasses, including ion implantation, energy and dose rate 
response of the materials, characterization of the readout technique, and high resolution 
measurements of microbeam profiles at multiple monochromatic energies. Section 7.3 
recommends several potential future experiments in order to improve the dosimetric materials for 
clinical or commercial use. 
7.1 Summary of Dosimetry Technique for Large Dynamic Range, High-Resolution 
Measurements 
A more detailed description of the measurement technique used in this research is given in Chapter 
3, however, this section briefly summarizes the concept behind the dosimetric material. The 
technique utilizes the photoluminescent (PL) properties of Sm3+ and Sm2+ ions in a particular host 
medium, which emit in the orange and red region of the visible spectrum and can be easy 
distinguished.  Upon exposure to x-rays Sm3+ gains an electron and becomes Sm2+, therefore the 
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change of the ratio of Sm3+ ions to Sm2+ ions is related to the dose delivered, as is shown in Figure 
7.1. Put differently, the dose delivered is proportional to the detected PL signals emitted from the 
Sm-doped glass samples, 
Dose ∝
PL(Sm2+)
PL(Sm3+)
                                                                    (7.1) 
The response of the sample is read out and digitized by a purpose built custom confocal 
fluorescence microscope technique, which allows for irradiated samples to be readout with high 
resolution in two dimensions. Fluoroaluminate and fluorophosphate glasses have been found to be 
excellent detector materials for Sm valence conversion based dosimetry. Further, these samples 
have been shown to be reusable through the process of UV exposure or annealing. Overall, Sm-
doped FA and FP glasses are promising tools for MRT dosimetry applications. 
 
 
Figure 7.1 Illustration of dosimetric technique using samarium valence dosimetry. (Left) As the 
Sm doped glass plate is exposed to ionizing radiation, there is conversion from Sm3+ → Sm2+. 
Using collimated x-ray microbeams causes only the exposed portion of Sm-doped glass plate to 
undergo conversion. (Right) Photoluminescent spectra of Sm3+ and Sm2+ are easily separable, and 
total dose delivered is proportional to the increase of detected Sm2+ ions. 
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7.2 Summary of Manuscripts 
7.2.1 Sm-ion Valence Conversion in Ion Implanted Fluoroaluminate Glasses 
The fabrication of Sm-ion implanted FA glass has been tested for the purposes of MRT dosimetry. 
Ion implantation utilizes the result that Sm-ions reside within a thin plane very near the surface of 
the glass. Ion implantation has an advantage in that the resulting PL from Sm ions is from a well 
defined thin layer, which allows for calculation of the surface dose, and reduces the amount of 
light attenuation from Sm3+ and Sm2+ ions throughout the sample. In this work, Sm-ions were 
successfully implanted with a fluence of 5 × 1015 ions/cm2 at an energy of 2 MeV. After 
implantation, Sm ions exist in both the divalent and trivalent forms, and by annealing above the 
glass transition temperature, Sm2+ ions are reconverted to Sm3+. After annealing the Sm-ion 
implanted samples, subsequent irradiation showed evidence of conversion from Sm3+ to Sm2+ ions, 
as well as a broad overlapping emission spectra which is likely associated with x-ray induced 
structural defects within the host glass matrix. These defect related signals are "allowed" 
transitions and have fast emission lifetimes when compared with the "forbidden" f-f transitions 
associated with Sm2+ and Sm3+ ions. The PL signals from Sm ions and defect related signals are 
quite weak when compared to signals collected from bulk Sm-doped glass samples. However, by 
using a phase sensitive (quadrature frequency resolved spectroscopy) photodetection technique, it 
is possible to isolate the Sm ion emissions, which have emission lifetimes in the millisecond range, 
from the broad overlapping signals, which have radiative emission times on the nanosecond scale. 
This technique uses a modulated laser source and a lock in amplifier to separate the signals. Using 
this measurement technique, Sm-ion implanted samples can be used to measure a dynamic range 
up to 800 Gy. 
 Overall, Sm-ion implanted FA glass samples have been shown to be capable of Sm valence 
conversion for the purposes of dosimetry. Further, the resulting PL signals from Sm3+ and Sm2+ 
ions emit from the surface of the material, simplifying dose calculations resulting from the extent 
of Sm-valence conversion in the bulk. A limitation to the ion-implanted FA plate, however, is the 
spatial resolution of the resulting photoluminescence upon excitation. Because of the overlapping 
defect signals, the fluorescent confocal microscope system built for measuring bulk doped samples 
cannot separate the signals associated with the slow and fast emissions. Additionally, the resulting 
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PL from Sm-ion implanted samples are much less intense than those from bulk Sm-doped glass 
samples and would require a more sensitive readout technique. Despite these limitations, Sm-ion 
implanted samples are unique, and demonstrate that Sm-valence conversion is possible in Sm-ion 
implanted samples, which was previously unknown. Sm-ion implanted materials serve as a proof 
of concept for Sm-ion implanted glass plate dosimetry. It was also demonstrated that using a 
lifetime sensitive phase separation technique allows for the separation of overlapping PL signals, 
provided the emission lifetimes are sufficiently different. 
7.2.2 Energy and Dose Rate Dependence of the Response of Sm-doped FA and FP Glasses 
The response values of Sm-doped FA and FP glasses with varying Sm-dopant concentrations was 
examined over a large dynamic range up to 2000 Gy. The amount of Sm3+ → Sm2+ conversion 
was measured as a function of x-ray dose, dose rate, incident photon energy, focal depth, Sm-
dopant concentration, and stability for Sm-doped FA and FP glasses in order to determine the 
optimum conditions for x-ray dosimetry.  
 The conversion of Sm3+ to Sm2+ is controlled by a hole trapping process, as previously 
discussed. This hole trapping process leads to a larger response value at lower concentrations of 
Sm-dopants (Response = [IPMT(2+)/IPMT(3+)]Irradiated − [IPMT(2+)/IPMT(3+)]Non−irradiated ). 
Additionally, while FA and FP glasses have been shown to be excellent host materials, the extent 
of photodarkening resulting from x-ray induced defects between the two host glass matrices is not 
equal, and photodarkening is more pronounced in FP glasses than in FA glasses. Thus, the energy 
and dose rate responses of various Sm-dopant concentrations and host materials have been 
examined to determine the change in response values in order to determine the most suitable 
composition. 
The dose rate and energy dependence of dosimetric materials is a crucial consideration and 
the amount of conversion from divalent to trivalent Sm should not change significantly as these 
parameters are modified. In this work, the response of 1% Sm-doped FA and FP glasses was 
measured over a dose rate extending over four orders of magnitude, from 0.7 mGy/s to 5 Gy/s. 
Over this dose rate range, the response of 1% Sm doped FA and FP glasses was found to be 
constant, which is an important result. The incident x-ray energy dependence was also investigated 
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over the range of 30 – 130 keV and was found to decrease as a function of energy. Ideally, a 
dosimeter should have no significant energy dependence, but over such a large energy range, it is 
likely that some extent of calibration would be required. Multiple Sm-dopant concentrations were 
measured over this range and all exhibited a similar decrease in Sm-valence conversion as a 
function of energy.  
As a result of the dose rate and energy responses having little variation over multiple Sm-
dopant concentrations and host materials, the maximization of the response signal should be of 
primary importance. The overall response value has an inverse relationship with Sm-dopant 
concentration, that is, increasing the total number of Sm3+ ions does not increase the response 
value. However, when considering dopant percentages lower than 1% Sm, there is evidence of 
spontaneous recombination from Sm2+ back to Sm3+, meaning that the response value immediately 
after irradiation will change over an approximate 24 hour period, which is undesirable. As a result, 
it was found that a 1% Sm dopant concentration is ideal for Sm-valence dosimetry purposes. 
Additionally, FP glasses exhibit a greater extent of photodarkening as a function of radiation dose, 
and so 1% Sm-doped FA glass is likely to be the most suitable candidate, overall, for high 
resolution, large dynamic range dosimetry.  
 1% Sm-doped FA glass materials were examined over a dose range of 5 to 2000 Gy at 
incident photon energies of 40, 60, 80, 100, and 120 keV, which shows that doses can be measured 
over a wide range of energies up to 2 kGy. Additionally, it was shown that the response values can 
vary not only as a function of energy, but also as a function of laser focal depth within the sample. 
Within the focal depth range of 5 – 20 µm, the response of 1% Sm-doped FA glass is constant, 
regardless of the energy, but the signal to noise increases at larger depths. If the focal depth is 
increased beyond this point, then the response values can decrease depending on the energy. This 
change in response as a function of depth is likely to be due to photodarkening at higher response 
values. Consequently, using the current fluorescent confocal microscopy system, the focal depth 
should be around 20 µm. This value is further confirmed by measuring the response of Sm-ion 
implanted FA glasses as a function of depth, which shows that a Gaussian curve can be used to 
measure the signal decay as the focal depth is increased. Since the detected Sm signal is only 
present at the surface of the glass, the resulting PL is due to photons outside the focal spot being 
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collected as the focal depth of the laser increases. The measured FWHM of the fitted Gaussian is 
approximately 21 µm, meaning that this represents the optimum focal length for collecting the PL 
signal. 
For 1% Sm-doped FA glass samples, the achievable lateral resolution is conceivably less 
that one micron, and ultimately limited through the optical resolution of the instrument. Using the 
custom confocal fluorescence microscopy system, the dwell time at each point in a two 
dimensional image is dictated by the radiative emission lifetimes of Sm3+ and Sm2+ ions in order 
to prevent PL from neighboring pixels to affect the intended collection data point. Since Sm ions 
have emission-lifetimes in the millisecond range, the higher the desired spatial resolution, the 
larger the overall collection time. The measurement technique, including the lateral resolution, 
focal depth, and collection time were examined in this work, and it was determined that 1% Sm 
FA glass is an ideal candidate for the purposes of MRT dosimetry. 
7.2.3 Microbeam Profiles as a Function of Incident X-ray Energy and Slit Width 
The effectiveness of MRT relies on maximizing the peak while minimizing the dose delivered 
between each microbeam, in the "valleys" or "tails" adjacent to the intended region of irradiation.  
The dose delivered within this narrow region, must be lethal to the cells, while still allowing for 
adjacent healthy tissue to aid in the repair of damaged tissue, an ability that tumours do not exhibit. 
The widths of the microbeams must be sufficiently narrow in order to achieve the desirable tissue 
sparing effect, typically on the order of single cells, from 30 – 50 µm. 
 What has not been systematically studied in the past, is how the incident x-ray energy can 
have an effect on the microbeam profile properties, which would ultimately affect treatment 
conditions. As the incident x-ray energy is changed, so too is the probability of radiation interaction 
processes and the directionality of ejected electrons and scattered photons. At low energies 
considered in MRT, the photoelectric effect is the primary process, whereas scattering interactions 
dominate at higher energies. It is thought that the ideal energy for human therapy treatment 
conditions would likely be between 90 – 300 keV, which would allow for x-rays to sufficiently 
penetrate into human tissue and deposit dose at the intended target. Using a monochromatic and 
collimated x-ray source at the CLS, experiments were performed using 1% Sm-doped FA glasses 
169 
 
to determine how the characteristics of a microbeam profile might change over a wide energy 
range, from 30-150 keV. Ideally, a microbeam should deposit the entirety of the dose delivered 
within the material directly nadir from the collimator, resulting in a profile that resembles a step 
like function. As the incident x-ray energy is changed, however, the directionality, probability, and 
particle range change as well. This energy increase results in the deposition of radiation dose into 
the surrounding "tails" and a rounding of the radiation "peak" of microbeams detected with Sm-
doped glass plates. These same irradiation conditions are repeated using MCNP6 code used to 
simulate photon and electron transport within 1% Sm doped FA glass using the same dimensions 
as the multi-slit collimator used during experiments at the CLS. 
Both experimental and simulated values found that, as the incident energy of the x-rays 
increased, the overall beamshape exhibited widening of the beam width within 1% Sm-doped FA 
glass. The widening of the beamshape is characterized by measuring the normalized full width at 
10% of the maximum value (FW@10%), and individual beams were measured with micrometer 
level resolution. The verification of the MCNP6 code is important, as it demonstrates the 
confidence that can be placed in the technique when designing treatment planning for MRT and 
other radiation therapies. Indeed, using the MCNP6 code, it was calculated that the microbeam 
widths at FW@10% will continue widening up to energies of 300 keV in FA glass. However, by 
simulating the same conditions in a material such as water, which can be used as an approximation 
for human tissue, it was found that there exists an ideal energy range from 120 – 200 keV, where 
interactions resulting from scattering and the photoelectric effect cause the microbeams to narrow, 
increasing the effectiveness of MRT.  
In addition to the x-ray energy playing an important role in the success of MRT treatment 
planning, the size of the individual microbeams is also an important consideration. It is known that 
too large of a beam width reduces the effectiveness of the technique by eliminating the "bystander 
effect". Likewise, if the beam width is too narrow, this causes complications in the fabrication of 
multi-slit collimators, and the "peak" intensity is likely to decrease overall. In this work, a 
constructed single slit collimator devised from placing spacers between two pieces of polished 
tungsten was used to examine the overall change in intensity using a monochromatic energy 
source. The dose delivered prior to passing through the collimator was kept constant and the 
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resulting intensity was compared to MCNP6 simulations. The size of the slit widths had a range 
between 7.6 µm and 110 µm and each slit width intensity was compared to the normalized value 
of the largest slit, 110 µm. As the slit width narrowed, the measured and simulated intensities both 
decreased appreciably. Since the MCNP6 code does not include beam divergence, it is unlikely 
that this effect is due to scattering within the collimator alone. Instead, it is hypothesized that the 
change in intensity is related to the dose deposited outside the region of irradiation in the "tails". 
At sufficiently narrow widths, the change in intensity is significant, and so widths less 
approximately 20 µm would require a greater dose prior to entering the collimator.  
The exact slit width and incident energy in human treatment planning would ultimately 
need to be verified by a biological response in tissue and irradiated tumour. Nevertheless, the 
radiation interactions resulting from changes in energy and irradiation volume greatly aid in the 
understanding of the processes involved and it is unlikely that other dosimetric materials can 
provide the necessary resolution afforded by Sm-doped glass samples. 
7.3 Suggested Future Works 
Sm-doped glass samples have been shown to be excellent candidates for high resolution, large 
dynamic range MRT dosimetry. Further, it has been demonstrated that 1% Sm-doped FA glass is 
transparent, reusable, stable, and is capable of strong Sm3+ → Sm2+ conversion. A custom built 
confocal fluorescent microscopy system has been characterized and is capable of measuring 
samples with micrometer or better resolution. However, there are improvements on both material 
synthesis and sample measurement that could be further developed upon in future works. The 
proposed future works are listed as follows, 
1. While it has been demonstrated that materials capable of Sm3+ → Sm2+ conversion are 
difficult to successfully synthesize, much interest remains in tissue equivalent dosimetric 
materials. Tissue equivalent materials would allow for simplified calculations of dose 
delivered to a patient, and could be used during patient irradiations without significantly 
changing the measured beam quality. 
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2. Once samples have been synthesized by collaborators at the University of Wellington, they 
are sent to our lab and are cut and polished for experimental purposes. However, when 
examining samples at high resolutions, such as is the case in measuring subtle changes in 
the beamshape as a function of energy, the surface quality of the glass becomes more 
important. In order to increase the resolution of the Sm-doped glass materials, 
improvements to the processing of materials could be enhanced in order to reach higher 
optical quality. 
3. The readout method using the current confocal microscopy system can be improved upon 
in order to more efficiently characterize and measure irradiated samples. The required 
improvements are related to total measured area, which could be expanded to measure 
multiple microbeams. This could be accomplished by implementing a motorized stage that 
is capable of scanning the sample over the entire area of the detector at high resolution. 
4. The total collection time for irradiated samples should be reduced, particularly in samples 
which require high resolution across a large field of view. Currently, the dwell time at each 
pixel is limited by the forbidden emission transition lifetimes that are characteristic of Sm 
ions, and the speed of the scanning instrument. As an example, measurements collected in 
the investigation into the change of beamshape as a function of energy required 
approximately 6 hours to collect for each sample. If one wanted to measure the entire field 
of view at the highest possible resolution, the collection time would be in excess of 30+ 
hours. Previous works have shown that glass ceramic materials exhibit Sm3+ → Sm2+ 
conversion with much faster decay times, but was not capable of high resolution. 
Alternatively, other fluorescent confocal microscopy systems are capable of measuring the 
entire FOV using selectable excitation sources with selected emission wavelengths. This 
technique would likely not allow for simultaneous measurement of PL resulting from Sm3+ 
and Sm2+ ions, but if properly calibrated, the increase in Sm2+ ions could be used as a 
measurement of the total dose delivered. 
5. Dose deposited as a function of depth would be of great interest to investigate. 
Unfortunately, the current confocal fluorescence microscopy system is not capable of 
measuring samples in three dimensions without signal bleaching Sm-ions in the z-axis from 
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the excitation source. Using a two-photon confocal microscopy system, it may be possible 
to measure the resulting Sm3+ and Sm2+ within a selected depth without bleaching the 
surrounding volume. Such measurements would be of great interest for experimentally 
validating simulations over multiple energies and volume depths within dosimetric 
samples. 
6. Sm ion implanted samples showed successful conversion of Sm3+ → Sm2+, demonstrating 
the possibility of this technique within a thin volume near the surface of the sample. 
However, this technique was ultimately limited by overlapping defects related to either x-
ray or implantation defects. It is possible that thin film deposition of Sm-doped FA glass 
samples may result in valence conversion without resulting overlapping PL signals and can 
be used for measurement of surface dose. 
 
  
